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SYSTEMS TECHNOLOGY 
A DIVISION OF FAIRCHILD CAMERA AND INSTRUMENT CORPORATION 


PREFACE 


The SENTRY operating system provides utility programs to assist in organizine 
and maintaining data, and to aid in the development of FACTOR test programs. 
This publication discusses the functions provided by each utility program and gives 
instructions on how to perform these functions. 


This manual is intended for use as a quick reference handbook, and as such does 
not provide an indepth discussion of all utilities described. Since most of the 
utilities are fully documented in either the Sentry II Operation Manual, part 
number 67095638, or as Application Notes, these documents may be referred to as 
desired. When applicable, the description of each utility in this manual includes a 
reference to additional documentation. 


Each utility program described in this publication falls into one of five general 
classes of programs: | 


1 General purpose system utility programs 

2 Analysis, characterization and datalogging utility programs 
3 Debugging aid utility programs 

4 FACTOR enhancement utility programs 

5 Pattern generation utility programs 


The program class into which a specific utility program falls is determined by the 
function that the utility program performs. (The manual is divided into five 
sections corresponding to the five program classes). 


Within each class, programs are further categorized by the type of distribution 
which they receive. There are two distribution types: 


Special utility programs designed for a specific function available at 
extra cost. 

(The distribution type for each program is listed in this manual in the 
table of contents.) 


. System utilities included in standard revision level releases. 
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Of major importance to the user is how each utility program is called - that is, 
whether it is an "operator" or a "programmer" utility. The operator utilities are 
implemented by either a DOPSY or TOPSY command, as required, from the VKT 
keyboard. Programmer utilities are known as "assembly language linkage" 
routines which are called and executed from a user written FACTOR language 
program using the FACTOR "EXEC" statement. | 


The following table lists all the utilities by name, section, and page where 


explained in this manual, as well as how they are called - whether by a DOPSY or 
TOPSY command or by a FACTOR EXEC statement. 


ill 


Utility Name 
FCOMP 
LISTC 
CRDTAP 
TAPLP 
FINDJOB 
DELJOB 
COPJOB 
CHANGE 
EDIT 
PATCH 
DBUP 
TDX 
BMT 
INIT 
INSERT 
NOTE 
LABEL 
XMIT 
XGRAPH 
TTIME 
SPLOT 
PGLOG 
PPLOG 


DATAIO 


Callable From 


DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 
DOPSY 


DOPSY 


DOPSYor TOPSY 
FACTOR 

FACTOR 

TOPSY or FACTOR 


FACTOR 


TOPSY 


TOPSY or FACTOR 


iv 


Section 


Let 


1.2 


1.3 


1.4 


1.9 


1.6 


1.7 


1.8 


1.9 


2.9 


2.6 


Page 
i=] 
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Utility Name Callable From Section Page 
ACCESS TOPSY 7 2-58 
DEBUG DOPSY or TOPSY 31 o-1 
PSCAN TOPSY or FACTOR 3.2 3-7 
LMIO TOPSY 3.0 3-12 
CYCLE TOPSY 3.4 3-18 
LMMOD FACTOR 4.1 4-1 
LMTSF FACTOR 4.2 4-3 
LPLF FACTOR 4.3 4-5 
LMLOAD FACTOR 4.4 4-6 
LMSAVE FACTOR 4.9 4-10 
LOGREG FACTOR 4.6 4-18 
FMTAP FACTOR 4.7 4-19 
GLOBS FACTOR 4.8 4-20 
CSETF FACTOR Del 3 ae 
ROMPAT FACTOR Ded 074 
RAMPAT FACTOR Dee 97-8 
ROMPONG FACTOR D4 o-19 


Any program that is optional or applies only to certain Sentry Systems will be so 
identified. All other utility programs are standard and apply to all Sentry 


Systems. 


As new programs are developed they will be added to the respective sections of 


this manual. 


NOTE: This manual is consistent with Software Revision 10.3E. For Revision 10.4 
and higher, the records // for DOPSY and /. for TOPSY, are optional. 
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SECTION 1 GENERAL PURPOSE SYSTEM UTILITY PROGRAMS 


Section 
tel 
1.2 


1.3 


1.4 
1.9 


1.6 


1.7 


1.8 


Name 
FCOMP 
LISTC 


CRDTAP 


TAPLP 
FINDJOB 


DELJOB 


COPJOB 


CHANGE 


EDIT 


PATCH 


DBUP 


TDX 


BMT 


INIT 


Type* 
] 


Descriptions 
Compare two disc files 
List ecard images on line printer 


Write card images on magnetic 
tape 


List tape records on line printer 
Display job numbers on VKT 


Delete files by groups from dise 
storage 


Copy groups of files from dise to 


magnetic tape 


Multiple occurrence character 
string editor 


General purpose disc file string 
and character editor 


Modify words in dise files 


Dise to magnetic tape backup 
and bootload program 


Tape to dise and disc to tape 
fast transfer 


Blocked file transfer between 
tape and dise 


Reconfigure test station assign- 
ments 


* Refer to Preface for a description of "Type". 
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Page 


iii 


Page 
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Section 


1.1% 


Name 


INSERT 


NOTE 


LABEL 


XMIT 


TABLE OF CONTENTS 


Type 


Description 


Edits FACTOR source files and 
permanently inserts INSERT files 
in new composite file. 


Prints a message to an output device 
and allows operator control of dise 
eommand file execution 


Prints a message to an output device 
in large block letters. 


Dumps contents of VKT sereen to line 
printer. 


SECTION 2 ANALYSIS, CHARACTERIZATION AND DATALOGGING 


Section 


2.1 


UTILITY PROGRAMS 
Type 


Name 


XGRAPH 


TTIME 


SPLOT 


PGLOG 


PPLOG 


DATAIO 


ACCESS 


1 


Description 


X-Y and shmoo plotting on 
a specified output device 


High-speed time measurement 
algorithm 


X-Y sensitivity plot routine 


Plots RAM test pattern failmaps 
on specified output device. For 
use with Hardware Pattern Gener- 
ator (HPQ). 


Plots RAM test pattern failmaps 
on specified output device. For 
use with Pattern Processor 
Module (PPM). 


General purpose dise and magnetic 
tape I/O utility. 


Determines number of dise access 


operations performed during the 
execution of a FACTOR program. 


Vil 
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SECTION 3 DEBUGGING AID UTILITY PROGRAMS 


Section 
3.1 


3.2 


3.3 


3.4 


SECTION 4 
Section 


4.1 


Name 
DEBUG 


PSCAN 


LMIO 


CYCLE 


Type 
1 


Description Page 
General purpose debugging aid. 3-1 


Analysis aid which displays status 
of programmed pins and power supplies 
at time of execution. 3-7 


Dumps Local Memory contents in 

various formats to specified output 

device. Loads Local Memory from a 

dise file. 3-12 


Initiates a Local Memory continuous 
loop. | 3-18 


FACTOR ENHANCEMENT UTILITY PROGRAMS 


Name 


LMMOD 


LMTSF 


LPLF 


LMLOAD 


LMSAVE 


LOGREG 


FMTAP 


GLOBS 


Type 
1 


Description Page 


Allows modification of local memory 
eontents from FACTOR program. 4-1 


Generates string files of functional 
data from local memory. 4-3 


Allows program control of line printer ; 
within a FACTOR program. 4-5 


Transfer functional test data between 
local memory and disc files in FAC- 
TOR program. 4-6 


Microprocessor test generation aid. 4-10 


Long register reading and writing 
routine. 4-18 


Allows magnetic tape unit control 
within a FACTOR program. 4-19 


Extends number of global variables 
from 20 to 120. 4-20 
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SECTION 5 PATTERN GENERATION UTILITY PROGRAMS 


Section Name Type Description 

a1 CSETF 2 Algorithmetie pattern generator 
of SET F string files. 

D2 : ROMPAT 2 ROM test pattern generator. 

5.3 RAMPAT 2 RAM test pattern generator. 


2.4 ROMPONG 2 ROM access time testing aid. 
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SECTION 1 


GENERAL PURPOSE SYSTEMS UTILITY PROGRAMS 


1.1 FCOMP 
1.1.1 Introduction 


The File Compare routine, FCOMP, provides the user with the capability of 
comparing two disc files. 


1.1.2 Program Usage 
The command for invoking FCOMP is 
// FCOMP '‘filel' 'file2' 


If 'file2' is omitted, 'filel' will be compared with working storage. Both files must 
meet the following conditions: 


(1) They must appear in the file directory under the same job number. 
(2) They must be of the same type. 
(3) They must be the same length. 


If a set of records fail the comparison, they are output to POD (the record from 
'filel' is first), followed by a record containing: 


(1) The word from 'file1' that failed (in TASCID 

(2) The word 'file2' that failed (in TASCII) 

(3) The word number within the record of the failing word (1-20, Base 10) 
(4) The reeord number within the file of the failing record (1-N, Base 10). 


If console switch one is off, the program halts before continuing to check 
the file. 


1.1.3 Error Messages 


ERROR-- 
ERROR-—- 


ERROR—- 


ER ROR-- 


ERROR—- 


ERROR-—- 
ERROR-- 


ERROR-- 


ERROR MESSAGE 


IN FILE SPECIFICATION 


IN FILE TYPE 


EOF ON X. where X = 1 or 2 


MISSING PARAMETER 


INVALID FILE NAME 


SYSTEM-2 
System 4 


SYSTEM 20 


DESCRIPTION 


One or the other of the input files 
are not in the directory under the 
current job number. 


One file does not match the other as 
to file type. 


If the two files are not the same 
length, this message will occur after 
the beginnings of the two files have 


been compared. 


Both file names were omitted. 


One or the other of the file names 
start with a blank or an illegal name 
($DIRCT or $ARR) was specified. 


FCOMP was not able to output a 
"no-compare" record. 


Working storage could not _ be 
opened. 


Phase 2 of FCOMP (FCOMP1) could 
not be loaded. 


1.2 LISTC 


1.2.1 Introduction 


The List Cards routine, LISTC, provides the user with the capability of 
listing cards, including monitor commands (//) on the line printer. 


1.2.2 Program Usage 


The command for invoking 'LISTC' is 


// LISTC 


The eard deck to be listed should be placed in the ecard reader. The card 
reader must be ready and the line printer on line. Cards are read until a 
eard is sensed which contains dollar signs ($) in columns 1, 2, and 3 followed 


by two blank ecards. 
1.2.3 Error Messages 
ERROR MESSAGE 


ILLEGAL PUNCH, RELOAD 
2 CARDS 


DESCRIPTION 


An illegal character is sensed in a 
eard. After the message is output 
to the VKT, the CPU is halted. The 
illegal punch is in the ecard already 
read, one before the last. To 
continue, correct the bad ecard and 
reload the last tow ecards and push 
the CPU START. 


To ignore bad ecards set console 
switch 1 on. If an illegal character 
is sensed it is changed to a '%' sign 
on the list and the listing continues 
to the end. : 
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1.3 CRDTAP 


1.3.1 


1.3.2 


1-4 


Introduction 


The Card-to-Tape routine (CRDTAP) provides the capability of writing data 
from cards on magnetic tape, one card (20 words) per block. The resulting 
tape will be in a format acceptable to the FST-1 Assembler and DOPSY as 
standard input. 


Program Usage 
The card deck should be placed in the card reader followed by a ecard 
eontaining dollar signs in columns 1, 2, 3 and two blank ecards. The card 


reader should be placed in the ready condition and the tape drive should be 
placed on line. 


The program is invoked via the command: 
_// CRDTAP 


Multiple files may be created on a single tape by first positioning the tape to 
the point at which writing is to begin. 


At the end of the operation, CRDTAP writes a tape mark on the tape and 
leaves it positioned at that point so that further files may be written if 
desired. 


1.4 TAPLP 


1.4.1 


1.4.2 


Introduction 


The Tape-to-Line printer routine (TAPLP) reads one record at a time from 
the magnetic tape unit and prints the records on the line printer. 


Program Usage 
The program is invoked via the command: 
// TAPLP 


The tape drive should be placed on line and the line printer should be in a. 
ready condition. | 


The reeords on the tape are assumed to be formatted and coded such that 
they can be transmitted directly to the line printer without conversion. A 
tape produced either by CRDTAP, the FST-1 Assembler or DOPSY will be in 
the format acceptable to TAPLP. Any file on a multi-file tape may be 
listed by first positioning the tape to the proper file. 
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1.5 FINDJOB 


1.5.1 Introduction 


FINDJOB is an assembly language utility program which enables the user to 
search the directory for a specified file to find out which job it is stored 
under or if it is on the disc. When no file is specified it will return the 
eurrent job number. 


1.5.2 Program Usage 


_ The program is invoked via the following command: 


// FINDJOB 'file' 
where: | 


'file' is the name of a disc file. If ‘file! is missing, locate to the right and 
display the current job. 


The program will respond: 

FILE IN JOB YYYY file on disc is in ob YYYY 

FILE NOTIN DIRECTORY _file was not found in the directory 
CURRENT JOB IS 'XXXX' © the current job is XXXX 


FINDJOB will search the entire directory so that if a file name is used in 
more than one job the user will be informed of each job name. 


1.5.3 Error Messages 


ERROR MESSAGE ‘ --s«: DESCRIPTION _ 


FORMAT ERROR a The file name was missing. The file 


name must be enclosed in single 
quotes. 


1.6 DELJOB 


1.6.1 


1.6.2 


Introduction 


The delete job program, DELJOB, provides the capability of deleting all files 
under a specific job, except the system job (<<<), at one time without 
having to use the system DELETE command directive for each file. It also 
provides the capability of deleting specific file types from all jobs or a 
specifie job, always excepting the system job. 


Program Usage 
The program is invoked via the command: 
// DELJOB 
The delete job routine responds with: 

JOB (NAME, "ALL", "END") = 

The user answers with the job name to be deleted. Do not enclose the job 
name in quotes. Entering "ALL" causes all jobs except the system job to be 
deleted. Entering "END" causes exit from DELJOB. 


The delete job routine then asks: 


FOR FILES TO BE DELETED ENTER ONE OF THE FOLLOWING: 


ALL FILES ENTER | 1 
ALL STRING FILES ENTER 2 
ALL DATA FILES ENTER 3 
ALL OBJECT FILES ENTER 4 
ALL COREIMAGE FILES ENTER 5 


When the specified files have been deleted, the system responds: 


JOB NAME DELETED XXXX 


FILE TYPE DELETED YYYY 


and the JOB (NAME, "ALL", "END") question is repeated. 


This procedure continues until the user responds with END at which time the 
following comment is displayed on the VKT: 


END DELJOB 


and a return is made to the DOPSY monitor. 


1.6.3 Error Messages 
ERROR MESSAGE 


DELJOB ERROR DSRD 


DELJOB ERROR DSWT 


DESCRIPTION 


An unrecoverable dise read error has 
occurred. A return is made to the 
DOPSY monitor. 


An unrecoverable dise write error 
has occurred. A return iS made to 
the DOPSY monitor. 


1.7 COPJOB 


1.7.1 Introduction 


1.7.2 


The copy job routine, COPJOB, provides the capability of writing string, 
data, and object files under a specific JOB to mag tape along with their 
associated // JOB, if requested, and // CREATE command directives. (Files 
are separated on the mag tape by EOF marks to allow the positioning of the 
tape using the utility tape handler MTAP.) The magnetic tape unit may then 
be assigned as the primary input device (// SET MTR) and the data created 
by COPJOB is used to create the files under a new system. 


As the files are copied to mag tape, a log is maintained on the line printer 
detailing the name, type, and job. Any core image files which are 


encountered are not copied, but an indication is given on the log. The last 
record written on the mag tape is // SET TTK. 


Program Usage 
The program is invoked via the command: 
// COPJOB 
COPJOB responds with: 


INCLUDE // JOB RECORDS ON OUTPUT TAPE? (Y 
OR N) | 


If the user chooses to ignore the // JOB records on his mag tape, he responds 
with N, otherwise he responds with Y and the files' respective // JOB 
records will be included on the mag tape. 
COPJOB then requests the JOB name of the files to be copied: 

(1) JOB (NAME,"ALL","END")= 


If the user answers with a JOB name, COPJOB responds with a second 
question 


(2) FOR FILES TO BE COPIED, ENTER ONE OF THE FOLLOWING: 


SPECIFIC FILE ENTER NAME OF FILE 


ALL FILES THIS JOB ENTER il 
ALL STRING FILE THIS JOB ENTER 2 
ALL DATA FILES THIS JOB ENTER 3 


ALL OBJECT FILES THIS JOB ENTER 4 
ALL FILES "FROM-TO" ENTER o 


The user must respond with either a file name or one of the digits 1-5. In all 
eases, after the requested files have been copied to mag tape question 
number one (1) will be repeated again. This procedure continues until the 
user responds with END to question number one (1) at which time a // SET 
TTK record will be written on the mag tape; the mag tape will be rewound 
and a return is made to the DOPSY monitor. 


If the response to question number two (2) is five (5), two more questions are 
displayed 


NAME OF FILE FROM- 
and 
NAME OF FILE TO- 


The user responds with the first and last file names within a group of files to 
be copied. 


If the user responds to question number one with ALL, all of the files not 
under the system job number except core image files will be dumped to mag 
tape. 


WARNING TO USER. The magnetic tape is not initially positioned. It is the 
user's responsibility to insure that the magnetic tape unit is on-line and 


positioned at the point where files are to be written. 
If the user responds with a T, a return is made to the DOPSY monitor. 
If the user responds with a C, files will continue to be copied starting at the 


beginning of the last interrupted file. (CAUTION - Do not forget to mount 
new tape, or your previous tape will be overwritten.) 


1.7.3. Error Messages 


ERROR MESSAGES DESCRIPTION 
NOT IN DIRECTORY The job or file name entered is not 


in the dise directory. The question 
is repeated. | 


TYPE T TO TERMINATE, OR 


MOUNT NEW TAPE. TYPE C TO 


CONTINUE. 


The end of tape mark has been 
reached while writing the mag tape. 
The tape is skipped back to the last 
EOF mark, // SET TTK record is 


_ written on the mag tape, the tape is 


rewound. 


ERROR MESSAGE 


DESCRIPTION 


If the user responds with a T, a 
return is made to the DOPSY 
monitor. 


If the user responds with a C, files 
will continue to be copied starting 
at the beginning of the last 
interrupted file. (CAUTION - Do 
not forget to mount net tape, or 
your previous tape will be 
overwritten). 


1.8 CHANGE 


1.8.1 Introduction 


1.8.2 


1-12 


CHANGE is a DOPSY utility program which allows the user to edit any disk 
file and replace every occurrence of a given character string with a second 
given character string. The results of the edit are left in working storage 
from which the user may create a new file. 


Program Usage 
CHANGE is invoked by the following command: 
// CHANGE 
CHANGE will respond: 


ENTER FILE NAME: 
ENTER OLD STRING: 
ENTER NEW STRING: 


Note: Do not enclose file name in single quotes. 
On completion CHANGE will respond: 


XXX CHANGE(S) MADE 
ANOTHER PASS (Y/N)? 


Entering Y will cause CHANGE to re-execute with another request for the 
old string, then the new string. Entering N will terminate execution and 
produce the following message: 


CREATE NEW FILE FROM WORKING STORAGE 


If the line printer is the POD the above responses and those typed in by the 
user will be displayed on both the LP and TTP. Otherwise, they will appear 
only on the TTP. | 


If the request for the file name is answered with an immediate carriage 
return, the contents of working storage will be edited. The '‘old' and 'new' 
character strings may optionally be enclosed in double quotes (") in order to 
include leading and/or trailing blanks. Imbedded blanks are also permitted. 


An immediate carriage return entered as the new 'string' will replace the old 
‘string’ with a single space. This will permit deletion of an entire record. 
Up to 72 characters may be entered as the new and old character string. 


A double slash (//) may be entered as a response at any time and will cause 
CHANGE to abort and return control to DOPSY. The contents of working 
storage will remain intact and the new file may be created as usual. 


1.8.2.1 ENTERING CHANGE COMMANDS FROM A DEVICE OTHER THAN THE 


TTK. CHANGE reads all user responses from the PID which may be set to 
the ecard reader, a DIF file or mag tape. To change a statement from WRITE 
(TTP) VALUE; to WRITE (LP) VALUE; from the ecard reader the following 
eards would be used: 


// CHANGE 

FNAME 

(TTP) 

(LP) 

N 

// CREATE 'FNAME' OVLY 
// SET TTK 


FNAME is the name of the original dise file to be changed. The user would 
place the ecard deck in the ecard reader then enter // SET CR at the TTK. 
The line printer could also be set to cause all dialogue between CHANGE 
and the user to be logged to the line printer. 


1.8.2.2 CHANGING STRINGS WITH LEADING AND/OR TRAILING BLANKS. The 


'old' and 'new' character strings may optionally be enclosed in double quotes 
(") to permit leading and/or trailing blanks to be included as shown in the 
following example. 


given: FORCE VOLTAGEXX.XX 
change: "AGE" to "AGE " 
result: FORCE VOLTAGE XX.XX 


where XX.XX is any voltage value 


1.8.2.3 USING PERCENT CHARACTER (%) AS A 'NO CHANGAE DESIRED' 


INDICATOR. The % character may be used to suppress the changing of 
eharacters which are bracketed by characters which are to be changed and 
should read as: "don't change the character in this position". 


Examples: given: A?C 
A*C 
A!c 
change: "A % C" to "X % Z" 
result: X?Z 
RL 
X!Z 


NOTE: 9% used in both old and new strings. 


given: * A * 
* B* 
COC # 
change: KOS RN to WRI 


result: nee 
*K*K * 


KK %K 


NOTE: % used in old string only. 


1.8.2.4 USING THE BACK ARROW (<< ) TO EDIT END OF RECORD (EOR) 
CODES. The back arrow (<) is equivalent to a TASCII 77B which is the code 
_used to indicate the end of a record for string files. The back arrow may 
therefore be used with CHANGE to remove or add spaces between lines, to 
move the contents of several lines to one line or the contents of one line to 
more than one line. To make these changes the user must be aware that an 
5 immediately precedes the first character in a line (i.e., ecard column 
1 ). 


Examples: | 
to insert a new record into a file 


given: CPMU PIN 3; 
change: "CPMU PIN 35" to 

"REM VOH TESTS; < CPMU PIN 3;" 
results: REM VOH TESTS; 

CPMU PIN 3; 


to place the contents of two lines onto a single line 


given: CPMU PIN 3; 

MEASURE PIN; 
ehange: " MEASURE PIN;" to "MEASURE PIN;" 
result: CPMU PIN 3; MEASURE PIN; 


1.8.3 Error Messages 


ERROR MESSAGES DESCRIPTION 

FILE NOT FOUND The dise file requested could not be found under 
the current job. 

STRING NOT FOUND The entire file was scanned and no changes 
were made because the old string could not be 
found. 

INSUFFICIENT SPACE IN There is not enough room on dise to complete 

WORKING STORAGE the job. | 

LINE PRINTER OFFLINE The listing cannot be made to the line printer. 

DISC WRITE DISABLED A write to the dise cannot be done until the dise 
write is enabled. 

CARD READER EOF OR The input to CHANGE has been terminated. 

MONITOR RECORD DE- 

TECTED 
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1.9 EDIT 
1.9.1 Introduction 


The editor program allows editing of any string files in dise memory or the 
combining of two or more string files. Only string files may be edited. The 
editor program copies the requested string file into working storage, under 
eontrol of operator entered editor directives. After editing is complete, the 
new file is in working storage, and may be added to the dise memory 
permanent file. The old file is still on dise and has not been changed. 


1.9.2 Program Usage 


The editor is envoked by one of the following commands: 
// EDIT 


This command calls the system editor program to edit a source file on dise 
which may be a FACTOR language source file consisting of tester 
statements, an assembly language source code file, or a DIF file containing 
DOPSY commands or system information. 


During the edit process the old file is opened or made available to the editor 
as the input file and the new file, or output file is built under direction of 
the user entered directives and is placed in working storage on the dise. The 
old file is retained unaltered. When the editor is requested, working storage 
is initialized so that any previous file in working storage is lost. 


// EDIT 'filename' 
This statement calls the system editor and opens the file to be updated, i.e., 


the input file, The editor's prompting character is '< ', signaling it is ready 
for directives. 


1.9.2.1 DESCRIPTION OF EDITOR DIRECTIVES 


TABLE 1-1 TEXT EDITOR FILE HANDLING DIRECTIVES 


O 'filename' Open the named file as the input file for editing 
purposes. This statement may be used to open a 
seeond file and edit its contents into the 
original. 


I 'filename' 


| Open the named file as the temporary input file 
and insert the entire file into the output file. 
When the operation is complete the prompting 
character is returned. The original file is still 
open and editing will continue at the same 
position as before. To edit the inserted records 
either a second pass or a back save operation 
must be requested. 


TABLE 1-2 TEXT EDITOR RECORD ORIENTED DIRECTIVES 


Copy the next record of the input file to the 
output (working file to the output (working 
storage) so that it is retained in the new file. 
The record copied is displayed. 


C (n) (label) Copy all records up to and including the nth 
record or the labelled reeord to working stor- 
age. The label in the record to be copied must 
start in column 1. The last record copied is 
displayed. 


C label +n Copy to the label plus n records. N records past 
| the next oecurrenee of the label are copied to 
working storage. A minus Sign is ignored. The 

last reeord copied is displayed. 


Copies all records until the end of the input 
file. Therefore, it is not possible to copy to a 
label called 'EOF'. | 


D Delete the next record of the input file, i.e., do 
not copy the record to working storage. 


D (n) (label) Delete all records up to and including the nth 
| record or the record containing the label in| 
eolumn 1. | 


D label +n Delete to and including the label plus n records. 
A minus sign is ignored. The last record deleted 
is displayed. 


I for Insert places the editor in the insert mode. 
The editor responds with the equal sign (=) as 
the prompting character. The following records 
are entered in the output file until the insert 
mode is terminated by typing // in column 1 and 
2 with no other data on the record. (It is 
possible to enter monitor records in the insert 
mode, so that a DIF file may be created or 
edited). 


Verify causes the following record of the input 
file to be displayed without copying it to the 
output file. Successive verify requests auto- 
matically copy the last record verified and 
display the next record. 


TABLE 1-2. TEXT EDITOR RECORD ORIENTED DIRECTIVES 


V (n) (label) Copy n-1 records or up to but not including the 
record containing the label. Display the nth 
record or the record containing the label in 
eolumn 1 as the next reeord of input. When the 
verify command does not have a label request, 
successive verifies V (n) cause an automatic 
eopy to take place. 


V label +n Copy to label + n- 1. Display the next record 


as the next record of input. 


A 
An 

A label 

A label +n 


The alter directive causes a delete of one 
record, n records, or to and including the label, 
or the label + n records. The last record 
deleted is displayed. The insert mode is then 
entered and all records entered are output to 
the new file until the insert mode is terminated 
by typing // in column 1 and 2 with no other 
data in the record. 


M for Multiply places the editor in the insert- 
and-multiply mode. The editor responds with | 
the equal sign as the prompting character. The 
following records are entered in the output file 
until the mode is terminated by typing // in 
eolumn 1 and 2 with no other data on the 
record. When the mode is terminated the 
sequence of records entered is multiplied in the | 
output file n times. 


Note that if n=l this mode is identical to the | 
insert mode. However, if no records have been | 
entered when the terminating '//' is sensed, the | 
next record of the input file is multiplied in the 

output file n times. | 


TABLE 1-3 TEXT EDITOR BACKUP DIRECTIVES 


Back up the input file and the output file 
1 or nrecords. The last record remaining 
in the output file is displayed. When no 
records have been inserted or deleted in 
the section of the output file being backed 
up over, use this directive. For example, 
if it is desired to copy to a label minus 
three records, verify to the label and 
baekup three records (B3). When the 
output file has been changed in the sec- 
tion to be backed up over either back up 
each file independently, erasing the 
changes, or back up the output file and 
save the changes. (See below.) 


|Back up the input file (Backup Old) 1 or n 
records. The last record remaining in the | 
input file is displayed. If it is desired to | 
duplicate a sequence of records of the | 
input file, copy past the records, back up | 
| over them in the input file only (BOn) and 
copy them again (or alter the records in | 
any way desired). If more records have | 
i been deleted from the output file than 
desired, back up the input file only. For 
example, to delete to but not including a | 
label, delete to label (D label) and restore 
it again in the input file (BO). The next 
copy will copy the record to the output 
file. 


Back up the output file (Backup New) 1 or | 
n records. The last record remaining in 
the output file is displayed. If one or 
more records have been inserted or copied 
to the output file which are not wanted, a 
back up of the output file will delete the 
records. | 


If backing up over a section where the 
number of records has been altered, back 
up the files separately with BOn and BNn 
so that the position of each file is 
displayed. The position of each ean then 
be compared to avoid duplicate or missing 
records. 7 


TABLE 1-3 TEXT EDITOR BACKUP DIRECTIVES 


Same as BN, BNn 


Back up the output file 1 or n records, 
saving the changes made (Backup Save). 
The last record remaining in the output 
file is displayed. The saved records may 
be edited in any way, for example they 
i may be edited by the character editor, or 
records may be inserted or deleted. It is 


| possible to back up saving the output, 
make changes or look at the position and 
baek up and save again. However, there is 
a limit of 1000 words, or 50 full length 
records that may be saved. If it is desired 
to look back further a second pass must be 
requested, and the file repositioned with a 
copy request. While editing saved output | 
the B and BO directives should not be used 

|as duplicate and missing records will} 
result. 


TABLE 1-4 TEXT EDITOR NON-RECORD-ORIENTED DIRECTIVES 


The following directives will sean for a 'string' of data anywhere on a line. Data 
may be altered by request without retyping the whole record. 


Editor Directives Description . 


V ‘string’ Copy up to the record containing the 
‘string’. Display the record with the string | 
as the next record of input. This com- 
mand never copies a record automatically, 
so a verify to the same string will not 
advanee past the current record. How- 
ever, if this is followed by a V or Vn, the 
current record will be copied automatic- 
ally since it has already been displayed. 


V 'string'n When a number is entered, the sean will 
search for the first occurrence of 'string' 
in the next n-1 lines. If it is not found, 
the nth reeord is displayed as the next 
record to be input, thus limiting the 
length of the sean. 


TABLE 1-4 TEXT EDITOR NON-RECORD-ORIENTED DIRECTIVES 


A 'string1' 'string2' Copy to the record containing the first 
string and alter its contents to the second 
string. The changed line is output and is 
displayed. The next line of input is also 
displayed. If this directive is followed by 
a V or Vn directive, the second displayed 
line is automatically copied. 


When a number is entered, sean the next n 
records making the requested change on 
the records where 'stringl' is found. All 
| lines changed are displayed. The n + 1 
record is also displayed as the next record 
of input. The number n therefore limits 
the sean to n records even if 'string1' is 
not found, or extends the sean to n} 
records making the requested change as 
often as 'string1' is found. If this direc- 
tive is followed by V or Vn, an automatic 
eopy of the last displayed record occurs. 


A 'string1!' 'string2' n 


The '%' character may be used in these directives to suppress the comparison of a 
character in a certain position so that it may be changed regardless of what it is. 


Example Input: SET F 00000 11011 00011; 
SET F 00000 10111 00111; 
Directive: A'1%%11' '11111' 2 
Output: SET F 00000 11111 00011; 
SET F 00000 11111 00111; 


_ The '2' causes the change to take place in the next 2 records. The third record 
will be displayed but not altered. 


To suppress the comparison and the change of characters in a certain position, 
enter the '%' character in both strings. 


Example Input: SET F 00000 11011 00011; 
SET F 00000 10111 00011; 

Directive: A '1%%11' '1%9%00' 2 
Output: SET F 00000 11000 00011; 


SET F 00000 10100 00011; 
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The baek arrow '<' is used to edit end of record (EOR) codes. The '<' precedes the 
first character in a line except at the beginning of the file. The '<' may be used to 
insert a new record or blank records, or to place the contents of two lines onto a 
Single line. 


Examples: 


To insert a new record into a file 
Input: CPMU PIN 3; 
Directive: A 'CPMU PIN 3;' 'CPMU PIN 3;<REM VOH TESTS;' 
Output: CPMU PIN 3; 
REM VOH TESTS; 
To place the contents of two lines onto a single line. 
Input: CPMU PIN8; 
MEASURE PIN: 
Directive: A'< MEASURE PIN;'' MEASURE PIN;' 
Output: CPMU PIN 3; MEASURE PIN; 


To place the contents of one line onto two lines. 
Input: CPMU PIN 3; MEASURE PIN; 
Directive: A 'MEASURE PIN;' '« MEASURE PIN;' 
Output: CPMU PIN 3; 
MEASURE PIN; 


To delete a line. 


Input: CPMU PIN 3; 

REM VOH TESTS; 
Directive: A'< REM VOH TESTS:' " 
Output: CPMU PIN 3; 


Note that the back arrow must precede the line. If the back arrow is missing a 
blank line will result. 


TABLE 1-5 TEXT EDITOR SPECIAL EDITOR CONTROL DIRECTIVES 


Tn, n2 n3...n20 Enter up to 20 tab stops for use in the character 
edit mode. Tabs must be entered in ascending 
order. The default tab stops are 5, 10, 15, 20... 


Enter the character edit mode and display the 
next line which is the current line available for 
character editing. 


Enter the character edit mode and display the 
next line up to the first occurrence of x.. The 
current line is available for character editing. 


S [CR/TTK] Change the input device used for reading edit 
| | commands to the ecard reader (SCR) or the 
keyboard (STTK). 


List the input file to the VKT as it is processed. 


Turn off the L request. (Unlist). 


Exit the editor immediately, returning to DOP- 
SY. The output file is in working storage. To 
save the file it must be CREATEd. - 


Z 'string' Replace the '//'as the exit request from the 
editor, multiply mode, and insert mode with 
'string', i.e., any two character terminator. 


The repeat request copies the input file to 
working storage to the end of the file. A 
dummy file called '/$##$/' is created and the 
editor is reentered for a second pass. _ All 
capabilities and rules of the first pass apply to 
second and subsequent passes. There is no limit 
to the number of passes, however, there must 
be room on the dise for three copies of the file, 
the original file which remains unchanged, the 
last pass, and the current pass which is in 
working storage. (If the disc does overflow the 
message 'ERROR--SYSTEM-4' will result and 
the last pass remains on the disk as '/$##$/'.) 
When a repeat is requested the tab stops return 
to the default of 5, 10, 15, 20..., and the 
terminator becomes // again if it has been 
changed by a Z directive. The list request 
remains active, however. When the Editor is 


exited the dummy file '/$##$/' is deleted 
automatically, leaving two copies of the file on 
dise: the original and the result of the last 
pass. The user should not name any file '/$##$/' 
as this file will be automatically deleted by the 
editor on exit or if a second pass is requested. 


// ‘filename’ This request copies to the end of the input file 
and exits the editor. The ‘filename' is deleted 
from the dise and the file in working storage is 


ereated with this name. This command takes 
the place of the sequence of commands: 


CEOF 

fi 

// DELETE 'filename' 
// CREATE ‘'filename' 
// SET TTK TTP 


Set on console switch 1 to suppress the display 
of the last record copied, or deleted as the file 
is processed. The L request overrides CS1. 


TABLE 1-6 TEXT EDITOR CHARACTER EDIT MODE DIRECTIVES 


When the input device is the keyboard the character edit mode may be used to 
ehange part of a line without reentering the whole line. Also records may be 
inserted in this mode or repeated with or without modifications. In this mode an 
uparrow, ' 4 is always displayed when a record is output except when more than 
one record is scanned by CTRL-V. 


There is no prompting character in the character edit mode (except for CTRL-V) 
because it would enter the character stream and displace the line. Note also that 
the control characters used as directives are not displayed as this also would 
displace the line. Therefore, after a line has been scanned and altered it appears 
on the sereen as it will be in the output file. 


Enter the character edit mode and display the 
current line which is available for character 
editing. 


Enter the character edit mode and display the } 
current line up to the first occurrence of x. 
The current line is available for character | 
editing. 


Sean the current line and display to the next 
occurence of x. If x is a CTRL-T, display the 
line to the next tab stop. 


Sean and display the current line to the next | 
oecurrence of x, as defined by the last E or] 
CTRL-R command. (Following a CTRL-P or 
CTRL-C directive, x is destroyed so _ that | 
CTRL-S will display the entire current line.) | 


Advance one character across the current line 
and display. Gives capability of walking across 
the line to the end of reeord. To insert blanks 
after the last character the space bar or CTRL- 
T should be used. 


Advance across the current line or the remain- 
der of the current line and display. The line is 
still available for character editing. 


Enter the character stream at the cursor 
location, extending the current line up to 80 
characters. 


Character other 
than Opcodes 


Truneate record here, i.e., insert an end of 
reeord. The record up to this point is still 
available for character editing. 


Baek-up and delete one character from the 
current line. For example, to delete x from the 
line, scan up to x with CTRL-Rx, CTRL-S, or 
CTRL-N, back-up using CTRL-B until all char- 
acters not wanted are erased. New characters 
may be inserted, or the rest of the line may be 
kept with CTRL-P. 


CTRL-L, RUBOUT Restart line sean at the beginning, erasing the 
current changes. 


CTRL-T Insert spaces into the current line to the next 
tab stop. If tab stops are not entered by the 
user, the default is 5, 10, 15, 20... 


(CR) Copy the current line to working storage. The 
record is still available for character editing. If | 
entered at column 1 the entire record is output, 
otherwise the record is truncated and output to 
the cursor location only. 


Copy the current line to working storage. The 
next input record is displayed and is available 
for character editing as the new current line. 
This directive may be entered anywhere on the 
line. If entered at the beginning of the line, the 
entire record is output, otherwise the line up to 
the cursor only is output. Successive CTRLC | 
directives allow walking down the file. Note 
that to insert a blank line, hit the space bar and 
then carriage return or CTRL-C. The blank line | 
then replaces the current line. 


Copy the current line to working storage and 
exit the character edit mode. If entered at 
column 1 the entire current record is output, 
otherwise the line up to the cursor only is 
output. 


Exit the character edit mode. The current line 
is lost. 
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Directives Description | ) 


When CTRL-V is entered, the '=' prompting 
character is returned. Enter n and carriage 
return. The current line is automatically output 
to working storage. N-1 records are copied. 
The nth record is displayed and is available for 
eharacter editing. Note that if n=1, the CTRL- 
V directive is identical to CTRL-C. To exit the 
mode without advancing enter '//' in column 1 
and 2. 


CTRL-V 
‘string 1' 'string2' n 


When the '=' prompting character is returned 
enter 'string’ or n, and carriage return. The 
current line is automatically output to working 
storage. The input file is scanned for 'string' 
and the record containing ‘string’ is available 
| for character editing. If a number is entered 
the sean will stop at the nth record if 'string' is 
inot reached first. The nth record is then 
_ | displayed and is available for character editing. | 
| (If a mistake is made while entering the line | 
| after CTRL-V is typed, CTRL-B will delete | 
characters and CTRL-L or RUBOUT will delete 
| the line and prompt again with the '=". If it is 
desired not to enter a CTRL-V request, typing 
// immediately following the '=' will terminate 
the mode and return control to the character 
edit mode.) 


Ss 


1.9.3. Error and Warning Messages 
ERROR MESSAGES 


ERROR-- SYSTEM-2 


ERROR-- SYSTEM-4 
ERROR-- IN FILE TYPE 


ERROR-- INVALID FILE NAME 
ERROR-- MISSING PARAMETER 


ERROR-- WS EMPTY 


WARNING MESSAGES 


EOF INPUT 


INPUT FILE START 
OUTPUT FILE START 


BACKUP LIMIT REACHED 


DESCRIPTION 


The input or output file was lost 
during a backup operation. 


Working storage overflow. 
Only source files may be edited. 


$DIRCT and $ARR may not be 
edited. 


The file name was not specified in 
the open command. 


A second pass was requested with no 
data in the output file. 


DESCRIPTION 


The end of the file was reached 
while processing the file. 


The beginning of the input file was 
reached during a backup operation 
(B, BO). 


The beginning of the output file was 
reached during a backup operation 
(B, X, or BS). 


During the backup-save operation 
(BS), the save buffer is exhausted. 
It is not possible to back up more. 
Request a second pass with '// R' 
and copy the file down to the des- 
ired position. 
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1.10 


PATCH 


1.10.1 Introduction 


PATCH is used to examine or modify files on the dise. The user first makes 
a file available to PATCH opening it, and then may "read" or "write" words 
of the file by supplying addresses and, for write, the new contents. PATCH 
may also be used to add or subtract values. 


1.10.2 Program Usage 


The PATCH program is invoked via the command: 
// PATCH (‘filename’) 


This DOPSY command calls PATCH and enables the use of PATCH 
commands. If 'filename' is entered, the file specified is opened and may be 
examined or modified. A file must be opened before entering all commands 
except for calculation. If the file cannot be found under the current job, the 
error response '??' is output. 


Input is from the system PID. All output is listed to the system POD. 
Numbers entered are assumed to be decimal unless octal is indicated by the 
user. All numbers output are octal. Spaces are allowed following the 
directive but are not required. 


Patch Directives Description 
0 'filename' Open the named file so it may be exam- 


ined or modified. A file must be opened 
before entering all commands except for 
ealeulation. If the file cannot be found 
under the current job, the error response 
'2?" is output. , 


C n,Gn,...#n,) | Caleulate the value of n, ino...tn,. The 


result is displayed in octal. This feature 
may be used to do decimal to octal 
eonversion since a single decimal number 
entered will be displayed in octal. The 
series of numbers input is truneated by 
earriage return or by (=) and carriage 
return. 


D Return control to the DOPSY monitor. 


The following PATCH directives specify or infer an address or location in the file 
being patched. 
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For string files, object files, and data files, the addresses given to PATCH must 
start relative to the first word of the file. For core image files, PATCH will 
accept only those addresses corresponding to the absolute core location of the file 
to be patehed. Addresses are assumed to be decimal unless otherwise specified. 


Pateh Directives 


Rn (*eomment) 
Rn.-n, (*ecomment) 
R ny, (*ecomment) 


R (*comment) 
carriage return 


Bo (*comment) 
W nin (*eomment) 
W nsn 


pMgeNy (*eomment) 


E 
(current address:) 
mn, (, No ---yN) (*eomment) 


Deseription 


Read the contents of the address specified 
or the contents of addresses nl through n2 
and display to the POD. If either number 
is outside the file the error response '??' is 
output. 


Once an address is supplied to PATCH, 
the following address may be displayed by 
typing R or carriage return. The current 
location is bumped and the contents of 
next address location is displayed. No 
error checking is done on the address so if 
the address exceeds the file, the contents 
is specified as zero. 


Once an address is supplied to PATCH, 
the previous address may be displayed. 
The current location is decremented and 
the contents of the previous address loca- 
tion is displayed. No error checking is 
done on the address so if the address is 
below the file the contents is specified as 
zero. | 


Write the value specified into the address 
location. If more than one value is 
entered, separated by commas, consecu- 
tive addresses are altered beginning with 
the address specified. 


Alter the contents of the current address. 
When 'E' is specified, PATCH responds 
with the address of the current location 
followed by a colon and carriage return. 
The value entered becomes the contents 
of the current location. If more than one 
value is entered, separated by commas, 
consecutive addresses are altered begin- 
ning with the current location. The 
eurrent location becomes the address cor- 
responding to the last value entered. 
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1.11 


DBUP 


1.11.1 Introduction | 


The purpose of DBUP is to allow the user to create a magnetic tape copy of 
the system disc. This tape ean then be read back to restore the system. 


1.11.2 Program Usage 


The program performs two functions: (1) creating a magnetic tape copy of 
the dise and (2) loading the created tape back to the dise. 


1.11.2.1 DISC BACK-UP ONTO TAPE. The tape must be mounted on tape unit 0 


at the BOT position, and the unit turned on. DBUP is called by entering the 
command: 


// DBUP (VERIFY)(ONLY)('Message up to 48 characters’) 


The contents of the disc is backed-up to the tape. The VERIFY option 
causes an automatic verification at the completion of the back-up 
procedure. The 48 character message may contain any valid character 
except , @, or a single quote. This message is output before writing to a 
tape and immediately after the load procedure is initiated. The ONLY 
option provides only the verification of the tape against the dise. No data 
transfer to tape or to dise oceurs in this procedure. 


1.11.2.2 BOOTLOAD FROM TAPE TO DISC. The tape must be mounted on tape 


unit 0 and the normal load operation is performed. 


1.11.3 Program Deseription 


1.11.3.1 DESCRIPTION OF THE DBUP PROCEDURE: 


_ DBUP initially checks for the tape unit being ready, that the tape is at BOT, 


and that the write-ring is present. Appropriate error messages are displayed 
and the program aborted if these conditions are not met. 


After the initial check , the first 2K words of memory (which includes the 


_ DBUP program) are written to the tape to serve as the bootload record for 
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later reloading the dise. 


After the boot cord the contents of the dise are transferred in 20 sector 
blocks (960 words) to the tape. The block is read from dise into memory 
where a checksum is derived. The block and checksum are then placed on 
the tape. -The checksum of each block is also accumulated and is the total 
checksum displayed on the TTP at the end of the back-up procedure. 


Should a tape-write error occur, four inches of tape will be skipped before 
an attempt is made to rewrite the record. DBUP will try writing tape up to 
ten times before aborting the operation. 


At the end of the back-up procedure, the tape is rewound during which time 
the keyboard is locked out. 


If the VERIFY Option is selected, DBUP skips past the boot record and 
performs a Verification operation similar to loading. There is no writing to 
the dise during Verification so that the contents of the dise are not altered. 
The memory size of the CPU is displayed. 


The message "VERIFYING TAPE BACK-UP" is displayed on the TTP. If any 
error message is displayed during verification, the back-up procedure should 
be repeated. 


At the end of Verification, the checksum is displayed again and the tape will 
be rewound. 


1.11.3.2 DESCRIPTION OF THE BOOTLOAD PROCEDURE: 


After the boot reeord is loaded, DBUP displays the user message if any, and 
the memory size of the CPU on which the system tape is being loaded. The 
maximum address of memory is stored in the loc 117B. DBUP then reads a 
record from the tape, checksums to the 20 sector block and compares it to 
the checksum obtained from the tape. If they are equal, the block is then 
written to the disc. It is then re-read from the dise and cheecksummed again 
to insure a proper transfer of data to the disc has occurred. 


After the contents of the tape have been transferred to disc, the total 
checksum is displayed on the TTP. 


1.11.4 Error Procedures 


The following error messages are displayed during the dise back-up onto tape 


procedure. 

ERROR MESSAGES ACTION NEEDED, IF ANY 

TAPE UNIT NOT READY Ready the tape unit and reenter the 
PROGRAM ABORTED command. 

TAPE IS NOT POSITIONED AT BOT Position the tape at BOT and re- 
PROGRAM ABORTED enter the command. 

WRITE-RING MISSING Place a write-ring on the tape and 
PROGRAM ABORTED re-enter the command. 

UNABLE TO WRITE TO TAPE _ Check the tape and tape unit. 


PROGRAM ABORTED 


DISC ERROR Cheek the dise. 
PROGRAM ABORTED 


The following error checks are performed during the Bootload procedure. 


DBUP will attempt to re-read any record that is indicated as in error by the 
tape unit, e.g., parity errors. If, after ten attempts, the record is still in 
error, an appropriate error message is displayed and the procedure is 
normally aborted. However, if console switch 1 is on, DBUP will continue 
loading after displaying the error message and the dise sector address to 
which the record is transferred. 


If a checksum error occurs during a tape read, i.e., the calculated checksum 
does not match with the checksum on the tape, the record is re-read up to 
five times in an attempt to obtain the same checksum. If the checksum still 
does not match, the record is written to the dise and the appropriate error 
message is displayed. 


On the checksum errors from dise, the error message is displayed. But no | 
attempt is made to re-read the data. 


When the checksum error message is displayed, the dise sector address to 
which the error data is transferred is also displayed. Normally at this point, 
the procedure is aborted. However, if the console switch 1 is on, the DBUP 
will continue loading. 


The following error messages are displayed during the dise load procedure. 


ERROR MESSAGES ACTION NEEDED 

TAPE UNIT IS NOT READY _ Ready tape unit and reload the tape. 
PROGRAM ABORTED | 

CHECKSUM ERROR OCCURRED Reload the tape. 


DURING TAPE READ 
SECTOR # = nnnnnn ERROR 
IN xxxxx 


CHECKSUM ERROR OCCURRED Reload the tape. 
DURING DISC READ 
SECTOR # = nnnnnn IN xxxxx 


DISC WRITE DISABLED | Enable disc write switch and reload 
PROGRAM ABORTED the tape. 
DISC ERROR Check the dise. 


SECTOR # = nnnnnn IN xxxxx 
PROGRAM ABORTED 
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ERROR MESSAGES 


"ERROR IN xxxxx' is one 
of the following: 


ERROR IN ARR AREA 


ERROR IN DIRECTORY AREA 


ERROR IN FILE xxxxxx 
JOB xxxx 


ACTION NEEDED 


Error occurred in the sector where 
the Automatie Restart Routine is 
located; unrecoverable. 


Error occurred in the sector where 
the file directory is located; unre- 
eoverable. 


Error oceurred in the sector where 


the file xxxxxx of the job xxxx is 
located. 
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1.12 


TDX 


1.12.1 Introduction 


TDX (Tape Dise Transfer) is a file management tool for transferring groups © 
of files between Dise and Tape. It is a DOPSY Utility which functions by 
generating an appropriate set of DOPSY commands (CREATE, FDUMP, JOB, 
NOTE, SET, VERIFY, UTILITY 'BMT', ete.) on dise in a Dise Input File (DIF). 
When all the commands have been generated, the Primary Input Device (PID) 
is set to this DIF. This causes the group of files to be transferred using 
these standard DOPSY commands. 


Because of the use of DOPSY commands, tapes made with TDX may be read 
independent of TDX if necessary, error messages are familiar to users, and 
any system routine improvements are incorporated automatically. 


TDX contains many features which were previously unavailable in any single 
DOPSY command. These features are as follows: 
A single file or groups of files may be written to or read from tape 
with a single command. 


An individual file may be loaded from a TDX tape containing many 
files (i.e.: all files need not be loaded to get one or two files). 


The validity of a file is automatically checked when loaded from tape. 


Files are written to tape in a compact "blocked" format which yields a 
20-fold savings in time and amount of tape used. 


A TDX tape contains at least one file directory so that the tape contents 
may be readily ascertained or documented. 


A given TDX directory may be used to determine whether or not a 
specific file on dise matches the same file on tape. 


1.12.2 TDX Usage 


TDX usage is first described in terms of a formal command description with 
a brief definition of command options. Secondly, TDX usage is described by 
various examples. 


1.12.2.1 FORMAL TDX COMMAND DESCRIPTION. In the TDX command 


described below, the following conventions will be observed: 


X/Y/Z One of the listed options is required. 


(X/Y/Z) One or more of the listed options may be used but none is 
required. 
4) | Indicates that more than one of the listed options may be 
chosen. . 


An underlined item in a set indicates the default value if no other 


items are chosen. 


Constant names are 


shown in upper-case. They must always be 


entered exactly as shown. 


Variable names or quantities are shown in lower case. Their value 
changes with usage and must be supplied by the user. 


The TDX command is: 


// TDX [MAKE /LOAD/LIST/INIT/VALL/REV ] 
(DIRECT 1/n/L)(LP/TTP) (Notes) ((job#)) 


['filnam'/SOURCE/OBJECT/DATA/ALL/0] 
(CTRL/NOVER/NOJOB/OVLY/CLEAR/HOLD/FDUMP/9) 


The command elements are 


TABLE 1-7 


REV 


DIRECT 1/n/L 


defined as follows: 


TDX Command Elements 


Write all specified files to tape. If a (JOB#) has 
been specified, a job record will precede the 
files on tape unless NOJOB is also specified. 


Load the files from tape back to dise under the 
job corresponding to the job record which 
precedes the files on tape. If NOJOB is 
specified the files will be loaded to the current 
job. 


List the directory specified in the DIRECT 
option on the specified output device. Follow 
with either LP or TTP. | 


Initialize a tape which is not currently a TDX 
tape. Before files can be dumped to a tape via 
TDX, the tape must be initialized. 


Create a DIF file '\VRALL' which contains 
VERIFY records of all files under the specified 
job. No files are transferred. 


Display on the TTP the revision number and 
date of the version of TDX currently installed. 


All additional commands reference the nth 
directory on the tape. n = 1 is the default 
value. This parameter, when used, must pre- 
cede the (job #) and file identifying parameters. 
L denotes the LAST directory. 


The output device destination for the LIST 
DIRECT function. The line printer (LP) is the 
default case. 


Permits the insertion of comments or notes into 
jthe directory to improve readability. Notes 
must be enclosed by double quotes and may 
contain single quotes (i.e., "// SET DIF '.FIL'"). 


The job number which subsequent options refer- 
ence. Must be enclosed in parentheses. Files 
dumped from a given job will be loaded back to 
dise under the same job unless NOJOB has been 
specified during the MAKE or LOAD operation. 
Must precede the file identifying parameters. 


'filnam' The name of the file(s) to be accessed. 


SOURCE DATA 
OBJECT 


Causes all source, object, or data files to be} 
accessed. More than one may be specified. 


ALL When preceded by a (job#) specification, all 
files under that job are accessed. When a (job#) 
is not specified on a LOAD, all files under the |} 
current directory are accessed. ALL is the 


default specification when none is entered. 


Allows TDX command options to be continued | 
on the next line. May be placed anywhere inj. 
the first reeord of the command following | 

MAKE/LOAD. The end of the control records is 
indicated by '//' from the keyboard or $$ from]. 
within a DIF file. 


Defeats the automatic verification of files 
| during a LOAD operation only. 


Defeats the writing to tape of JOB records 
during a MAKE operation. During a LOAD 
permits files to be loaded into the current JOB, 
suppressing any JOB records written to the 
tape. 


Permits the file being LOADed to overlay any 
pre-existing file with the same name. 
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Causes files to be deleted which have names 
matching those of files being loaded. Use on 
Rev. 10 Sentry software only. 


TDX execution is terminated following the 
creation of the DIF file '.TDX' and before any 
file transfers takes place so that the file '.TDX' 
may be examined. 


Supresses the use of BMT on a MAKE only. 
FDUMP is used instead. Useful for making ‘self 
loading’ tapes to be loaded on systems which do 
not have TDX or BMT. 


Terminates the entry of keyboard commands or 
control records which were accepted due to the 
CTRL specification. 


Equivalent to // but required for TDX com- 
mands being executed from within a DIF file. 


Causes an abort to DOPSY due to an error ina 
control reeord. 


The TDX command structure is essentially free format with the following 
exceptions: 


The task specification (MAKE, LOAD, etc) must be the first item in 
the command string. 


The DIRECT specification when used must immediately follow the task 
specification. 


EXAMPLE: // TDX MAKE DIRECT.... 


Each (job#) must immediately precede the file specifications which 
relate to it. 


EXAMPLE: (job#) 'files' (job#) 'files' (job#) 'files' 
All other options may appear in any position in the TDX command. 


1.12.2.2 TDX EXAMPLES - MAKE/LOAD. Under MAKE a directory of the 
specified files will first be written to the tape followed by the files 
themselves in BMT format. Under LOAD the directory is seanned to 
determine the file locations on tape then the requested files are loaded to 
dise. 
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(a) Write files 'TEST1" p epneue 'TEST3' to ee then load them back to 
dise. 


// TDX MAKE 'TEST1' 'TEST2' 'TEST3' 
// TDX LOAD ALL 


(b) Write the entire contents of job 'S6D' to tape then load back only the 
DATA files. 


// TDX MAKE (S6D) ALL 
// TDX LOAD DATA 


NOTE: (1) The parenthesis are required around the job number exactly 
as shown. 


(2) SOURCE or OBJECT may be substituted for DATA to load 
source or object files respectively. 


(ec) Write all source and object files from job 'DIAG' to tape then load back 
only the object files into the current job 'ABCD'. 


// TDX MAKE (DIAG) SOURCE OBJECT 
// JOB 'ABCD' 
// TDX LOAD OBJECT NOJOB 


(d) Write files from two jobs to tape without the files being preceded by 
job records on the tape. 


// TDX MAKE (JOBA) SOURCE (JOBB) DATA NOJOB 


1.12.2.3 TDX EXAMPLES - MULTIPLE DIRECTORIES. All TDX tapes have at 


least one directory. The directory is used by TDX to locate files on the tape 
and contains the largest group of files which may be transferred by a single 
TDX command. Since the directory may be listed on the line printer it also 
serves as documentation of a tape's contents. The total number of 
directories allowed is limited only by the amount of tape available. All the 
examples in 1.12.2.2 above address the first directory since DIRECT 1 is the 
default condition. The following examples will address directories 2 and 
creater. 


(a) Write all the source files under job 'S6D' to a TDX tape under the 
| second directory. 


// TDX MAKE DIRECT 2 (S6D) SOURCE 
(b) Append a new directory following the last directory of a TDX tape. 


// TDX MAKE DIRECT L (S6D) OBJECT 


(c) Load to dise the entire contents of the last directory of a TDX tape. 
// TDX LOAD DIRECT L 
1.12.2.4 TDX EXAMPLES - LIST DIRECTORY TO OUTPUT DEVICE 
(a) List the first directory to the line printer. 
// TDX LIST LP 
NOTE: LP may be omitted since it is the default case. 
(b) List the third directory to the video display unit. 
// TDX LIST DIRECT 3 TTP 
1.12.2.5 TDX EXAMPLES - TAPE INITIALIZATION 
(a) Each new TDX tape must first be initialized as a TDX tape with: 
// TDX INIT 
1.12.2.6 TDX EXAMPLES - CREATING A DIF VERIFY FILE WITH VALL. The 
VALL function does not transfer files but rather creates a DIF filed named 
'VRALL' which contains VERIFY records for verifying file validity of all | 
files under the specified job. This file is the same as the directory that 
would have been created on tape on a MAKE. This function is useful to 
periodically test the validity of a set of files or the entire dise contents. 
(a) Create a VERIFY file of the entire dise contents. 
// TDX VALL 
(b) Create a VERIFY file of job DIAG only. 
// TDX VALL (DIAG) 
The '.VRALL' file may be executed by: 
// SET DIF 's\VRALL' 
Verify output statements may be directed to the line printer by: 


// SET LP 


1.12.2.7 TDX EXAMPLES - CHECK THE CONTENTS OF A GIVEN TDX 
DIRECTORY AGAINST THE CORRESPONDING FILES ON DISC. 


(a) Determine which files in a given set have been changed since they 
were last written out under a given TDX directory. 


// TDX CHECK DIRECT n 


where n is the desired directory number. 
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1.12.3 General Comments and Restrictions 


(a) 


(b) 


(ce) 


(d) 


Comments in the directory listing should not start with // 8, // J, or // 
V, nor should they contain <<< ', 


TDX makes use of modified versions of JOB and NOTE which are 
standard only on SENTRY software REV 10. These programs must be 
supplied when installing TDX on earlier software releases. The new 
version of JOB will recognize 77777777B as an equivalent to «<<<! 
since the '<'is an illegal character within a DIF file. The new version 
of NOTE will accept notes written in double quotes as well as single 
quotes so that notes may contain file name specifications (‘filnam'). 


In using multiple directories, it must be understood that re-making an 
early directory will result in the loss of all subsequent directories and 
their files. | | 


When referencing files within the system job the specification («<<<) 
may be used. However, when executing a TDX command from within a 
DIF file, since '«' is an illegal character, the specification (7777) may 
be used as equivalent to (<<<). 


// TDX MAKE (7777) '=TDX' '=BMT" 


will make a TDX tape containing the specified files preceded by the 
job record: // JOB <<< 


1.12.4 Additional Documentation 
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Application Note AD 1069 


1.13 BMT 
1.13.1 Introduction 


BMT (Block Magnetic Tape) is a DOPSY Utility for moving files between 
dise and tape. It is approximately 20 times more efficient, both in time and 
in amount of tape used, than FDUMP and CREATE. This is because it moves 
files in large blocks, rather than 1 card image at a time, and does not fill out 
card images to make them all 20 words. 


1.13.2 Program Usage 
The two commands for BMT are: 


// BMT WRITE '‘filename' 
// BMT READ ‘filename! (OVLY) (STRING/OBJ/DATA(integer)) 


Users of software releases previous to Rev 10 must use: 
// UTILITY 'BMT".... 


Description: 
1. The WRITE form writes a file from dise to tape. 


(a) Parameters must appear in the order given. 
(b) String, object, and data files may be written. 
(ec) Coreimage files may not be written. 


Dis The READ form reads a file from tape and writes it on dise. 


(a) Parameters must appear in the order given. 

(b) The options after // BMT READ are identical to the parameters 
expected by // CREATE when creating a file from working 
storage. 


3. When executing a READ command, BMT issues the message: 
FILE ON TAPE WAS filename (filetype) 


This allows the user to recover a file from tape under a dummy name 
and then rename it under its correct name. 


4. When executing a READ command, BMT moves a file from tape into 
working storage and invokes CREATE to create it (see Note 2(b) 
above). If the CREATE commands are incorrect (e.g., if the user does 
not specify the correct filetype), CREATE will issue an error message. 
The user may still be able to create the file from working storage by 
issuing the correct // CREATE command. 
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1.13.3 Error Messages 
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ERROR MESSAGE 


FILE ON TAPE NOT IN 
BLOCKED FORM 


DESCRIPTION 


The file being read is not correctly for- 
matted for use with BMT. Check that the 
proper tape is being used and that the 
tape is properly positioned. 


1.14 INIT 
1.14.1 Introduction 


The purpose of INIT is to optimize TOPSY core space usage by allowing the 
user to define the test station/test head configuration. 


1.14.2 Program Usage 
The program is invoked via the command: 
// INIT 


This command is used to check or change the stations which may be used in 
TOPSY. When a customer receives his system TOPSY has already been 
initialized for the physical test stations at the customer's installation so it 
may never be necessary to use this command. 


On entry to the initializer utility, the stations which may currently be used 
are listed. This is called system configuration. It then asks if a change is 
desired. If 'N' for 'no' is entered, the initializer is terminated and control 
returns to DOPSY. This allows the user to cheek the eonfiguration without 
making any change to TOPSY. 


If the configuration is to be changed, the '=' prompting character is displayed 
and the user enters the identifiers for those test stations which he wants to 
use. The series of entries is terminated when a carriage return is entered on 
a line without a station identifier. 


The initializer then displays the new configuration on the VKT and again 
asks if any change is desired to allow the user to correct any mistakes. 
When no further changes are to be made, the initializer asks if TOPSY is to 
be updated with this configuration. If the user replies "NO", the initializer 
is terminated and control returns to DOPSY. TOPSY is still configured as it 
was before. If the reply is affirmative, TOPSY is initialized with the new 
configuration and control is passed to the TOPSY monitor. 


Example: 


A system currently configured for stations 1A and 1B is to be changed to 1A, 
1B, and 38C. 


Example: 


STAT 1A 1B 
CHANGE? (Y/N) a4 
STAT 

=1A 

=1B 

=3C 

= (Carriage return) 
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STATIONS CURRENTLY CONFIGURED: 
STAT 1A 1B3C 

CHANGE? (Y/N) N 

UPDATE TOPSY ON DISC? (Y/N) Y 
TOPSY UPDATED _ 
GOING TO TOPSY 


In the above example, the underlines indicate the user's entries. The rest of 
the messages are output by the program. 


An identifier for a test station is indicated as "nx" where n is a numeric 
from 1 to 4 indicating the test station number and x is a letter from A to D 
indicating the test head selection. Since there is a maximum of four for 
either the test station number or the test head selection, the identifier may 
be 1A through 4D. 


1.15 INSERT 

1.15.1 Introduction 
INSERT reads a FACTOR string file and replaces each insert statement with 
the corresponding string file. On completion the new string file remains in 
working storage. 

1.15.2 Program Usage 


The program is invoked via the command: 


// INSERT 
INSERT responds: ENTER FACTOR FILE NAME: 


The user responds with the file name. 
The following message is printed on completion: 
ANOTHER PASS ? (Y/ N) 


Typing Y will re-execute the program permitting the insertion of nested 
insert statements. One pass is required for each level of nesting. 


Typing N terminates the program with the following message: 


XX FILE(S) INSERTED. XXXX CARDS GENERATED. CREATE NEW FILE 
FROM WS. 


The original FACTOR program must be free of any syntax errors with the 
exception that the final END statement is not required. During execution 
the names of the files being inserted are printed on the TTP. 


1.15.3 Error Messages 


ERROR MESSAGE DESCRIPTION 
ERROR-— xxxxx NOT FOUND The FACTOR file requested or the 


insert file was not found in the 
directory. Return to the DOPSY 
monitor takes place. 


ERROR---INSUFFICIENT SPACE There is not enough space in working 

IN WS storage on the dise for the new file. 
Return to the DOPSY monitor take 
place. : 
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1.16 


NOTE 


1.16.1 Introduction 


NOTE allows messages to be printed on an output device and allows operator. 
control of the execution of DIF files. 


1.16.2 Program Usage 


The program is invoked via the command: 


// NOTE 'string' (output) (HALT) (ANSW) 
// NOTE "string" (output) (HALT) (ANSW) 


The NOTE command outputs the string text to the specified deviee. If both 
the input and output unit are the VKT, the message is not output. If the 
string is delimited by double quotes, single quotes may be used inside the 
string as part of the text and if single quotes delimit the message, double 
quotes may be part of the text. 


Specifying HALT causes the CPU to stop. This feature allows time for the 
operator to do a task requested by a note, such as place a new magnetic tape 
on the tape drive. Press the CPU START button to continue. 


- ANSW allows the operator to direct the execution of an input command file. 
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This makes use of the accept-command feature of command entry. When 
ANSW is specified, the system sends the '>' prompting character to the VKT 
and waits for a one character input. The character becomes the accept 
command character and only records with // or /. in column one and two and 
the accept-command character or a blank in column three will be accepted. 
Commands with a non-blank character in column three not equal to the 
accept-command character and all records not beginning with// following a 
command which is skipped will be ignored. (This allows control records 
following a CREATE or TDX command to be skipped if the command record 
is skipped.) 


The HALT and ANSW options are available from DOPSY only. 
Example 1: 
Entering the command 
// NOTE 'THIS IS A "SPECIAL" COMMAND! LP 
will eause the line 
THIS IS A "SPECIAL" COMMAND 


to be output to the line printer. 


Example 2 


The coreimage file of $TOPSY may be created with MTIO for standard usage or 
with DEBUG for a debugging tool. It is possible to create two disc input files and 
set control to the one which creates the desired system configuration, however 
one file may be created which allows the operator to select the desired 
configuration. Its format could be as follows: 


Reeord 

1 // NOTE 'M = CREATE $TOPSY WITH MTIO' TTP 

2 // NOTE 'D = CREATE $TOPSY WITH DEBUG' ANSW TTP 

3 //M CREATE '$TOPSY' OVLY COREIM 'MPRO' 2146B CTRL 
4 LOAD BLOBAL FFLTS 

3D NOLOAD NDEBUG Control reeords 

6 LOAD MTIO 

7 $$ 

8 //D CREATE '$TOPSY' OVLY COREIM 'MPRO' 2149B CTRL 
9 LOAD GLOBAL FFLTS 

10 LOAD NDEBUG | Control records 

11 NOLOAD MTIO 

12 = $$ 


13 //SET TTK TTP 
When this DIF file is set, record 1 and 2 causes the message: 


M = CREATE $TOPSY with MTIO 
D = CREATE $TOPSY with DEBUG 


to be displayed to the VKT. 


Record 2 contains ANSW so following the second line, the system prompts with 
the ' ' character and waits for input. 


If the operator responds with 'M', record 3 is accepted and also the control records 
4,5,6, and 7. The command is executed and $TOPSY is created with MTIO and 
without NDEBUG as the control records specify. Record 8 contains a D in the 
special character position so its is ignored and all records following it are ignored 
until the next // record. Record 13 contains a // record with a blank in column 3 
so this command is accepted and executed and control is returned to the keyboard 
as requested. 


If following record 2 the operator responds with 'D', records 3,4,5,6, and 7 are 
bypassed. Record 8 is accepted so the control records are also accepted and 
$TOPSY is created with NDEBUG (the $TOPSY version of DEBUG). Record 13 is 
accepted because of the blank character in column 3 and control is returned to the 
keyboard as requested. 


The aeccept-command character is still the one entered from the DIF file and only 


records with the accept-command character or a blank in column 3 or without // 
will be accepted. 
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1.17 XMIT 
1.17.1 Introduction 
_XMIT is a Utility Program designed to dump the contents of the VKT screen 
to the line printer. The information printed includes all the characters on 
the VKT sereen regardless of how they got there. This includes prompting 
characters, TOPSY or DOPSY messages and information entered by the user. 


XMIT may be executed from either TOPSY or DOPSY and each output is 
preceded by a Top of Form. 


1.17.2 Program Usage 
XMIT is executed by either of the two following commands: 
From DOPSY: | 
// XMIT 
From TOPSY: 
/. XMIT 
There are two adjustments which must be made to the Video Keyboard 
Terminal prior to executing XMIT. These adjustments are the usual defaults 
ease, however, and may be left in effect indefinitely without adversely 
affecting other VKT usage. 


These adjustments are: 


(1) Inside the terminal panel control box on the front of the VKT, the 
switch CR/EOT must be placed into the CR position. 


(2) The VKT display made must be set to the foreground mode. This is 
accomplished by typing a combination of (CONTROL + SHIFT + 
PERIOD) followed by the combination (CONTROL + SHIFT + O). This 
is the mode which results in brighter images on the sereen and should 
be the normal operating mode. 
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1.18 LABEL 
1.18.1 Introduction 
~ LABEL is a DOPSY utility program which permits user generated messages 
to be printed on the line printer or video display unit in a large block 
character type format. Applications include the prefixing of a program 
source listing with the program name or other pertinent data, or prefixing 
datalogged test results with pertinent identifying information. Messages 
may be up to 9 characters wide and may be continued on subsequent lines. 
1.18.2 Program Usage 
The command: 
// LABEL 'message' (LP/TTP) 
will direct the 'message' to the specified output device. 


// LABEL 'msg1' 'msg2' 'msg3' (LP/TTP) 


will cause the three messages to be printed on three individual lines of 
output. 


See the example in Figure 1-1. 
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AAA 
AAABA 
AA AA 
AA AA 
AAAAAAA 
AAAAAAA 
AA AA 
AA AA 
AA AA 
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TTTTTTT he 
TTTTYTT WH 
T TIT Y We 


TTY 
TTT 
TTY 
TTT 
TTT 
TITTT 


me 
by 4 
bd pd 

alel dl elolala 

tH 

WH WH 

b4 bw HH 

bi 4 bt be 

ba bt 

LL 

LL 

LL 

LL 

LL 

LL 

LL 

LLLELLEL 

LLLUELELL 


SSSSS 
SSSSSSS 
SS S$ 
SSSS 

SSSSS5 

SSSS 
Ss SS 
SS8SSSS8SS5S 
$3885 


AAL 
AAAAA 
AA AA 
AA AA 
AAAAAAA 
AAAAAAA 
AA AA 
AA AA 
AA AA 


SSSSS 
SSSSSSS 
85 S$ 
$SS8 

SSSSS5 

SSSS 
S§ S8 
SSSSSSS 


SSSS8S 


AAA 
AAAAA 
AA AA 
AA AA 
AAAAAAA 
AAAAAAA 
AA AA 
AA AA 
Aa AA 


RRBARBR 
BBB6BR 
BR 8B 
RRRABB 
RARBRA 
RB BR 
RR 8B 
BBRBBR 

RBBBBBA 


M M 
MM MM 
Mem MMM 
MMMMMMM 
MM M MM 
MM MM 
MM MM 
MM MM 
MM MM 


FEEEFEE 
FEEEEE 
EE E 
Ee € 
EEEE 
Ee. £ 
EE E 
EFEEEE 

FEEEEEE 


IIT 


PPPPpP 
PPPPPP 
PP PP 
PPPPPP 
PPPPpp 


LLLLLLL 
LLLLELL 


SSSSS 
SSSSSSS§ 
$$ $$ 
SSSS 

SSSSS 

SSSS 
5S SS 
SSSSSSS 

S$SS8S 


LL 
LL 
LL 
LL 
LL 
LL 
LL 
LELLELLEL 
LLLLLELL 


Figure 1-1 Sample LABEL Output Message 
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SECTION 2 


ANALYSIS, CHARACTERIZATION, AND DATALOGGING UTILITY PROGRAMS 


2.1 XGRAPH 


2.1.1 


2.1.2 


Introduction 


XGRAPH is an Assembly Language Utility program which allows test results 
and other data to be plotted graphically on either the line printer or the 
video display unit. XGRAPH is executed by an EXEC statement call from 
within the user's FACTOR test program. Each individual call to XGRAPH 
performs a specifie function such as output a single line of the graph on the 
output device, clear and/or open the dise file required for the Composite 
Shmoo plot, or composite one set of test results upon the previous set. 
Among the functions currently supported by XGRAPH are: 


Shmoo Plots 
Composite Shmoo Plots 
X-Y Plots 

Bar Graphs 


Program Usage 


XGRAPH usage is described in four sections as follows: Shmoo Plots, 
Composite Shmoo Plots, X-Y plots and Bar Graphs, and miscellaneous 
functions. | 


2.1.2.1 SHMOO PLOT. The calling sequence for the basic shmoo plot is: 


EXEC XGRAPH (OP, X, TPAS, IND); 


Where OP 19, for conventional Shmoo plots with X's in Shmoo field. 

= 11, for plot where Shmoo field contains alpha-numeric 
characters corresponding to TASCII codes which user 
placed in TPAS array. See note 4 below. 


X = The numerical value to be printed to the left of the Shmoo 
line on the vertical (ordinate) axis. A constant, variable, or 
expression. 


TPAS 


The name of the array containing the pass (1)/fail() 
pattern for the current Shmoo line to be plotted. Typically 
51 words in length but may be declared within range of 1 to 
67 (see note 2 below). 
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IND 


(1) 


(2) 


(3) 


(4) 


= 0, for standard plot with every fifth location on the 
horizontal axis delineated by a column of periods, ('.'). The 
default ease if IND is omitted is the same as 0. 


= 3, To suppress the printing of any X value (even 9) on the 
vertical axis and the '*' which follows it. 


= 4, To suppress the printing of the columns of periods which 
delineate every fifth location on the horizontal axis. 


= 5, Produces the combined result of both 3 and 4 above. 


SHMOO PLOT PROGRAMMING NOTES 


The basic algorithm for producing a Shmoo plot is to place one FOR 
loop within another FOR loop where the inner FOR loop count equals 
the declared size of the array minus one. The EXEC XGRAPH 
statement is placed within the outer FOR loop which has a loop count 
equal to the number of horizontal Shmoo lines desired; Each EXEC 
XGRAPH prints one line the length of which is equal to the declared 
size of TPAS (1-67). Non zero TPAS words print as 'X' and zero words 
print as blanks. 


TPAS must be declared one word larger than the apparent maximum 
required by the FOR loop count to allow for possible round off error if 
floating point numbers are used as the FOR loop limits. 51 is the 
typical value if plots are to be directed to the TTP as well as the LP. 
TPAS length may be increased up to 67 if only the LP is to be used 
since the TTP truneates at column 73 and the LP allows all 80 
eolumns. Any number in the range 1 to 67 is legal. 


Data to enhance the appearance of the plot such as X or Y axis sealing 
information must be printed by standard FACTOR statements. 


A variation of the Shmoo plot funetion (OP=11) allows the user to print 
any character in the Shmoo line simply by placing the correct TASCII 
eode into the desired position in TPAS. The character specified will 
print instead of the standard 'X". 


2.1.2.2 COMPOSITE SHMOO PLOT. The ealling sequence for the Composite 
Shmoo plot is as follows: 


EXEC XGRAPH (12, X, TPAS, IND, TPASCT, XROWS); 
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Where X = The numerical value to be printed to the left of the Shmoo 
line of the vertical (ordinate) axis. A constant, variable, or 
expression. 

TPAS = The name of the array containing the pass (1)/fail(0) 


pattern to be composited upon the previously collected 
data. Must be declared as 51 words in length. 


IND 


TPASCT 


XROWS 


= 1, overlay the current pass/fail pattern in TPAS upon the 
area of previously collected data specified by TPASCT. 
See note 5 below. 


= 2, output a line of composited Shmoo data according to the 
. area of data specified by TPASCT. See note 5 below. 


= 10, open the dise file specified by TPASCT and load its 
entire contents into the internal core buffer. See note 4 
below. 


= 20, clear the contents of the internal core buffer and the 
dise file specified by TPASCT. See note 3 below. 


When opening or clearing the dise file, TPASCT is a 2 digit 
number between 00 and 99 to be used as the last 2 
characters of the file name. See note 2 below. 


When compositing and printing composited results TPASCT 
is a number in the range of 50 to 2500 in increments of 50. 


A number in the range 1 through 50 which determines the 
number of rows or lines of Shmoo data which are 
composited and printed along the X (vertical) axis. May be 
omitted in which ease 40 is the default value. 


COMPOSITE SHMOO PLOT PROGRAMMING NOTES 


(1) 


(2) 


(3) 


(4) 


The basie algorithm for producing a Composite Shmoo Plot is to place 
one FOR loop within another FOR loop where the inner FOR loop 
count equals 50; one less than the required size of the TPAS array 
which is 51. The EXEC XGRAPH statement is placed within the outer 
FOR loop which has a loop count equal to the number of horizontal 
Composite Shmoo lines desired; XROWS. 


Before compositing may procede, a dise file must be assigned as 
follows: 


// ASSIGN '%SHMxx' 1250 WORDS DATA 


Where xx is a two digit number between 00 and 99. TPASCT takes on 
the value of this number during the file open and clear operation. 


Files just assigned and old files with obsolete data which are to be 
reused must first be cleared by the IND=20 function. 


On the first pass through the program the file must be opened and 
loaded to core with the IND=1- function, unless the file has just been 
cleared. An exception to this rule exists when another test station is 
in use and running a different test program. In this case the file must 
be opened on every pass through the program. 
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(5) The dise file into which composited data is accumulated may be 
visualized as a rectangular matrix 50 units wide x 'XROWS' units high 
in the image of the plot to be produced. The parameter TPASCT, 
which is initially set to 50 and then is incremented by 50 for each 
subsequent XGRAPH eall, first references plot 'cells' 1 through 50, 
then 51 through 100, 101 through 150 and so on; TPASCT 'points to! the 
last ‘eell' of the 50 word file block currently being composited or 


plotted. 


(6) Composite Shmoo plot rules are summarized as follows: 


(a) 
(b) 
(c) 


(d) 


(e) 


(f) 


The file '%SHMxx' must be assigned 1250 words. 


The array TPAS must be Gr eree as 51 words in length. 


TPASCT must start at 50 and be ineremented by 50 with each 
subsequent XGRAPH eall. 


The dise file must be opened at least once before compositing 
and before printing the plot. 


New files just assigned must first be cleared before compositing 
begins. 


The loop count of the FOR loop containing the EXEC XGRAPH 
statement must equal XROWS or 40 if XROWS is omitted. 


2.1.2.3 X-Y PLOTS and BAR GRAPHS. ne ealling sequence for X-Y plots and 
Bar Graphs is as follows: 
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EXEC XGRAPH (OP,X,Y); 


Where OP 


1, FOR X=Y plots where an yxn is see on the plot at 
location Xeks 


2, FOR Block Graphs where a row of "X's" of length Y is 
printed at location X. 


The X axis coordinate which will be printed on the left 
hand margin of the plot. A eonstant, variable, or 
expression. See note 1 below. 


The Y axis. coordinate which must be normalized to a value 
between YMIN and YMAX. A eonstant, variable, or 
expression. See note 2 below. 


X-Y PLOTS AND BAR GRAPH-PROGRAMMING NOTES 

(1) The procedure for producing an X-Y plot or Bar Graph is to place the 
EXEC XGRAPH statement within a single FOR loop which ranges from 
XMIN to XMAX in increments of X where X = (XMAX-XMIN)/ no. of 
increments of horizontal rows in the plot; typically 40. 


(2) The value Y must be normalized to 50 points between YMIN and 
Y MAX as follows: 


(a) Given a value Y to be plotted between YMIN and YMAX. 
(b) AY = YMAX-YMIN 
(ec) Y normalized = Y/AY 


This is the value to be used as the parameter Y in the calling sequence 
above. | 


2.1.2.4 MISCELLANEOUS XGRAPH FUNCTIONS 


Line Printer Top of Form 


The following statement will force a top of form to the LP if it has been set 
as the principal output device. 


EXEC XGRAPH (0); 


Using XGRAPH's Internal Buffer for Auxiliary Data Storage by the FACTOR 
Program. 


The following statement will transfer a given word of data between the 
FACTOR program and the internal 1250 word buffer within XGRAPH. 


EXEC XGRAPH (3, LOC, VAL, IND); 


Where | LOC =Buffer address between 0 and 1250 to be 
accessed. 


VAL = Data fetehed from or to be stored to 
buffer location LOC. 


IND = 0, places VAL in buffer location LOC. 


= 1, Returns data from buffer location LOC 
to VAL. 


2.1.3 Miscellaneous XGRAPH Usage Notes 


Directing Output to the Line Printer 
All plots may be directed from the TTP to the LP by: 


//SET LP ,or 
/. DATALOG LP STATXX 


Output may be directed back to the TTP by: 
// SET TTP , or 


/. DATALOG OFF STATXX , or 
/. DATALOG TTP STATXX 


2.1.4 XGRAPH Error Messages 
When a user error occurs XGRAPH will produce the appropriate error 
message as defined below. The error message will be followed by a 
conventional TOPSY terminal error 100 messages according to the following 
example: 


FILE ®SHMXX NOT ON DISK 


_ INST #  $TERMINAL ERROR 
25 100 
ERROR MESSAGE DESCRIPTION 
PARAMETER ERROR. Insufficient parameters supplied in the 


XGRAPH ealling statement. 


FILE ®SHMXX NOT ON DISC File not assigned on dise, or if assigned 
| | -name is incorrect. - | 


FILE %SHMXX NOT OPENED File was not ‘opened prior to compositing 
| or plotting results to output device. 


COMPOSITE LIMIT OF 4096 ___ Due to buffer size constraints a limit of 


EXCEEDED 4096 composite passes has been imposed. 
ARRAY SIZE EXCEEDED A value for LOC has been used which 


exceeds 1250, the internal buffer size. 


%SHMXX FILE TOO SMALL File not assigned 1250 words as required. 
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XROWS PARAMETER ERROR __iValue specified for XROWS not within 
range of 1 to 50. 


TPASCT PARAMETER ERROR  TPASCT has value out of range 50 to 2500 
| or was not incremented by 50. 


2.1.5 Additional Documentation 


Application Noted AD1037 and AD1087 
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2.21 
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TTIME 


‘Introduetion | 
TTIME is a utility program which may be called from FACTOR, which 


performs a binary search with a timing generator to make a time 
measurement. 


Program Usage 
The calling sequence for TTIME is: 
EXEC TTIME (TSTART, TSTOP, START, STOP, TG, RESULT); 


TSTART = = The starting time delay of the selected timing generator. 
Must be greater than TSTOP and less than 10 microseconds. 


TSTOP The minimum time delay of a selected timing generator 
during the binary search. Must be less than TSTART and 


oreater than or equal to 10 nanoseconds. 


NOTE: 


The rules for usage of TSTART require that the specified 
function tests must pass at a time delay TSTART and a 
funetion fail must oceur somewhere in the region between 
TSTOP and TSTART. Regardless of the polarity of signal 
being sampled, these conditions can be met by the 
appropriate use of positive or negative logie and/or control 
of the mask enable in the local memory. 


START 


The local memory staring address of the function tests 
exercised during the binary search . 


STOP 


The local memory stop address of the function tests during 
the binary search. 


TG = The timing generator to be manipulated by the binary 


search algorithm. Must be an integer number 1 through 8. 


RESULT 


A floating point number return to TOPSY from the time 
algorithm indicating the final time delay of the timing 
generator being used. 


2.2.2.1 PROGRAM DESCRIPTION. After entering the assembly language 
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program, the instruction number and status register values are saved in 
locations INDSAVE and STATSAVE for restoration when returning to 
TOPSY. Five variables must be transferred from TOPSY to the assembly 
language program. The first two variables are the starting and stopping 
times. These two variables will be divided by FLSB and converted to integer 
by FFIX. FLSB will make the least significant bit of the times equal to .08 
nanoseconds. The other three variables, local memory start and stop and 
timing generator number are converted to integers. The timing generator is 
shifted left 21 bits and right by 9 bits to be in the proper location for the 
long register instructions. 


The timing start value is compared with 125,000 which is an equivalent to 10 
microseconds, and if it is greater than this number, error return is used. If 
TSTART passes this test, it is compared with TSTOP and if TSTART<TSTOP, 
a second error return is used. TSTOP is then compared with 125 which is 10 
nanoseconds, and if it is less than this, a third error return is used. The local 
memory stop location is written into the L register and the local memory 
start location is stored with a SET START op. code at the beginning of a 
DMA buffer. The binary search procedure is shown in the flow chart below 
(figure 2-1). 


If no errors occurred, the exit procedure reads the timing generator being 
used, converts the result to floating point and transfers it to TOPSY. The 
routine that programs the timing generator delay (SDELAY) is similar to 
that used by the TOPSY interpreter. In this case however, it is assumed that 
the width of the specified timing generator is to remain constant. The delay 
T is divided by 125 which forms 2 words. The quotient in the E register will 
have a least significant bit of 10 nanoseconds and is written onto the digital 
delay of the timing generator. The remainder of the division in the A 
register has a least significant bit of 80 pico-seconds and 1 is added to this 
to account for round-off errors. It is then multiplied by 2 and is written into 
the delay and verbier registers. A time delay of 525 microsecond is allowed 
for the verniers to settle. 


2.2.2.2 CONSOLE SWITCH OPTIONS. Index register 5 is pointing to the 
beginning of the DMA buffer, and this value is written into the MAR 
register. The DMA buffer contains a SET START and an ENABLE TEST 
instruction. Setting Bit 9 of the MODE register starts DMA. After waiting 
for the DMA test to be completed, the test subroutine exits. If console 
switeh 1 is up, the test subroutine will put the local memory in the 
continuous loop state. In addition, if console switch 2 is up, the CPU will 
halt with the A register displaying the coarse or digital timing and the E 
register displaying the vernier timing. 


2.2.0 Error Messages 


There are 3 error conditions that may occur when using TTIME. The value 
of RESULT will indicate errors as follows: 


RESULT = 1 if TSTART > 10 microseconds, TSTOP < 10 nanoseconds, 
or TSTART < TSTOP. 


RESULT = 2 if a functional fail occurs on the first try of the binary 
search (function fail at TSTART). 
RESULT = 3 if no function fail occurs throughout the region from 


TSTOP to TSTART. 
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2.2.4 Additional Documentation 


Application Note AD 1078 


ENTER 


T = TSTART 


DELTA = (TSTART-TSTOP)/2 


00? SS 


TG DELAY = T 


EXIT «—__—_ IDELTA I < DELMIN? 


yes no 

TEST 

FAIL? 

yes 
T = T-DELTA T = T +DELTA 
T>TSTART? ——»~ ERROR2 
ERROR |~<— KSTART? - yes 
yes 


no DELTA = DELTA/2 


LOOP 


Figure 2-1 Flow Chart of TTIME Binary Search Algorithim 
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2.3 SPLOT 
2.3.1 Introduction 


The program SPLOT (sentivity plot) is a diagnostic and device testing tool 
for use in SENTRY test systems. SPLOT is used in conjunction with an 
executing device test program to aid in the analysis of the results of device 
go/no/go functional or de parametric tests. When called, SPLOT: 


1. performs a SPLOT-controlled device test during which two or more of 
the current device test conditions are selected and varied according to 
user-specified parameters, 


2. initiates periodic DUT pass/fail tests throughout the device test and 
maintains a record of the results, 


3. generates an X, Y shmoo-type graph which displays the pass/fail 
performance of the device under test when the device is subjected to a 
user-specified range of test conditions. 


The shmoo graph generated as the result of a SPLOT-controlled device test 
is displayed for analysis by the user either on the system video keyboard 
terminal (VKT) or, when specified, on a line printer. An example of the type 
of shmoo graph produced by SPLOT is shown in Figure 2-2. As shown in 
Figure 2-2, the X, Y shmoo graph produced by SPLOT is plotted as a 21 by 
ol element matrix in which the Y-axis component is divided into 50 equal 
steps. The value for each display step is calculated by SPLOT from required 
input information. 


A detailed deseription of the shmoo graph format used in SPLOT display 
operations is given in paragraph 2.3.10. 


SHMOO PLOT AT STATEMENT NUMBER 0066 SPLOT REVISION 3.2 
Si YSTART=+5. 000 V YSTOP=-0. 000 V YDELTA=+250. OMV 
PD7Z XSTART=+200. ONS XSTOP=-0. 000 S XDELTA=+4. OOONS 
Si. —  LML LML 
+5. 000 V i . : 
+4. 750 V 0010 XX XXX KAX KKK XXX XK KX ; 0010 
+4. 500 V 0010 XXXXXXXXXXXXXXXXXXXX . 0010 
+4 250 V 0010 XXXXXXXXXXXXXXXXXXXX . 0010 
+4,000 V 0010 XXXXXXXXXXXXXXKXXXXXXX . 0010 
+3, 750 V 0010 XXXXXXXXXXXXXXXXXXXKXXX. 0010 
+3. 500 V 0010 XXXXXXXXXXXXXXXXXXXXXX. 0010 
+3. 250 V 0010 XXXXXXXXXXXXKXXXXXXXXX. 0010 
+3,000 V 0010 XXXXXXXXXXXXXXXXXXXXXX. 0010 
+2. 750 V 0010 XXXXXXXXXXXXXXXXKXXXXX. 0010 
+2. 500 V 0010 XXXXXXXXXXXXXXXXXXXXXX. 0010 
+2. 250 V 0010 XXXXXXXXXXXXXXXXXXXXXX. 0010 
+2.000 V 0010 XXXXXXXXXXXXXXXXXXXXXX. 0010 
+1.750 V 0010 XXXXXXXXXXXXXXXKXXXXXX. O010 
+1. 500 ¥V 0010 > XXXXXXXXXXXXXXXXXXXXXX. 0010 
+1. 250 V 0010 XXXXXXXXXXXXXXXXXKXKXXXX. 0010 
000 V 0010 XXXXXXXXXXXXXXXXXXXXXXX. 0010 
+750. OMV 0010 XXXXXXXXXXXXXXXXXXXKXXXKX 0010 
+500. OMV 0010 XXXXXXXXXXXXXXXXXXXKXXXXX 0010 
+250. OMV 0010 XXXXXXXXXXXXXKXKXXKXXXXXXX ‘ 0010 
~9. 000 V 0015 XXX XXX KKK XK KKK KKK XXX KKK KKK KK 0014 
CFE SE HE HE ESE SESE HE LSE GE HE HEHEHE SESE SE DEE EET HEHEHE DHEA HHH HHS 
+120. ONS +160.0NS = +200. ONS 


-O0.000 S +40. 00NS +80. CONS 
PD? 


Figure 2-2 Shmoo Graph 
Produced by a SPLOT Two-Variable Device 
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To employ SPLOT, the user must call the program and specify: 


1. the test conditions to be plotted on the X-axis and the Y-axis of the 
shmoo graph to be produced by SPLOT, 


2. the range over which each selected test condition is to be varied 
during the SPLOT-controlled test, 


3. any permitted graph formatting or handling of the test results. 


During a SPLOT-controlled device test, both the specified X-axis and the Y- 
axis test conditions are set to their range values. The X-axis test condition 
is then stepped through its 50-step range with an ENABLE TEST or 
MEASURE PIN statement executed at each step. (MEASURE PIN statement 
is used only when the DCT register is used to supply one of the SPLOT- 
controlled test conditions.) The pass/fail result of each test is stored in a 
line buffer until the X-axis test condition has been stepped through its 50 
steps. The contents of the line buffer are then displayed (or printed) as the 
first (top) line of the test shmoo graph plot. The Y-axis test condition is 
then set to its next condition and the above process is repeated until the Y- 
axis test condition has been stepped through its 20-step test range. On 
completion of its test and display operations, SPLOT restores the selected 
test conditions to their original states and returns control to TOPSY. | 


2.3.2 Loading And Executing SPLOT 


The program SPLOT may be called and initiated either automatically by the 
addition of a FACTOR EXECUTE statement to the user program or 
manually by a call entered at the system VKT during a TOPSY ANALYSIS 
mode of operation. 


The characteristics of the FACTOR statement required to add the SPLOT 
function to a FACTOR program are described in subsection 2.3.3. 


The VKT/user interactive procedure required to initiate the SPLOT function 
is deseribed in subsection 2.3.8. 


2.3.6 FACTOR Call Statement 


A FACTOR EXECUTE statement may be included in any device test 
program to load SPLOT and to initiate the execution of any of the following: 


1. a two-variable test in whieh only one Y-axis and one X-axis test 
condition (i.e., tester test unit) is selected for the SPLOT-controlled 
device test (refer to paragraph 2.3.4), 


2: a multi-variable test in which one or more Y-axis test unit(s) and one 
or more X-axis test unit(s) are selected for use in a SPLOT-controlled 
device test (refer to paragraph 2.3.5), 


3s a "return test results" operation in which the test results obtained 
during a SPLOT-controlled device test are returned to the calling 
program (refer to paragraph 2.3.7), 
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4. a shmoo graph "customization" operation in which user-specified 
names and values are displayed (or printed) on the shmoo graph 
produced by a SPLOT-controlled device test (refer to paragraph 2.3.6). 


The general form the FACTOR statement required to load and initiate 
SPLOT is: 


EXEC SPLOT (Yunit, Ystart, Ystop, Xunit, Xstart, Xstop); 
NOTE 
Each SPLOT eall statement must contain a 


value for each of the parameters shown in the 
above format statement. 


Parameter | Function 
Yunit Identify the test unit the outputs of which are to be 
| plotted as the Y-axis components of the test shmoo 

graph. 

Ystart and Define the start and stop values of the range through 

Ystop which the output of the selected Yunit is to be 
stepped during the SPLOT-controlled device test. 

Xunit Identify the test unit the outputs of which are to be 
plotted as the X-axis components of the test shmoo 
graph. | 

Xstart and Define the start and stop values of the range through 

Xstop which the output of the selected Xunit is to be 


stepped during the SPLOT-controlled device test. 


The values which may be assigned to the SPLOT call statement parameters 
are described in paragraphs 2.3.3.1 and 2.3.3.2. 


2.3.3.1 TEST UNIT PARAMETERS - The Yunit and Xunit call statement 
parameters may be constants, variables, array elements or array names. 
With one exception, the Yunit and Xunit must either specify or represent 
one of the 32 possible identifiers for the system test units (refer to Table 2- 
1). The exception is when a parameter is used to specify a special name or 
value which is to appear on the test shmoo graph; this use is described in 
paragraph 2.3.6. 
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TABLE 2-1 SYSTEM TEST UNIT NUMERIC IDENTIFIERS 


Identifier Identifier 
| 17 


it 
E0 


oon oR Whe 


NOTE 


Only the test units which are initialized for 
use in the device test program in which a 
SPLOT eall is to be included may be specified 
as an X or Y test unit in that call. 


2.3.3.2 TEST RANGE PARAMETERS - The Ystart, Ystop and Xstart and Xstop 
eall statement parameters may be constants, variables, array elements or 
array names. With one exception, each start/stop parameter pair must 
define the actual range through which the output of the corresponding test 
unit is to be varied during the SPLOT-controlled device test. The exception 
is when a start/stop parameter pair is used to define a range of values which 
are to appear on the test shmoo graph but do not necessarily represent the 
output range of a selected test unit. The foregoing use of a start/stop 
parameter pair is described in detail in paragraph 2.3.6. 


The test range defined by a start/stop parameter must be either equal to or 
be within the range established for the corresponding test unit by the 
program in which the SPLOT eall statement is located. If any voltage, 
current or timing value specified in a SPLOT call statement exceeds the 
program specified range or if an RVS or DPS voltage was specified which 
was greater than +6VDC or was less than -30VDC, terminal error 103 is 
issued. 
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With regard to the shmoo graph, Ystart defines the value assigned to the top 
end of the Y-axis, Ystop defines the value assigned to the bottom of the Y- 
axis. In a similar manner, Xstart defines the value assigned to the start 
(rightmost end) of the X-axis and Xstop defines the value assigned to the end 
of the X-axis. SPLOT uses the start and stop values assigned to each axis to 
calibrate the steps indicated along each axis. 


SPLOT will recognize the use of a SET VOFFSET statement in the user 
program from which it is called and will produce corresponding X and/or Y 
plot parameters which are relative to the given offset value. 


2.3.4 Two-Variable Test Operation 


In a two-variable test operation, only one X-axis test unit and one Y-axis 
test unit is selected to produce the variable X-Y test conditions for the 
SPLOT-controlled device test. The Xunit and Yunit SPLOT eall statement 
parameters for operations of this type may be constants, variables or array 
elements - not array names. 


An example of the type shmoo graph produced by a two-variable SPLOT test 
operation is shown in Figure 2-2. The FACTOR SPLOT call statement 
added to a device test program to produce the shmoo graph shown in Figure 
2-2 is: 


EXEC SPLOT (10, 5, 0, 23, 200E-9, 0); 
2.3.9 Multiple-Variable Test Operation 


The program SPLOT permits the user to specify up to ten Xunit and/or Yunit 
test units and their associated range definition parameters for a SPLOT- 
eontrolled device test. The specified test units which will determine the 
name and values to be printed along the X and Y axis of the resulting shmoo 
graph are referred to as "primary" test units. Specified test units the 
outputs of which are to track (i.e., maintain a constant relationship to) a 
primary test output are referred to as "secondary" test units. One primary 
test unit and up to nine secondary test units may be assigned to the SPLOT 
eall statement Xunit and/or Yunit parameters. 


Since the SPLOT call statement is limited to six test unit and range 
parameters (i.e., Yunit, Ystart, Ystop, Xunit,Xstart,Xstop), it is necessary to 
assign the names of previously declared arrays to the statement parameters 
which are to represent more than one test unit identifiers and set of test 
range start and stop parameters. The actual values of the desired identifiers 
and range parameters are then assigned to elements of the declared arrays. 
When loaded and initiated, SPLOT obtains all assigned test unit identifiers 
and their respective range values from the previously established arrays. 


The following rules must be observed in preparing a FACTOR program for a 
multiple-variable, SPLOT-econtrolled device test: 


i The call statement Xunit or Yunit parameter which is to be assigned 
more than one test identifier must be the name of a previously 
declared array. 
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SHMOO PLOT AT STATEMENT NUMBER 0104 


YSTART=+35. 000 V 
PWi YSTART=+125. ONS 
PD7 XSTART=+200. ONS 


$1 
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The number of elements in an Xunit or Yunit array must be equal to or 
greater than the number of test units to be assigned to that parameter. 


Either or both the Xunit and Yunit parameters of the same SPLOT eall 
statement may be arrays. If both parameters are arrays they need not 
have the same number of elements. 


The first element of a test unit array must be assigned the identifier 
of the primary test unit. 


The range definition parameters associated with a test unit array must 
also be arrays which have the same number of elements as the test 
unit array. For example, the statement DCL Xunit 33; must be 
followed by the statements DCL Xstart 3; and DCL Xstop 3; 


EXAMPLE 


The following statement sequence illustrates the FACTOR program 
statements required to specify two test units for the Y-axis test 
functions of a SPLOT-controlled device test: 


DCL YUNIT [22], YSTART [2], YSTOP [2]; REM Y ARRAYS; 
YUNIT [1] = 10; REM MAKE S1 PRIMARY UNIT: 

Y UNIT [2] = 25; REM MAKE PW1 SECONDARY UNIT: 
YSTART [1] = 53 YSTOP [1] = 0; REM VARY S1 FROM 5 TO 0; 
YSTART [2] = 125E-9; YSTOP [2] = 75E-9; REM PW1 RANGE; 
EXEC SPLOT (YUNIT,YSTART, YSTOP,23,200E-9,0); 


The shmoo graph produced by the addition of the sbove program 

sequence to a FACTOR test program is hown in Figure 2-3. 

| SPLOT REVISION 3. 2 
YDELTA=+250. OMV 


YDELTA=+2. SOONS 
XDEL. TA=+4. OOONS 


_ YSTOP=-0. OOO V 
YSTOP=+75. CONS 
XSTOP=-0. OOO & 


LML 


LML 

0010 XXXXXXXXXXXXXXXXXXXXXXXXX. 0010 
0010 XXXXXXXXXXXXXKXKKXXXKXKXXXX . 0010 
0010 XXXXXXXXXXXXXXXXXXXKXXXXX . 0010 
0010 XXXXXXXXXXXXXXKXXXXXXXXXXX 0010 
0010 XXXXXXXXXXXXXXXXXXXXXXXXX 0010 
0010 XXXXXXXXXXXXXXXXXXXKXXXXX 0010 
0010 XXXXXXXXXXXXXXXXXXXXXXXX 0010 
0010 XXXXXXXXXXXXXXXXXKXXKXX 0010 
_ 8010 XXXXXXXXXXXXXXXXXXXXXX. 0010 
0010 XXXXXXXXXXXXXXXXXXKXXX. 0010 
0010 XXXXXXXXXXXXXXXXXXXXX 0010 
0010 XXXXXXXXXXXXXXXXXXXXX . 0010 
0010 — XXXXXXXXXXXXXXXXXXXX 0010 
0010 > XXXXXXXXKXXXXXKXXXKXX 0010 
0010 XXXXXXXXXXXXXXXXXXKX 0010 
0010 XXXXXXXXXXXXXKXXKXXXKX 0010 
0010 XXXXXXXXXXXXKXKXXXXXX 0010 
0010 XXXXXXXXXXXXXXXXXXX 0010 
0010 XXXXXXXXXXXXAXKXXXXX 0010 
0015 | XXXXXXXXXXXXXXXXXKAKKXX 0015 

QHHHEE HEE 1 HHHERKHHHHOKHHEH PHERGEGERHKEKKHEA HEHEHE EHES 
~0.000 S +40.00NS +80.00NS +120.ONS +160.0ONS . +200. ONS 


PD7 


Figure 2-3. Shmoo Graph 
Produced By A SPLOT Three-Variable Device Test 


2.3.6 Specifying Names For SPLOT Shmoo Graph X And Y Functions 


SPLOT permits the user to customize the shmoo graph produced by a 
SPLOT-controlled device test by specifying literals and selected values for 
either or both the call statement X and Y test unit and range parameters. 
The names (literals) specified will be displayed along the corresponding axis 
of the test shmoo graph. The programming technique required to use this 
feature of SPLOT, is similar to that required to specify multiple test units 
and test ranges. 


The following rules must be observed in preparing for a SPLOT device test in 
which user-specified names and range values are to be displayed in the 
resulting shmoo graph: 


1. The SPLOT call statement parameters which are to be assigned a 
specified literal or value must be declared arrays. 


2. The first element of a Xunit or Yunit array must be assigned the 
desired name (literal). The name specified must consist of from one to 
four characters with the first character an alphabetic character (A to 
Z). 


3. The values assigned to the first element of an Xunit or Yunit test 
range start and stop arrays will determine the values which are to be 
printed along the corresponding axis of the test shmoo graph. Any 
range of values may be defined, however, it should be meaningful for 
the test funetion being represented by the axis of the shmoo graph 
along which the step values of the range are to appear. 


4. When the name feature is used, the engineering units displayed along 
the X or Y axis of the generated shmoo graph are a function of the 
first character of the name (literal) given for that axis. The type of 
engineering unit descriptors used are determined: 


The First Character Produces the Deseriptor 
V V 
J I 
ff | S 
(other than above) (none displayed) 
EXAMPLE 


The following command sequence illustrates the program statement 
sequence required when both the X and Y axis of the resulting test 
shmoo graph are to be named. 
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DCL YUN 3 /'VOH',10,25/; REM YUINT NAME AND IDENTIFIERS; 
DCL Y2{3], * eiBls REM YUNIT RANGE ARRAYS; 

DCL XUN [3]/TPD", 23,21/; REM XUNIT NAME AND IDENTIFIERS: 
DCL X23], X2[3]; REM XUNIT RANGE ARRAYS; 

Y2[2] = 5; Y1[2] = ¢; REM S1 RANGE; 

Y2([3] = 125E-9; Y1[3] = 75E-9; REM PW1 RANGE; 

Y2{1] = Y2 2 -10; Y1{1] = Y1 2 -10; REM 10V OFFSET FOR VOH; 
X2[2] = 200E-9; x1 [2] = 0; REM PD7 RANGE; 

X2[3] = 5; X1[3] = 0; REM El RANGE; 

X2[1] = X2[2]/2; X1L1] = 0} REM HALF SCALE PD7 RANGE FOR TPD; 
EXEC SPLOT (YUN,Y2,Y1,XUN,X2,X1); REM SPLOT CALL; 


Figure 2-4 illustrates a shmoo graph produced by a FACTOR test 
program which contained the above statement sequence. 


SHMOO PLOT AT STATEMENT NUMBER 0152 SPLOT REVISION 3.2 

VOH YSTART=-3. 000 V YSTOP=-10.00 V YDEL TA=+250. OMV 

Si YSTART=+5. OOO V YSTOP=-0. 000 V YDELTA=+250. OMV 

PW1 YSTART=+125. ONS YSTOP=+75. OONS YDELTA=+2. SOONS 

TPD vote soe ae STOP=-O. 3 XDEL TA=+2. COONS 

PD7 XSTART=+200. ONS XSTOP=~-0. OOO S XDEL TA=+4. OOONS 

Ei XSTART=+5. 000 V XSTOP=-0. OOO V XDELTA=+100. OMV 

VOH LML LML 
-5. 000 V ; ' ; : ; 

-9. 290 V 

-5. 900 V : 

-5. 790 V : 

-6 000 V : 

-6. 250 V ; 

-&. 300 V : 

“6. 750 V 0010 ; XXX OO10 
-7.Q00 ¥V 0010 . XXXXX OO10 
~7. 250 V 0010 XXXXXXX. 0010 
-~7. 900 V 0010 . XXXXXXXX . O010 
-7. 750 V 0010 ; XRXXXXXXXXX 0016 
-8. OOO V 0010 . XXXXXXXXXXXX 0010 
-8. 250 V 0010 XXXXXXXXXXXXXXX 0010 
—-8. 500 V 0010 > . XXXXXXXXXXXXXXXX OO10 
—“8. 750 V 0010 XXXXXXXXXXXXXXXXXK 0010 
-~9.Q00 V 0010 XXXXXXXXXXXXXXAXXX 0010 
“9. 290 V 0010 XXXXXXXXXXXXXXXXXXK 0010 
-9. 500 V QO010 XXXXXXXXXKXXXXXXXX. 0010 
~“9. 750 V 0010 XXXXXXXKXXXXXKXXXXXXX 0010 
-190.00 V XXXXXXXXX ARKH K KKK KK KKK OO15 

Ose EE HEHE ESE LEE DERE TH EH QE REEH HERE GR HEE RHEEES 
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-0.000 S +20.00NS~ +40. oo +460. O0ONS +80. OONS +100. ONS 


Figure 2-4 Customized Shmoo Graph 
Produced By A SPLOT Multi-Variable Device Test 


2.3.4 Passing Test Results To Factor Test Program 


When called from a FACTOR test program, SPLOT ean pass the information 
obtained during the SPLOT-controlled device test back to the calling 
program. This feature is specified to SPLOT by the addition of the 
parameter "result" to the FACTOR call statement. The format for this call 
is: 

EXEC SPLOT (Yunit, Ystart, Ystop, Xunit, Xstart, Xstop,result); 


where the parameter "result" is the name of a 96-element array located in 
the calling test program before the call to SPLOT. 


To use the SPLOT "data return" feature, the calling test program must 
contain: 


1. A declaration statement which establishes a 96-element array the 
name of which is to be used as the "result" operand of the SPLOT eall 
statement. 


2. A statement immediately before each SPLOT call which assigns a plot 
ID number to the first element of the array RESULT, 


3. A WRITE statement located after each SPLOT call to cause the 
information in the array RESULT to be written onto the disc. 


The statement sequence needed to set up and use the SPLOT "data return" 
feature is: 


DCL RESULT [96]; 


RESULT[I] = 123; REM PLOT IS NUMBER; 

EXEC SPLOT (YUNIT,YSTART, YSTOP,XUNIT,XSTART, 
XSTOP,RESULT); 

WRITE (FDOF) RESULT; 


RESULT [1] = 321; 
EXEC SPLOT (10,4,0,23,100E-9,0,RESULT); 
WRITE (FDOF) RESULT; 


The information contained by each element of a FACTOR test program 
"data return" array (i.e., RESULT) is described in Table 2-2. 
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TABLE 2-2 CONTENTS OF A RESULT ARRAY 


| ELEMENT MEANING | 


PLOT number ID, defined in FACTOR program 
Statement number at which SPLOT was called 
Y unit name in TASCII 

X unit name in TASCII 

Y engineering units in TASCII 

X engineering units in TASCII 

YSTART in floating point format 

XSTART in floating point format 

YSTOP in floating point format 


oo noo -,_ WwW HN 


oad 
S 


XSTOP in floating point format 


pwnd 
fant 


Y current value in floating point format 


jm 
ae) 


| X current value in floating point format 


ome 
GO 


First 16 bits of pass/fail information | 
corresponding to first 16 points of the top Y 
line of the plot. This number is in floating point 
format. 


Second 16 bits (points) of first Y line 
Third 16 bits (points) of first Y line 


Last 3 bits (points) making a total of 51 points 
per line. 


21st and last Y line 


2.3.8 Calling SPLOT From the VKT 
The program SPLOT may be loaded into CPU memory and initiated via 
commands entered at the VKT. For this type of operation the user must: 


1. Establish PAUSE condition to halt the execution of the current device 
test at the desired program statement. 


Load and start SPLOT using a TOPSY ANALYSIS command. 


3. Enter via the VKT all desired test parameters in response to SPLOT 
requests. 
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Onee the input requests of SPLOT are satisfied, the SPLOT-controlled 
device test is performed and the resulting shmoo graph is displayed. 


The procedure required to load and execute SPLOT is described in detail in 
the following steps: 


NOTE 


It is assumed that a program PAUSE condition 
has been established and that the system is in 
a TOPSY ANALYSIS command mode. 


1. The formats of the commands which may be used to load and initiate 
SPLOT and to specify the device on which the resulting shmoo graph is 
to be displayed are: 

Command Output Device Specified 


/. SPLOT STATxx Output device is a function of a DATALOG 
LP/TTP or LP/TTP command 


/. SPLOT TTP STATxx VKT 
/, SPLOT LP STATxx Line printer 


z. Once loaded, SPLOT displays, at the VKT, a list of all possible test 
units and their corresponding numeric identifiers (32). 


36 The user must select and enter the identifiers of the test unit which is 
to control the "Y" test functions. 


The entry must: 


a. be a numerie with the range 1 to 32, inclusive, 

b. represent a test unit specified for use by the interrupted 
test program, | 

Gs. specify one and only one test unit identifier. 


If the entry does not comply with the above items, an error is 
indicated at the VKT and the user is requested to enter a new test unit 
identifier. This error/request cycle is continued until an acceptable 
entry is made. | 


4, On completion of item 3, SPLOT displays, at the VKT, the value of the 
current test output of the selected Y test unit in the format: 
CURRENT test unit name current value 
(e.g., CURRENT S1 +4.900 V) | 


De The user is then requested to define the desired test and output range 
for the SPLOT-controlled test by entering: 


a. the start value of the range (Ystart), 
b. the stop value of the range (Ystop), 
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The values entered must define a test range which is equal to or within 
the range selected for the Y test unit in the interrupted device test 
program. The value given Ystart may be greater than or less than the 
value of Ystop. 


An unacceptable entry causes an error to be indicated and the request 
for range values to be repeated. This error/repeat cycle is continued 
until acceptable entries are made. 


6. When acceptable Ystart and Ystop entries are made, SPLOT displays, 
at the VKT: 


the name of the selected Y test unit (Yunit), 

the specified test range start value (Ystart), 

the specif ied test range stop value (Ystop), 

The size of the Y-axis test steps to be generated and displayed 
on the resulting shmoo graph (YDELTA). 


Sa oe aa od 


7. On completion of item 6, SPLOT requests the user to enter the 
identifier for the test unit which is to control the "X" test functions. 
The entry must: 


specify only one test unit, 

not be the same as that entered for the Y test unit, 

be a number within the range 1 to 32, inclusive, 

represent a test unit which is specified for use by the interrupted 
test program. 


a9 7p 


An unacceptable entry causes an error indication and a request for a 
new entry to be displayed at the VKT. This error/repeat cycle is 
continued until an acceptable entry is made. 


8. On completion of item 7, SPLOT displays, at the VKT, the value of the 
eurrent output of the selected X test unit. The format of the display 
iS: 


CURRENT test unit name value 
(e.g., CURRENT PW1 +50.00ns). 


9. On completion of the foregoing display, the user is requested to define 
the test unit output range required for the SPLOT-controlled device 
test by entering: 


a. _ the start value of the range (Xstart), 
b. the stop value of the range (Xstop). 


The values entered for Xstart and Xstop must follow the same 
requirement described in step 5 for the Ystart and Ystop parameters. 


10. When acceptable test range start and stop values have been entered, 
SPLOT executes a device test and displays a shmoo graph of the 
device's pass/fail test results on the selected (see step 1) output 
device. 


The above procedure may be repeated as many times as desired during a 


program pause to obtain shmoo graphs for any desired combinations of test 
units and test output ranges. 
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2.3.8.1 OPERATOR CONTROL INPUTS - The VKT and test station entries which 
affect the SPLOT load and test operations are: 


i A station RESET entry terminates SPLOT operation and returns 
eontrol to TOPSY, 


Zs A CR VKT entry during SPLOT interactive operations terminates 
SPLOT operation and returns control to TOPSY, 


3. A VKT keyboard START entry terminates SPLOT operations and 
continues the execution of the interrupted device test program. 


2.3.9 Using the Pattern Processor For SPLOT Tests 


SPLOT permits the user to select the Pattern Processor (PPM) as the 
functional pattern source for a device test instead of local memory. This 
feature of SPLOT may be used in either a manual mode (SPLOT called from 
VKT) or an automatic mode (SPLOT called by the execution of a FACTOR 
EXEC statement). : 


When SPLOT is to be loaded and initiated in an automatic mode, the 
FACTOR eall statement must be preceded by: 
ENABLE PPM; 
to enter the pattern processor. 
When SPLOT is to be loaded and initiated via the VKT, the system must be 


in a TOPSY ANALYSIS command mode, the current device test program 
must be in a pause condition and the command: | 


/. WRITE SAMD 101 
must precede the SPLOT call (i.e., /, SPLOT STATxx). 


2.3.10 Deseription of SPLOT-Generated Shmoo Graph 
The display of a SPLOT-generated shmoo graph is formatted in the following 
manner (refer to Figure 2-5): 


1. The first (top) horizontal line specifies the number of the user device 
test program statement which was current when the SPLOT controlled 
device test was performed and the revision number of the called 
SPLOT overlay. 


2: The next two or more lines specify: 


a. the primary and, when included, the secondary test units the 
outputs of which were varied to produce the display X-Y plot, 


b. the start and stop values which define the test output range for 
each of the specified test units, 


Cc. the value of the change to be made in each test output range for 
each step as the test is advaneed through the 20-step Y-axis test 
range and the 50 step X-axis test range. 
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3. The main body of the display which consists, from left to right, of a 
. data column, an address column, a 20 x 50 element plot region, and a 
second address column. 


a. 


DATA COLUMN - This column is headed by the designation of 
the primary Y test unit and contains 20 Yunit test output values 
which are to be used as the Y-axis components of the plot. The 
start and stop values which define the test range of the primary 
Yunit are displayed as the first (top) and last (bottom) values in 
the column. The names and range values of any secondary Yunits | 
are not displayed in the main body of the shmoo graph. 


SHMOO PLOT AT STATEMENT NUMBER 0170 


($1 YSTART=+5. 000 V YSTOP=-0. OOO V 
PW1 YSTART=+125. ONS YSTOP=+75. OONS 
PD7 XSTART=+200. ONS XSTOP=-0. 000 S- 


SPLOT REVISION 3.2 


YDELTA=+250. OMV 
YDELTA=+2. SOONS 
XDELTA=+4. OOONS 


E1 XSTART=+5. 000 Vv XSTOP=-0. 000 V XDELTA=+100. OMV 

1 LML LML 
+5. 000 V 
+4. 750 V 
+4, 500 V ; 
+4. 250 V 0010 xX. 0010 
+4,000 V 0010 : _ XXX . 0010 
+3. 750 V 0010 S XXXXX 0010 
+3. 500 V 0010 : XXXXXXX 0010 
+3.250 V 0010 ; XXXXXXXXX 0010 
+3. 000 V 0010 XXXXXXXXXXX OO10 
+2. 750 V 0010 XX XXX XX XXKXXXX 0010 
+2. 500 V 0010 _ XXXXXXXXXXXXXXX 0010 
+2. 2590 V 0010 XXXXKXKXXXKXKXXXKXXX. 0010 
+2. 000 V 0010 XXXXXXXXXXXXXXXXXXX. 0010 
+1. 750 V 0010 : XXXXXXXXXXXXKXXXXXXX 0010 
+1.500 V OO10 > . XXXXXXXXXXXXXXXXXXX . 0010 
+1.250 V 0010 XXXXXXXXXXXXXXKXXXX 0010 
+1.000 V 0010 XXXXXXXXXXXXXXXKXX 0010 
+750. OMV 0010 XXXXXXXXXXXXXXXXXX 0010 
+500. OMV 6010 : ; XXXXXXXXXXXXXXXXX XxX ; 6010 
+250. OMV 0010 : XXXXXXXXXXXXXXXXXXX : 0010 
-0, 000 XXXXXXXXX . . XXXXXXXXXXXXXXXXXXXXXX . 0014 

OR KGHEHH EG LEHRER DEERE TERE RGH REE HEHEHE GHEHEHEEEHES 
-0.000 S$ +40. OONS +120.ONS +160.ONS +200. ONS 


+80. OONS 
PD? 


© 


calculated by SPLOT. 


LML column heads. 


Identification of test program statement and SPLOT revision. 


Y-axis step values calculated by SPLOT. 

LML left margin local memory addresses. 
Plot Region (21 x 51 points) 

X-axis scale and step values (one per 10 steps) 
X-axis Primary Test Unit (or literal if given) 
LML right margin local memory addresses. 


Figure 2-5 Format of a SPLOT-Generated Shmoo Graph 


® 


Test unit names, test range parameter values and display step values 


Y-axis column heads, Primary test unit name (or a literal if given) and 


The symbol _ is displayed immediately to the right of the value 
of the data column at which Yunit was set when SPLOT was 
called. | 


LML (Local Memory Location) COLUMNS - The purpose of 
these two columns is to speeify the point(s), that is the local 
memory location, at which the plotted test points either entered 
or left a pass zone. For example, a plot may have, from left to 
right, a fail region, a pass region, an another fail region. In such 
a ease, the leftmost LML column would contain the address (at 
each Y-axis step) of the last test fail point to occur before the 
pass zone was entered; the rightmost column would contain the 
address (for each Y-axis step) of the first test fail point to occur 
after leaving the pass zone. 


If the plot region begins at the left margin with a pass zone, no 
LML column is displayed to the left of the plot region. 


If the plot region began at the left margin with a fail zone and 
enters a pass zone which continues through the last X-axis step, 
no LML column is displayed to the right of the plot region. 


NOTE 


LML data is not displayed for plots of device 
tests in whieh the DC strobe (unit 15) is used 
for PMU measurements. 


LML data displayed for plots of device tests in 
which the Pattern Processor (PPM) is used as 
the functional pattern source is invalid. 


PLOT REGION - This region of the graph consists of a 21 x 51 
element matrix which defines the DUT pass and fail points for 
specific combinations of the X and Y test variables. 


An X displayed in the plot region specifies a DUP pass condition 
for the values of the X and Y variable tester outputs applied to 
the DUT at that point in the device test. The lack of a displayed 
X specifies a DUT fail condition. 


Vertical lines of dots originating from the X-axis are displayed 
throughout the plot region at 5-step (X-axis) intervals. These 
vertical lines are provided to aid in reading the displayed 
pass/fail information. 


A line consisting of asterisks and the numbers 0 through 5 is 
displayed along the bottom of the plot region to provide a scale 
for the X-axis. The plot position of each of the 50 values 
through which the X-variable is stepped during the device test is 
indicated by either an asterisk or, at 10-step intervals, a number. 
This line also contains an up-arrow symbol (_ ) which is displayed 
immediately under the value at which the primary Xunit was set 
when SPLOT was called. 
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The value of the Xunit test output at each of the numbered steps 
is displayed immediately under the step number. The designation 
of the primary Xunit selected for the plotted device test is 
displayed on the last line of the display; it is postioned at the 
approximate midpoint of the plot region. 


2.4 PGLOG 
2.4.1 Introduction 


PGLOG is a specialized datalogger which prints a 'fail-matrix' map of the 
RAM test pattern being executed by the Hardware Pattern Generator (HPG) 
on the POD. 


2.4.2 Program Usage 
The FACTOR calling sequence is: 
EXEC PGLOG; 


This statement can be used in place of the ENABLE TEST statement for 
executing a pattern generator test. A typical program sequence would be to 
load the pattern, initialize the pattern generator start address and call 
PGLOG as shown below. . 


PGEN LOAD 9 

WR DIAG; » 

RD DIAG; 
BRANCH RESET 9; 
PGEN START; 
ENABLE PGEN 9, ON; 
EXEC PGLOG; 


e 


If a function failure occurs, PGLOG will set the system fail flag in FAILMM 
so at end of test the fail lamp will be on. Also, ON FCT, BRANCH will 
execute if a fail occurred. 


To enable datalogging, the TOPSY command 
/. DATALOG FCT STATxx N 


may be used. (DCT, TRIP and MEASURE ean also be included in the 
command.) If N = @, then only the first fail will be datalogged. If N=, then 
for Solid, Checkerboard or Diagonal type N patterns, the RAM Fail Matrix 
indicating all failures will appear. For first fail information, PGLOG can 
presently handle 5 pattern types: Solid, Checkerboard, Diagonal, Ping-Pong 
and Walking patterns. 


2.4.2.1 FIRST FAIL RESULTS. For the Solid pattern, the row and column address 
and expected data are displayed. For the Checkerboard or Diagonal pattern, 
the pattern name and failing row and column address are displayed. For a 
Ping-Pong fail, the failing address, and expected data plus the previously 
read address and background is displayed. For a Walking One or Zero fail, 
the failing address plus the location of the one (zero) and background are 
displayed. For an indeterminate pattern, the failing address (plus or minus 
two rows) and expected output are displayed. 


Since the row size cannot be determined by PGLOG, it is assumed that 
NROWS* NCOLS = SIZE and NROWS = NCOLS or NROWS = NCOLS/2 where 
SIZE =2', i= 2, 3, 4, ..., 12. 


For a 4096 address RAM that is organized 32 rows by 128 columns, the 
failing address information can be converted by subtracting 32 from the row 
address and doubling the column address. 


2.4.2.2 RAM FAIL MATRIX. The RAM Fail Matrix allows datalogging of multiple 


failures of simple type N patterns for analysis of possible decoder faults. 
Since the hardware pattern generator does not have an equivalent of the 
local memory ignore fail function, the following procedure is used: 


N is the number of RAM addresses defined in the SET PGEN1 statement and 
N-1 is loaded into the size register (0 <N-1 <4095). When the pattern 
generator starts, counters A and B are automatically initialized with the 
complement of the size register. For example, with A 1K RAM, the size 
register has 1777B and A_ = B, = S000B. Since only 10 address pins 
correspond to 1024 nacre ees: the upper two bits of A. and B. have no 
meaning; hence, the effective starting address is 9. If the size register is 
loaded with N-B-1,then A _=B =B. Thus, the starting address count can be 
increased by decreasing the size. When a failure occurs, the original size 
ean be reduced by the failing count plus one. This causes the restart initial 
count to be one past the previous fail. In this manner, all of the failures of 
the pattern may be found. 


2.4.2.3 PATTERN LIMITATIONS. Because of the pipeline in the pattern 


2.4.3 
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generator logic, three cycles will have been executed past a fail. This is 
accounted for in the PGLOG datalogger. However, this limits the 
datalogger to certain types of previously defined and predictable patterns. 
For complex patterns, with several loops, it would be impossible to work 
backwards three cycles to determine the failing instruction. 


Additional Documentation 


PGLOG Application Note AD 1048 


2.5 PPLOG 
2.5.1 Introduction 


PPLOG is a specialized data logger which produces, on the specified output 
device, a ‘failmatrix' map of the RAM test pattern being executed by the 
Pattern Processor Module (PPM). Execution is accomplished within the 
TOPSY environment and requires no modifieation of the FACTOR test 
program. PPLOG will datalog both passing and failing devices. Patterns 
eurrently supported are basie type N and type N walking patterns, without 
refresh. Also supported is a program '‘trace' option to aid in the development 
and debugging of PPM programs, and to datalog test results in a tabular 
format. 


2.0.2 Program Usage 


The complete command for executing PPLOG is given below. Although 
there are many parameters, they are all optional for most patterns. Their 
application is discussed in detail below. 


PPLOG is executed as a TOPSY or Manual Analysis command by pausing at 
the FACTOR program REXEC statement which corresponds to the pattern 
to be plotted. 


/. PAUSE ON FAIL or, 
/. PAUSE ON XXXX (statement no.) 
press START, then 


/. PPLOG [ROW n/COL n/STEP n/WALK n/ALL/FAIL n/TOPO/ce] 


[ TTP/LP/MTW] 
Where: | 
ROW n Defines maximum rows and columns. n_ 64 for 


COL n eolumns, n 256 for rows. Optional, as PPLOG will 
compute rows and columns but with an inerease of 
30% to 50% in processing time. 


STEP n For walking type N patterns only. n defines a PPM 
test step (count) encompassed within the ‘read! 
portion of the iteration to be plotted. n must be 
ealculated properly or results will be unpredictable. 
The chart below illustrates the range of the PPM test 
step for two sequences of a walking diagonal run on a 
1024 bit RAM. 


Test Funetion _ PPM Test Step-Range 
DGEN statement for 1 


all zeroes pattern 


Write zeroes sequence 2-1025 
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WALK n 


ALL 


Test Function PPM Test Step-Range 


DGEN statement for | 1026 
diagonal pattern | 


Write diagonal sequence — 1027-2050 
Read diagonal sequence § 2051-3074 
Write diagonal sequence 1 3075-4098 
Read diagonal sequence 1 4099-5122 


If a fail map of walking test sequence 1 is desired, a 
PPM step in the range 4099 to 5122 must be chosen 
for n. Note that n must be within the 'read' portion 
of the walking sequenee. For programs utilizing the 
classie structure illustrated above in which the device 
is initially cleared to zeroes, and the entire RAM | 
written once and read once during each iteration of 
the walking pattern, the following expression may be 
used to calculate the PPM step count n corresponding 
to the first cell read during walking iteration W. W=0 
corresponds to the very first walking test sequence, 
W=1 corresponds to the second and so on. SIZE is the 
size of the RAM under test. 

n = 2 * SIZE (W+1)+3 


For example, to calculate n for the walking diagonal 
sequence 1, as illustrated above, in which the PPM 
step range was 4099 to 5122, we use W=1: 


n = (2 * 1024 (1+1))+3 = 4099 


See Figures 2-7A and 2-7B for sample plots of a 
walking diagonal. 


For walking type N patterns only. Similar to STEP, 
above, except that PPLOG computes the step count 
according to the above equation. n is the walk 
position desired. n = 1,2,ete. Will produce valid 
results only when used on programs with the classic 
program structure described under STEP above. See 
Figures 2-7A and 2-7B for a sample plot of a walking 
pattern. 


Causes the pass/fail status of each of the four output 
pins to be ineluded in the failmap. This is 
accomplished by  overprinting a hexadecimal 
character 1 thru F over the failing '.' or ' 
designation. Applies only when LP is specified as the 
output device. The hexadecimal character is to be 
interpreted as a four bit mask field in which the bits 
set indicate which output pins failed, as follows: 


FAIL n 


TOPO 


bit bit 


3 p 
X X X X 
ae . . spin 12 (DOP) 
: . pin 14 (D01) 


Do ew ee es pin 28 (DO2) 
. oe es « © . pin 30 (D03) 


The ALL feature uses working storage on disk as a 
repository for fail data. Therefore, an increase in 
processing time should be expected, especially with 
large RAMS with a high percentage of failing cells. 
See figure 2-8 for an example of the ALL option. 


Suppresses the printing of the background pattern in 
the failmap and allow the status of only the failing 
device cells through step n to be logged. This reduces 
processing time by about 60%. If n is omitted, all 
fails in the program will be logged. 


For use when the topological scrambler has been 
enabled within the PPM program. Results in the 
failmap displaying an unscrambled pattern (i.e. a 
diagonal looks like a diagonal). The row and col 
addresses appearing on the failmap are serambled, 
however, to maintain an accurate representation of 
the generated pattern. Without the TOPO parameter, 
the pattern will appear scrambled as directed by the 
PPM TOPO statements. See Figure 2-12 for 
examples of serambled and unsecrambled fail maps. 


Represents an integer, typically 2,3,4, ete., which is 
the eycle count of the number of read/write cycles 
per cell for the test iteration being plotted. Required 
if the eyecle count is greater than 1, as 1 is the 
default value. In this example: 
W-R-R/W-R-R/W-R-R......... 


there are 3 cycles per cell. 


2-31 


2.9.3 


TTP Determines the destination of the printed output. 

LP The TTP is the default case if no other specifications 

MTW are made. With MTW output, a tape mark follows 
each individual failmap. These parameters will 
override the TOPSY and DOPSY POD commands 
which may also be used to determine the output 
device as follows: 


// SET LP 
/. DATALOG FCT LP STATXX 


The above parameters may appear in any order in the PPLOG command. 
Parameters which include numbers must be entered as shown with the 
number immediately following the word: i.e., STEP 4. It is acceptable, 
however, to abbreviate parameters down to their first two letters, to reduce 
the number of key strokes: 'ROW 32' may be entered 'RO32'. I/O device 
parameters must appear as shown. | 


Trace Option 


A PPM trace option is provided as an aid in the development and debugging 
of PPM programs, and as a means of datalogging test results in a tabular 
format. The trace output contains all available, varying PPM data 
pertaining to the program currently running. The trace start and stop step 


counts may optionally be specified in the command. Additionally, the user 


may specify whether all cycles or only failing ecyeles are to be included in 
the output. Unless specified otherwise, the printout will begin with the first 
read instruction and run continuously to the end of the program, or until 
RESET is pressed. Only read cycles will be included. The sample output in 
figure 2-11 describes the data format and content more fully. The ‘fail 
matrix' map is not printed. _ 


The trace is enabled by: 


_/, PPLOG TRACE [start/stop/XRn/F AIL] [TTP/LP] 


where: 


start Denotes the beginning and ending step count to be included 
stop in the trace output. Both or stop may be omitted in which 
case start defaults to @ and stop defaults to the end of the 
program. | 
XR n - Defines the number (1-3) of the PPM index register to be 
included in the trace output. Defaults to 1 if omitted. 
FAIL | Causes only failing tests to be included in trace output. All 
| read cycles within ‘start/stop window' will be traced if 
omitted. 
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2.9.4 Error Messages 


The following error messages are displayed on the TTP when appropriate. 
Some error conditions are terminal and result in an immediate error message 
before processing is terminated. Other error conditions produce an error 
message immediately following the printing of the failmap. In these eases, 
the failmap may or may not accurately depict the pattern executed. 


NON TERMINAL ERROR DESCRIPTION 
M G 
XMASK/YMASK ERROR Incorrect mask values specified in PPM or 


FACTOR program (PPLOG reads back 
incorrect X/Y address from hardware). 
Also may result from a read of RAM 
rather than a write. 


FLOATING OUTPUT, Open socket or load board not installed; 
STEP, OR XMAX/YMAX output pin improperly — terminated. 
ERROR Incorrect value of STEP specified causing 


‘overlapping patterns'. Or, incorrect value 
of XMAX/YMAX specified in PPM or 


| FACTOR program. 
ADDR NOT FOUND The TOPO parameter was specified but 
IN TOPO RAM the topological serambler was_ not 
properly programmed. Some _ device 
addresses not specified. | 
TERMINAL ERROR DESCRIPTION 
MESSAGES | 
CRAM EMPTY PPLOG executed at statement other than 


REXEC statement. The PPM control 
RAM contains no program. 


STEP TOO LARGE User specified a value of STEP, or PPLOG 
ealeulated a value of STEP based on a 
user specified value of WALK, which 
exceeds the scope of the PPM program. 
The PPM step count generated during 
program execution never reached the user 
specified value. 


C TOO LARGE OR User specified an incorrect value of 'c' 

XMAX/YMAX ERROR | (eyeles per cell per pass over RAM). Or, 
incorrect value of XMAX/YMAX specified 
in PPM or FACTOR program. 


INSUFFICIENT There is insufficient space in working | 
SPACE IN W/S storage on dise for use of the ALL option. 
| ALL uses this area to save fail data for 
each failing device location. 
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. 2.5.5 Additional Documentation 


Application Note AD 1089 


2.5.6 PPLOG Output Examples 


The following pages contain examples of typical PPLOG fail maps and a 
sample program trace listing. 


The fail map header contains information intended to enable location of 
the specific PPM instruction at which the first fail occurred. However, 
due to a hardware pipeline condition, the CRAM INST # may be offset 
by a certain amount. The direction and magnitude of offset may vary 
depending upon whether the failing instruction was executed as a result 
of a BRU, a subroutine call, or straight line code. See figure 2-11 for 
additional information on resolving the PPM offset. 


STATIC TEST PLAN 93415 | SN 12 
FIRST Fath afs FACT CRAM STEP ROW COL 
INST# INST# (x) CY) 
ABLA vid 2u 51 A 4 


COL 


x 
Cc 
= 


OAGnNA VA &D— DD 


KAM PAIL MATRIX , &® RAN ZERO, = 2 BAN ONE 


141492111112227292222583853383353354444444464455555555556668 
0123456789v12345678941 236567891 2346567892 12345678901 234567890123 


Memeo tet eet MO LALALASAVULOAIALIA 
OLVIALALULAIBLIVI,-,e,=,%,5,9,2,e 


eM eMmemem eZ e™ emo lFIALALALALALALA 
CLATALYIAWLTaraL, Memeo Mame Me Mee” 


ee ee PRVIESEILICICICTT 
PLALALaLayuiatal, Mem eM a Me Me Meme” 


eet ek eee | 
bed Wea Ene ined Shad oad Thad ies eLALALALALRPYALALA 
WLALVT LOLOL AS at, were em em emer” 
Mee Meme Meme Mee IAI ALAL AY AL AIALUD 
APYIAIELTAIALTAaIAlL, meme ame Mate Me™ 


omer ame Me 
alt etl Seed Doe Ted Shed toe Tied SIPLALALatayaiaia 
HyatAinsutierares, Memo M eM eM ete Me™ 
Fo Meee MMM eM OLAV AL AY ALAYALAYUL 
AYALAIVLYALALD Lal ew mem eww iene 
Meee eM LT ALALAIFLAYALAIA 
VI AIALTHIMIALYIVAL = em em em eM eM eM 
Meee et em ee TO LALA ALALYALALIAIA 
VUALALALVIVLALAL meme mmm eM ete 


6 e @ @ e e 
meee nem ete LALALALALAL AL AID 
ALALALApatesaiat, oh Woe ine Waly ioe Mull Thad” Yinead 
eee mee Me MeL ALALALMIALALAYR 
err ere ke ee ee eee 
Meo MoM ee ete MeL ALALALAIALALALS 
VAMTALTEIWLYIUTYL meme meme mete te 


wm emcee mene LMIMICLALALaLaye 
WAPTALALALII AIL meme mem emote mem 
Meee Me Me Ma Me Me LALNVIALPALALAYAYS 
VAALALALALAZLALCY cme meme Met eM Mee 
MoM eM ot eM eM eM ete HLM AIA ALAIA 
CUAL LPUPspaqtat, holt Seed Mie Sie Tied Sell Tell Ted 
ad Tall Rall Tall Soll Tad healt tel oe WIetErrey i Wie 


WAUNLHIVIAIYIV IVY =, ee, e,*,",2,6 


Figure 2-6 Sample PPLOG Display of a Failing Checkerboard 
Pattern. The Header Includes complete First 
Fail Information. 


STATIC TEST PLAN 993415 


FIRST FAIL AT? PACT CkAM STEP 


Cor 


P 8) 
CS 
= 


ODnw WFAA GND—- FS 


10 


INST% INST# 
W633 013 2un84 


KAM PAIL MATRIX e &® BAN ZERO, @& 


e RAD ONE 


{4 


11411113131 279292929294$33333333344644446666455555555556666 
012345678691 2345676901 23456749N323456789N123465678941234567890123 


@  VVADAPAAVADAVARPAKAYVAAAKHAVALYAYV.D 
AL WAAAY AVARPYAAAYVUVAY,AAAARDAVAVA 
AA @  AWDLAARYVAAAVAAAVYVAY AVAVAYVALA 
VAULNVUEUBANAWAVAAADDYABAHADALALL 
VANDA w®sAPVAYAYUVAAANHAVAUAAALVAPAV AVA 
VAVAALAUAAUUUR VI AVAL AVABAVAVALUYA 
VWAUVA Ae  AVUANAVAUAY AVAVAVALAY AUDA 
VAAAHP ALAN YAAAY ANAM AVIAVAYAULIAY Ay iA 
VANAYVU AD SHAN HYNAAAUAARAAGAAAAUY AAA 
VIAARPYVNAL LAP YAUAVDAY AVAWAYVAUAYL AVA 
AAAUHAPANA ®  VAVABYAIYVARUUPARUAL ALA 
AAAAAANVA AAV IT YVRAVAUVAYAAAVAVAVAYUAL A 
AALAPAUBAR AA  AAAVAA LAL AVAL IUYALA 
VAAAAAAANYUPALAAUAY AAANVAY ARAL ALA 
VIAVU IAW ADAAADY Am APY AVIA AAA AAY AY A 
VAAPAAAYAUNAMAAUYIWAWAAAYLAYAUIAY VAI 
VAUVAVRMUANYY AAWVALAVALAUANARY AY RVD 
PAAADAV YADA MARYA eu AYALAABRAUYL Ay A 
VAP AAVEP YY YUNA YAALZALTIYAGAUAAAY AYA 
PALS AAVV AYA AVL AAUAG , er AAVURYAYVUA 
AARVAIVYA AL AUEAAAUIAY SLACAARAALUL A 
AAMAAYAPAVUPRNI MA AUAWIAS mA AYANAY Air 
VL Arvivs AAAI AAR WAAAY AYALA AB IAAY AYA 
VAAMAY AAV LAW AVIAAA LY AWA Cet SE Ay Bg 
Vi AAU AIA AANAAY MANIA YS AL AUAAY AWAY AYE 
VAAL AAA AALY A AAL ASDA wy AY ALLY 
Vi AAP AWA AWAY, AYIAAAAA AIA ARAL AL AY AO 
Vr AP UL AWAY LAUYAAATAALY AL eA 
PAAPAABAAAAN LE AYP Ee AAAALUY AWAY EAL AL YUL 
AMAR WIA ITAA ALIAAAAN AA Y ALAA IAS we ttn 
MAIAAAV AAAI AY AAU AAU AY Ay ly 8g 
VAAAWAAWY DAY IA AIAA APIA AA AAY YY Ce 


Figure 2-7A Sample PPLOG Display of The First Position 
of a Failing Spiral Pattern (Walking Diagonal). 
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STATIC TEST PLAN 93415 | SN 14 


FACT Cram STEP 
INST# YInST# 
0633 ALS 1A243 


COL 


a% 
Oo 
= 


OPMPnNFUWAGN~- FS 


1a 


RAM FAIL MATRIX , 8 RAN ZERD, = & RAND ONE 


111911111122222222225333333333444444444455555555556666 
012545678915 23456769012345678903 2345678901 2345678901234567890123 


VAZPAVAAARUAAAYAAADZADADAAAHAL ALA 
VAAVAAAAAAVANHUANAVADAVALAUM, ava 
VANAURAUANVAVAVOAUAAAYVABALRARULALA 
VACHBAAARVUYALACANAVAVALAVUGAVA,@= 
© EN AVANAYAVUAAUAYUAVAAAYVAUAGAVAYLA 
VIVADAYGAPAKVDUYAAAALHYABRBABABABALA 
AAwe VANVAYVUHLAADUAKHANAVALVUANURL UA 
VAAL VUVUAAAAYDUR AR AAYVAVAUYAVAAALUALA 
VAVA@  2AnWWUAWAVALAE AAYBAUAUALAYA 
wAAAUL MAP UYRAMAAARBRYAYPVAVABAWAYIA 
VAUAN EP ® AVY AAUYAVALALAnAUAYLARAYD 
ANVY AUUNLARVAVAVAVAAIANNUARDAR BAYA 
VAVVAD He VPA ALAADAVMAAAIARARAY ALY 
AUVVEKUVAVAAL HAAR YVAYVALAYALUYAAYUR UMA 
UAV AAAC AVA ® YAY AAVYLARPALAYAAACAPRA 
VAL AUAVAKAYTVUMAAVUNYACALALAYAYV AYA 
AADAA MAW AAA ZA &  YVARAAYVVYALRAMANALALP 
ViAVALC AAU HARV IK ARAYAVAV AVAL RaAaAWN 
AAVAVRAAADUVY AL Am APL AY ANAUA ANAL AYA 
ViPARVYARLAAGLAAAALaAYAYAYAL AKA ALA 
AAUP AR AR UA FORAY TULA YAY AV AAA ALE 
VAVANYUWAUUY WiAt eA, eV Pui AYiAAAYALUuYY 
AM ANAVALRAVUNAUAALDL AYALA LHMNALAYE 
VALAV AVAL AV VA AAA ev AV EViOnALAVA 
VYAVAVYVYDAAVIADAYLANAAARAYVAL AY AAAY AVA YA 
AA DAAA MARA YL AAA IAV AIA. meV ANA AY A 
VAVDAARMAALL VY ALVAARAL ULAR LALA ALAUA 
VATA AM UANDA ARIZ AAAI ASA. ePANKUAUY 
VAYVYAUA AAV AWE AR AYEAYWAUO J APAV WD 
VAVAAY UAE CAV ALAAAVAY AVUY, wer AV PEA 
PAA AAA AZARAE ADA AUAAYVANMYAYL A AAY OA 
VAABAL AANA AAV ALAN ANB OAY LUD. wy Aue 


Figure 2-7B Sample PPLOG Display of the Fourth Iteration of 
a Failing Spiral Pattern (Walking Diagonal). This 
Map Illustrates the use of the Commands: /. PPLOG 
STEP 10243 or /, PPLOG WALK 4. 


STATIC TEST PLAN 93415 SN 15 


FIRST FAIL ATS FACT CRAM STEP ROW COL 
INST INST# (x) = (Y) 
0633 w13 on53 a ". 


RAM FAYL MaTRYIX , & BAN ZERO, = & BAD ONE 


COL 11222722222233833333333444444446455555555556666 


LLid) 
23456 7001254567 80n. as asavosatasaseregsielaeaseces ec. 


1 
01236567899 


yt) 
Lo 
= 


SQOYVAVVAAUAUG ME HADHAAHOAKAYHRAALALA 
VLAAARAAVAVADAKHAVAVALABAVANVAUAYA 
AASBYVMUNAUHKEYVUAAYAVUAARARAGAAAUALUYVA 
VAC LS APAALAVUAULRRAYUARANVALHOBAYDAVALA 
AAAA BOK AHDZAVAURUAYANALAYVALHARALAUA 
VAAAGLUAKVAARUYVVALYHAABHAAANAAAUDA 
VAADAAPABUMUANDAYADALAVAVAAAYAVULA 
VAAAAAYLAAUAAAM ANY AUAVAGATAvYAVYE 
VAD AV AVABGANDACHAPALAAAL AL ADAYAKK 
VALABDHUVAULYADAAAAAVACABAYMCAGAGA 
1a VA AAP AADAK BR DAADDUAY OVAVAYVALGANIVA 
i1 VAAAUYA AA AAV LAAWVAAZARRLAKAYVALAYAA 
12 VAVAAAADBDUPVARGUAVAABRYOAYL AADANAUAUIA 
135 AAVAVAVANAUHALBAYELAVERAALnYALYaAYA 
14 ADAVARAL AVA ZALASRDYUUUALAYVALAVAVA 
15 YVPAUAAVEAAADAUAV AGL AUAADAVALFYARUL A 
16 AUVVADAHAAPULYUUBAYLALADAAAY YAY ALE 
17 SAAAAP LA AL YARD DAQAYVAARAALALAY ALI 
18 MAAAARAUVIAAZRUAARAAL AY ARADAWALPAYVE 
19 LAK ADALAADLABAARUADBAAVLAAARYUR ALA 
CA NAABBDAVAARVEVALAAAARLAYADnARAY ALA 
2 i AAV ARAAAYAYVDLYAE ALAA CEP AAL AL ACD 
22 AALPAVAANPR UAV AY AAALAAAYLAVARAYL Ty Pe 
23 VRVPAAADRADURUAVAUDALY WADA AALAYV AVE 
264 ARAPWLAADE AP YA ABAD AL AY ALAYAGULSA 
25  VAAAAALAAPA AM ANAK ALAZAYV ABM AULCAL B 
26 VAUAAPAAANAALETNANAVIAAAANS OL ALA 
27 V BAAAP YALA AL AA TAAA IAL AYA ARBAAVA 
CR VAVFAA AWD APY EAAPASALEAUL AVY AY ALA 
29 VAVAAA CAD ANA AAU AAI ARAL AYAY AB GUA 
SP VA AAARAAAAY A AUS FAA Ay My VA AA DY FA 
34 VAAL P ARS MAACO A ABV ASACAAAY AY ARG 


OMnNDaGaaBnNwe ys 


Figure 2-8 Sample PPLOG Display of a Spiral Pattern in Which 
the ALL Parameter was Specified, Resulting in the 
Printing of a Hexadecimal 6 over the Failing Characters. 
This Indicates That Pins 28 and 14 Failed. 


STATIC TEST PLAN 93448 SN 35 
FACT CRAM STEP 
INST# INST# 
0633 014 1923. 
RAM FAIL MATRIX , & BAD ZERD, = & BAN ONE 


COL 1121214111279 222222923229033833393933334444644646455555555556666 
01234567597 4234567891 2346567690123456789V12345678901234567890123 


p ¢) 
Cc 
= 


LYAVAARVALAAAGAYIA 

LLAPAAVAVMAVBAVAUA 

VAL ANVAVAAAUAADCANUABAAADAVRDAYLAURAAKA 
FAALAPRAVAPAAAAAALNURAAYAAALHLALA 
VAVBLALGAGVAUYAUAAAGAYGADZAGVAGAL ALA 
VAVAWLAAVYOAPARCAVAACAAAYAUR YA, AU 
VARA AUY LAAPYUYGAAAVALAANAKLAGAMAL AVA 
VAAAAV ALY AAAVEURAAVAYAUAY AAA AUL 
WAM AAALAYLAARVMUNAYAAAHVANAUVAUAYV AUDA 
VAPAPAAVAPYULAALALALARP UN YE AE YAYEUGE 
LA PAVAABALAAALYEGAAADARPRALAYVAVAU~ALVH YA 
Li AAR ANAAAALE FAP YAAAD AVAL ALAULYUUES 
12 PARAL AADAAVALAAAADGALAY AVAVAL BIB 
13 PAYVAAUHAAQVAVAAYLNADUAL ADAUNAKDYAYVAUA 
14 YVAVRVEYACADYAYALANAPAAMAAYUYAUL EY 
15 CUVAALMAAPLAAFOLYUAVAYVAGLORUAADIA 
14 VANAUVNAAAYAAYLRALACAAAAAAYDYAMAL A 
17 = VAYUADALAAAVYAYVAABMALHAVAARP LAY AV AVE 
LB LAAN ABAUDBUA NANA CALALAAIBO AAV AVAMD 
19 DAH AYVAVAVHYAUAVAUAYLAAPALAYAAUYA 
26 PA 4ZAAP LAER ELAALAAYLALALAZADACALUUD 
ei ARDY AUVAARYVAVEMAYVAVAALYR CO ALBPU TA 
22 FAV AAAVUAAARZOVAAL EEL ALYY AL EY Gag 
PaN) WAAPAYVY Any AB WABGANGU ME AY TA Avaln 
24 VV AAPALE ZARA AADYAIAAUPAAPLALOYAY Av? 
2H LAVA E MALE AZVPAWAURALOALVAMAYI LAY BR YYD 
26 VAVAAlL FAVNAAARASAAAYVAUAYPARP LALA 
SP VAAPARABAAAAUB EAL AYAVEUV AL Ay Leal 
28 ADAAWAAAMAVAYAYAAULAAAY MIAAFLRAL 
29 VAAAAGHAWEY AADAL AWAY AAA AL GAUAY Priv 
SA YALL AAWADAV AVE IL AVAKAYAYAIAVBAL YUP 
3] AAAP AA VANAARBIALLICAYUAALZANAL I$ ie 


OPN DT ABEGGN DB 


Figure 2-9 Sample PPLOG Display Illustrating ‘Holes’ in the 
Failmap Resulting From Incorrect Values of XMAX or 
YMAX, or Other Programming Deficiencies. In This 
Case the Pattern Representation May Also Be Inaccurate. 


SvTaric TEST PLAN 99445 SN 34 


FIRST FOIL atv? FACT CRAM STEP ROW COL 


19 


INST# TySTH (xX) CY) 
C77 QBAbw 1Vi25 eC g) 
RAM Fall MATRIX ., @ §$aN ZEQC, © & RAND ANE 


VNLILVAPL LAA 2D OPI ASEISSG38RSIGA4464446645 5555555556664 
WIP RARRT EVEL ESG5OT AYU ESOSOTRG L2G A5O7BQUY 23456789425 2365678908123 


Figure 2-10 Sample PPLOG Display of a Diagonal Pattern in Which the 


FAIL Parameter was Specified, Resulting in a ‘Fails Only' 
Map. Maps of Large RAMs may be Produced More Quickly 
by the use of this Parameter. 
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STAT\A 


CRA 


STEP 


X,Y 


DATA 


XR Xn 
XR Yn 


IF 1/2 


NOTE: 
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TEST PLat 9$415 SN 58 

CRA STEP x Y OATA XR X{ XR ¥1 IFi/2 
1 R 2n5] A 1 3 ’) 23051 
e y 24452 Si $i ! 3 Q 1 
3 4 2u5s 1 2 4 @ { 
4 Q 2A54 3 31 vl 4 0 1 
5 a \ aust 2 gy 1 5 "4 t 
6 9 avud54& 29 31 | 5 2 t 
7 5 2057 3 } 1 6 Y,) 1 
8 9 ava 23 31 a) 6 Y, i 
9 8 2ANQ re ‘sy 1 a 2 | 

1a g ana 7 31 7 Ye 
LA & 2voj 5 A 4) 8 ”) 1 
12 <) DAH? 25 $1 A 8 M%) 1 
13 | PAS 6 A 1 9 a i 
14 y PUG 29 31 i 9 A 1 
15 a 2°65 7 v Vv iu v 1 
1/ 9 2AA4H 24 3j1 v i¢ a 1 


The control RAM address. This value is obtained from register #126 
(alternate bank) and is not pipeline compensated. See note below. 


Total PPM cycle count since beginning of test. This value is obtained 
from register #1!707 in the main bank and #1707 in the alternate bank, 
and is pipeline compensated. 


Actual coordinates of cell accessed. Obtained from register #060 and 
#1062 in the alternate bank which are pipeline compensated. 


Actual data generated by PPM according to specified data equation. 
Obtained from registers #060 and #062 in the alternate bank which are 
pipeline compensated. 


Contents of requested index register (1-3). Obtained from registers 
#102, #104, and #106 in the alternate bank which are not pipeline 
compensated. See Note below. 


Contents of requested index register (1-3). Obtained from registers 
E102, #104, and #106 in the alternate bank. Begins with total step count 
at initial fail and continues with the number of intervening steps between 
each read or fail if FAIL was specified. This data is pipeline 
compensated, 


As indicated above, the CRA and XR trace data is not pipeline 
compensated and is, therefore, out of sync with the other data. To 
correct for this. a convenient point should be selected in the X/Y column 
which corresponds to a particular transition in the XR column, and a line 
drawn through both points as illustrated above The same principle may 
be applied to alligning CRA with the rest of the data. 


Figure 2-11 Sample PPLOG TRACE Output Listing 


STATIC TEST PLAN POS414 SN 4 
PIRST FAIL ats FACT CRAM STEP ROW COL 
INST#® INST# (x) ¢Y) 
A244 aA4 257 6 14 


RAM FPATL MATRIX , 


# BAN ZERO, 


oe B BAD ONE 


COL 11234194111 222222222233333333334444444444695555555556666 
012345678903 2345678901 23465678904 23456789012345678901234567890123 
ROW 
A BAGPARAMMA4ABAAA TOPO statements TOPO 6,14 
1 AADADABABHLABAVA from PPM program: TOPO 7,15 
: OGAAAVAUABMeAvADA TOPO 4,12 
VAVABABAUABHEVAAA : TOPO §$,13 
4 peaneanaveveenya ee TOPO 2,30 
5 vavaenunvporoeua ished y ¢ TOPO 3,11 
6 aAngAanenununaveen TOPO @,8 
7 HavAvevALOVALAAe /. PPLOG TOPO 1,9 
A eAVBVAVADABAHEOA : TCPO 9,1 
9 AegAArvanAvanPee TOPO 8,2 
12% ¢AwPYguuvAaravALA TOPO 11,3 
1 { VAARBAUDAAALZAAALA TAPO 18,2 
12 eABAeALAGABABAVA TOPO 13,5 
135) BbnAReAAAADBAAAUD TOPO 12,4 
14 YANAVA-RBAABAUAAD TOPO 15,7 
15 vVAVvAARAmgavaepen TOPO 14,6 
STATIC TEST PLAN PO34SL SN 4 
FIRST FAIL avs FACT CRAM STEP ROW COL 
INSTwe INST# (x) (Y) 
vo4a “na 257 6 {4 


COL 


@ 
Oo 
= 


SBaor san’ aN ® 


wAM PATL MATRIX 


LULL LIVANANPAAHALLLL POP R DPOB ASSSSSISSSSGAGAGAGAGES5S5555555566686 
BS23A0LE9IASASATAB7TBIVIASIASO7TEIU A2EGSETAIA{ZIA5OFBGAL 234567890123 


PAVADPSZAUVAYVAABAD 
YehAAAPAAAALAAAWA 
VARMAAAVAAARAAAADA 
YAYWeAUVAAVAY PARADA 
PUA AA aMAAAAAVAARYVA 
UVNNAR HAAR WABVDUA 
CAAAAR PADAAAWAUA 
VAAW ARP APAAAGAAUY 
UAAABV AA MK YAGAUA 
UAV AUP AAV eC YLUAVYA 
VAD ABAPAAD CAV AUN 
YVAVAADAAAYULC OCU UD 
AANAARAP BAVA SAAD 
VAAAUNRPUAAYV MAA eUA 
AAAAHDAUAAKYAAR eR 
ViAPAVDARABAPYAAAA®@ 


. ® RAD 7ERC, » @ BAND ONE 


Unscrambled fail map 


produced by TOP) 
parameter: 


7. PPLOG TOPO 


Note Row and Col addresses 


are scrambled according to 
TOPO statements above. 


Figure 2-12 A Sample PPLOG Display of Scrambled and Unserambled Failmaps 
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2.6 DATAIO 


2.6.1 


2.6.1 


Introduction 


_DATAIO permits file-oriented I/O functions to be performed from FACTOR 


language programs. Data input/output is permitted to both dise and 
magnetie tape units using either variable or fixed-length records. Dise I/O 
may be carried out with files located in working storage, files opened by the 
user via the VKT, or files opened by the FACTOR program using DATAIO 
implemented statements. 


FACTOR DATAIO Call Statement 
The FACTOR statement required to load and initiate DATAIO has the 
format: 
EXEC DATAIO (opcode, IO flag, buffer, device); 
Each DATAIO eall statement parameter list must contain values for all four 
parameters. 
Parameter Description 


opeode - A constant, variable, or array element the value of 
which specifies the operation to be performed. The 
following opcode values are permitted: 


Value Description 
0 open file (tape rewind) 


Read one reeord from device into buffer. 


Write one record from buffer to device. 


Close file (write tape end-of-file mark). 


Pe © DO Fe 


Skip N records (+N means go forward, -N 
means go backward). 


o Position to reeord N. 
Skip N filemarks then position after file 
| mark (tape only). 
7 Position after filemark N (tapeonly). 
IOflag DATAIO operation status/error return location An 


integer value is placed into this location by DATAIO 
to specify the status of the last operation requested 
by the ealling program. 
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The following IO flag values are permitted: 


Value Condition Specified 

0 or positive Operation successfully completed. 

value 

af | a. Read operation - end of file 
reached. 


b. Write operation - end of file 
space or end of tape detected. 
e. File can't be accessed. 


~2 Error - needs operator attention or 
maintenance. 
~3 | Error inealling statement. 
-4 Data overflow. 
buffer A constant variable, or array element which may 
specify: 


1. The name of an array which contains data to be 
read or written. 

2. Reeord length when opening fixed record length 
file. 

3. The value of N for the operations specified by 
opeodes 0, and 4 through 7. 


device A constant, variable, array element or array name 
which specifies the device to be used for the DATAIO 
operation. The value or array name which may be 
assigned to "device" is: 


Value Unit Specified 

-1 Tape unit 0, the standard magnetic tape 
unit. 

-2 Tape unit 1, the optional magnetic tape 
unit. 

0 File in working storage (Use DOF PMF 
header). | 

1 Dise file (DIF PMF opened and closed via 
TOPSY commands). 

2 Dise file (DOF PMF opened and closed via 
TOPSY commands). 

PMF Name of an array which econtains 70 


elements or more. 
NOTE 
The use of the PMF array and of DOF and DIF 


headers are described in detail in paragraph 
2.6.3. 
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2.6.2 


2.6.2 


DATAIO Magnetie Tape Operations 


Reeords written to or read from Magnetic Tape are always considered 
variable-length records. When a record is written, it's size is determined by 
the buffer size used. The minimum record size is six words. For example, | 
the statement sequence: 


DCL ARAY [15]; 
READ (CR) ARAY; 
EXEC DATAIO (2, IOFLAG,ARAY,-1); 


would read a 15-word block from the Card Reader and would write a 15- 
word record to Tape Unit 0 (Standard Unit) starting at the current tape 
position. In a similar manner, the statement sequence: 


DCL ARAY1[20]; 
EXEC DATAIO (1,IOFLAG,ARAY1,-2); 


would attempt to read a 20-word record from Tape Unit 1 starting from the 
eurrent tape position. 


A group of records on a tape which are separated from another group by a 
tape mark is referred to as a "file". Operation code 3 of DATAIO controls 
the writing of a Tape Mark. ‘Tape Marks are also referred to as "File 
Marks"; these terms are used interchangeably in the following descriptions. 


The magnetic tape operations which may be initiated and controlled using 
DATAIO are deseribed, individually, in paragraphs 2.6.2.1 through 2.6.2.8. 
Each description contains: 


1. the general form of the FACTOR statement required, 

2. a brief description of the operation initiated, 

3. a list of the specific error and other conditions which may occur during 
the specified operation and the IOflag values which may be returned to 
the calling program. 


NOTE 


The parameter "device" in the FACTOR 
DATAIO- eall statement presented in 
paragraphs 2.6.2.1 through 2.6.2.8 must be 
scalar variable or constant which has either 
the value -1 (standard tape unit) or -2 (optional 
tape unit). 


1 REWIND 


General Form: | 
EXEC DATAIO (0,1Oflag, buffer, device); 


Parameter "buffer is not used; it may be assigned either a scalar value or an 
array name. | 


Operation Performed: 


The magnetic tape unit specified by "device" is issued a Rewind command. 
DATAIO does not wait for completion of rewind before returning control to 
the calling program; this, rewind and program operations are overlapped. 
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Iof lag Returns: 


VALUE . CONDITION 
-2 Seleeted unit is unavailable. 


2.6.2.2 WRITE 
General Form 


EXEC DATAIO (2, IOflag,buffer,device); 
Parameter "buffer" must be the name of a previously declared array. 


Operation Performed: 


The contents of the array specified by "buffer" are written, as a record, onto 
the magnetic tape unit identified by "device". 


1Oflag Returns: 


VALUE CONDITION 
0 Successful operation 
-] End-of-Tape (EOT) encountered 
= Tape unit unavailable or no write ring installed 


on tape reel. 
-3 Error in calling sequence (e.g., buffer is not an 
array or is less than 6 words in length). 
2.6.2.3 READ 
General Form: 
EXEC DATAIO (1,IOflag,buffer,device); 
Parameter "buffer" must be the name of a previously declared array. 
Operation Performed: 


A record is read from the specified magnetic tape unit into the array 
identified by "buffer". Differences between the record and array lengths 
result in specifie IOflag returns and DATAIO actions. 


Iof lag Returns: | 
VALUE CONDITION/ACTION 


0 a. Record<Array, underflow is not an error 
eondition. All of record is read into the 
specified array and unused array elements are 
set to zero. 

b. Record = Array, normal condition. 


4 Record > Array, overflow error condition, the 
array is filled but the remaining record input 
words are lost. 


-1 The Tape Mark was read, the contents of the 
array specified by "buffer" ramain unchanged. 
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VALUE CONDITION/ACTION 
-2 Specified magnetic tape unit was not available. 
-3 Error detected in calling statement. 


2.6.2.4 WRITE TAPE MARK 
General Form: 
EXEC DATAIO (3,1Oflag,buffer,device); 


Parameter "buffer" is not used; it may be assigned either a sealar value or 
an array name. 


Operation Performed: 


A tape mark is written onto the tape contained by the specified magnetic 
tape unit. The Tape Mark is written into the current tape position. 


| 1Oflag Returns: 


VALUE CONDITION. 
=2 Specified magnetic tape unit is unavailable. 


2.6.2.5 SKIP N RECORDS 
General Form: 
EXEC DATAIO (4,1Oflag,N,device); 


Parameter normally specified as "buffer" is used to specify the number "N" 
of skips which are to be performed. The parameter "N" must be a scalar 
variable or constant; it is positive for forward skip operations and negative 
for backward skip operations. 


Operation Performed: 


The tape contained by the specified magnetic tape unit is moved from its 
eurrent position either forwards or backwards over "N" records. 


NOTE 


The skip command should only be used while 
reading a previously written tape. 


Tape marks are treated as records during skip 
operation, therefore, it is possible to skip into 
a different file inadvertantly. The use of a 
position command avoids this problem for 
backwards skip operations but requires more 
time. 


1Oflag Returns: 


VALUE CONDITION 
-l An End-of-Tape (EOT) mark was encountered during a 


forward skip operation. 
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NOTE 


A Beginning-of-Tape (BOT) mark encountered during 
a backward skip operation halts the operation but 
does not cause an error indication to be returned to 
the calling program. 


-2 Specified magnetic tape unit is unavailable. 


#3 An error was detected in the calling statement. 


2.6.2.6 POSISION TAPE TO RECORD N 
General Form: 
EXEC DATAIO (5,1Oflag,N,device); 


The parameter normally specified as "buffer is used to specify the number 
"N" of records from the tape BOT that the desired position is located. The 
parameter "N" must be a sealar variable or constant. 


Operation Performed: 


The tape contained by the specified magnetic tape unit is rewound to its 
BOT then it's moved forward through "N" tape marks. 


A value of zero assigned to the "N" parameter causes the tape to be 
positioned to its BOT and to the beginning of record 0 in file 0. 


lof lag Returns: 


VALUE CONDITION 
-1 EOT encountered during forward skip. 
-2 Tape unit unavailable. 
-3 Either a non-sealar or a negative value was assigned 
to "N". 


2.6.2.0 SKIP N FILE MARKS 
General Form: 
EXEC DATAIO (6,1Oflag,N,device); 


The parameter normally as "buffer" is used to specify the number "N" of file 
mark which are to be skipped over during the specified operation. The 
parameter "N" must be a sealar variable or constant; it is made positive for 
forward operations and negative for backward skip operations. 


Operation Performed: 


The tape mounted on the specified magnetic tape unit is moved forward or 
backwards (depending on sign of N) over "N" file marks or until BOT or EOT 
are encountered. 


During backward skip operations the tape is stopped after skipping the "Nth" 
file mark and is then moved forward back over the file mark until it is in 
position just before the first record in the Nth file. 
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1Oflag Returns: 


VALUE CONDITION 
-1 EOT encountered during forward skip. 
-2 Tape unit unavailable. 
-3 A non-sealar value was assigned to "N". 


2.6.2.8 POSITION AFTER FILE MARK N 
General Form: 
EXEC DATAIO (7,IOflag,N ,device); 


The parameter normally specified as "buffer" is used to specify the number 
"N" of files from the tape BOT that the desired position is located. The 
parameter "N" must be a scalar variable or constant. 


Operation Performed: 


The tape contained by the specified magnetic tape unit is rewound to its 
BOT and then it is moved forward over "N" file marks. 


A value of zero assigned to the "N" parameter causes the tape to be 
positioned to its BOT and to the beginning of file 0 the first file on the tape. 


‘1Oflag Returns: 


VALUE CONDITION 
-1 EOT encountered during forward skips. 
-2 Tape unit unavailable. 
-3 mene a non-sealar or a negative value was assigned 
O ‘ 


2.6.3 DATAIO Dise File Operations 


The following paragraphs describe the dise storage and access requirements 
that effect DATAIO operations, dise file formats, and the individual dise I/O 
operations which may be implemented by DATAIO. 


2.6.3.1 DISC STORAGE AND ACCESS REQUIREMENTS - The storage area on the 
dise is referred to as "Peripheral Memory"; files stored in this area are 
referred to as Peripheral Memory Files (PMF). 


Dise PMF access operations require the establishment of file management 
areas, referred to as "PMF headers", and buffers in CPU memory. The 
system maintains separate DIF PMF and DOF PMF headers and their 
associated buffers in CPU memory for use in dise file access operations. 
Normally, the systems DIF PMF and DOF PMF headers and buffers are used 
in all dise file I/O operations, DATAIO, however, provides users with the 
ability to establish their own PMF header and buffer area in CPU memory 
for any desired input or output operation. 
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2.6.3.2 USE OF DIF AND DOF PMF HEADERS - Disc file operations in which the 
DIF and/or DOF PMF headers are to be used require that the file(s) involved 
be opened using the TOPSY command: 


/. OPEN DIF 'filename' 
or 
/. OPEN DOF ‘'filename' 


Since the system maintains separate PMF headers, both DIF and DOF files 
may be open at the same time. 


Once opened by TOPSY commands, DIF and DOF files may be accessed by 
DATAIO. In such cases, the DATAIO eall statement "device" parameter is 
used to specify which PMF header is to be used: 


i "device" = 1 specifies a DIF PMF header, 
yas "device" = 2 specifies a DOF PMF header. 


The DOF PMF header is also used by DATAIO for I/O operations with files 
located in the dise working storage area. Insuch eases the DATAIO eall 
statement "device" parameter is assigned the value 0. 


2.6.3.3 ESTABLISHING AND USING A USER-DEFINED PMF HEADER - To define 
a PMF header, the user must establish an array with a minimum of 70 
elements prior to the call for the desired DATAIO operation. The array, 
referred to as "PMF" for this description, must have the following structure: 


Element(s) Content/Use 
PMF[1] and [2] Filename 
PMF{[3] Job number (0 for eurrent job) 
PMF[4] through[22] Reserved for DATAIO use 
| (bookkeeping) | 
PMF[23] through [70] Dise buffer (DATAIO use only) 


The size of the array (i.e., the buffer area) may be increased in increments 
of 48 words each. The time required for an overall data transfer is 
decreased as the size of the array is enlarged since fewer disc access 
operations are required if more data is transferred during the same transfer 
period. 


The use of a defined PMF header is specified to DATAIO by using the array 
name of the PMF header as the DATAIO call statement's "device" 
parameter. For example, to establish a PMF header array named PMF1 for 
DATAIO operations with the file named PREDAT, the user must include the 
following FACTOR statements in his/her program: 


DCL PMF1 [70]/'PRED','AT',0/; REM DEFINE ARRAY; 
EXEC DATAIO (0,FLAG,N,PMF1); REM CALL DATAIO; 


DATAIO uses the defined PMF array as both a bookkeeping area and a dise 
buffer. The bookkeeping are provided by the PMF array enables DATAIO to 
perform functions which may not be earried out during magnetie tape 
operations and DATAIO operations in which DIF PMF or DOF PMF headers 
were specified. These functions are: 
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Files may be opened by DATAIO. 


Fixed-reeord files may be written, read, and positioned with far lower 
disk and software overhead than variable record files. The record 
length of a fixed-record file which is to be used for write and/or read 
operations is set by specifying a scalar value N for the third calling 
parameter (i.e., "buffer") when opening a file. Files that are to be 
read-only have their type and record size by DATAIO. 


_ File names are not restricted. DOF files opened by TOPSY must have 


names starting with a period (.). This does not apply to files opened by 
DATAIO. 


Files in other Jobs may be accessed. For example, if the current job is 
'TEST' and it is required that a file named PREDAT in Job 'DATA' be 
used, the PMF array would be declared as 


DCL PMF1[70]/"PRED','AT',"DATA'/; — 


Failure to specify a Job causes default to the current Job. It is not 
possible to aecess files in System Job. 


Filenames may be input from the keyboard or other peripherals. The 
following FACTOR coding will read the filename and Job from either 
the VKT or PID; 


DCL PMF1[70]; REM SETUP PMF HEADER ARRAY; 

DCL NAME[2], JOB; REM SETUP JOB NAME ARRAY; 

READ &NAME; 

READ &JOB; 

PMF1[1] = MA,E[L1] ;PMF1[2] = NAME[2]; REM NAME TO PMF; 
PMF1[3] = JOB; REM JOB NUMBER TO PMF; 


CAUTION 


All words with the PMF Array except the first 
three are for the use of DATAIO only. 
Violation of this rule causes unpredictable 
results which may include the destruction of 
the disk contents. 


2.6.3.4 DATAIO DISC RECORD AND FILE FORMATS - Files written to dise may 
be of either variable or fixed record length. The dise format for variable- 
length records is shown in Figure 2-13 of this subsection. 


As shown in Figure 2-13, the first word of a variable-length record file is 
always set to zero to indicate that the file consists of variable-length 
records. The first word in each subsequent record will specify the size of 
the record. The size of a variable-length record is specified when the file is 
opened and the records are written. Variable-length files are not written in 
a random fashion, they must be written in a serial fashion. 
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WORD 1: ALWAYS ZERO 
N, = SIZE OF RECORD 1 


Ny WORDS OF RECORD 1 


N, = SIZE OF RECORD 2 


Z 


N. WORDS OF RECORD 2 


2 


Figure 2-13. Dise Reeord Format for Variable-Length Records 


NOTE 


Attempting to write a variable-length file in a 
random fashion may result in the destruction 
of all following record length indicators, thus, 
making the file unreadable. Write operations 
may be started at a specifie record position as 
long as all subsequent writes are performed 
sequentially. ! 
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The dise format for fixed-length records is shown in Figure 2-14. 


RECORD SIZE N | RECORDS, N WORDS EACH 


Figure 2-14 Dise Format for Fixed-Length Records 


The first word in a fixed-length record file is set to the desired record 
length by DATAIO. The DATAIO call statement "buffer" parameter is set to 
the record length desired when a fixed-length record file is opened for its 
first write operation. Once a file has been written into, subsequent read and 
write operations may be done in a random fashion by using the positioning 
DATAIO command. 


The mechanism for handling fixed-length files requires a bookkeeping area 
which must remain available to DATAIO after the file is opened. For files 
opened using the PMF array option, the PMF array is used for this puspose. 
Similar space does not exist for siles using the DIF and DOF PMF headers, 
thus, such files must be written as variable-length files. Fixed-length files 
may be read using the DIF PMF header but may not be written using the 
DOF PMF header. 


For either type file, the effective length of the file depends on the operation 
being performed. For a read operation, the length of the file is the highest 
numbered location previously written. For a write operation, the length of 
the file is the total assigned file length. When positioning within a file, the 
file length depends on the previous read or write operation. 
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2.6.4 DATAIO Dise File FACTOR Statements 


The individual operations which may be initiated and controlled using 
DATAIO are described in paragraphs 2.6.4.1 through 2.6.4.6. Each 
deseription contains: 


1. the general form of the FACTOR statement required, 
2. a brief description of the operation initiated, 


3. a list of error and other conditions which may occur during the 
specified operation together with the IOflag value for each. 


NOTE 


The parameter "device" in the FACTOR 
DATAIO- eall statements’ presented in 
paragraphs 2.6.4.1 through 2.6.4.6 must be 
either a sealar variable or constant, or the 
name of a user-defined PMF header array. If 
"device" is a sealar variable or constant, it 
must have the value-1 (standard tape unit) or - 
2 (optional tape unit). 


2.6.4.1 OPEN FILE 
General Form: 


EXEC DATAIO (0,1Oflag,N,device); 


The parameter normally specified as "buffer" is used to specify the length 
"N" of the record(s) (i.e., number of words) to be contained by the opened 
file. 


Operation Performed: 
For "device" = 0 or 1 (DIF or DOF PMF headers), DATAIO checks to ensure 
that the file had been opened by a previous TOPSY command. 


For "device" = 2 (working storage file), DATAIO opens working storage using 
the DOF PMF header for the required management functions. 


For "device" = PMF array name, DATAIO opens the file specified in the 
array temporarily switching jobs, if necessary. 


In all of the preceding operations, the opened file is set to start operations 
at the first record of the file. 


If a record length value (i.e., "N") is given during a PMF array operation, it 
is saved by DATAIO as a tentative fixed record length. If a value is not 
given, variable-length records are assumed. 


Iof lag Returns: 


VALUE CONDITION 
0 Operations completed sucessfully 
~] File either not found or can't be opened 
-3 PMF array too small. 
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2.6.4.2 READ 
General Form: | 
EXEC DATAIO (1,1Oflag,buffer,device); 
Operation Performed: 


For read operations with a file specified by a DIF PMF header (i.e., "device" 
= 1), DATAIO first cheeks to ensure that the file has been opened; it then 
reads the file type and record length specifiers from the first word of the 
file. DATAIO then reads the next consecutive file record into the device 
buffer identified by the "buffer" parameter. 


For read operations in which a PMF header array name was specified by the 
"device" parameter, DATAIO opens the file named in the array, reads the 
file type and record length specifiers from the first word in the file, and 
then reads the next consecutive file record into the device buffer identified 
by the "buffer" parameter. The file type and record length values read from 
the file will override any values assumed when the file was opened and will 
be used in any subsequent write or position operations. 


The effective (actually used) length of a file depends on the type of PMF 
header being used. A DIF PMF header file is opened as an input file; its 
effective length is the length specified when the file was lat closed at the 
end of a write operation. A DOF PMF file (including a working storage file) 
has the entire assigned file space as its effective length. Files using a PMF 
header array are dynamically allocated. An EOF error condition is returned, 
via parameter "IOflag", for both PMF header and DIF PMF header files 
during read operations. 


lof lag Returns: | 
VALUE CONDITION 


0 a. Reeord < Buffer, underflow condition which is not 


considered an error. The input characters are read 
into the buffer and any unused locations are set to 
Zero. : 

b. Reeord = Buffer, normal condition. 


-4 Record > Buffer, overflow error condition. When the 
buffer is full, excessive input characters are ignored. 

-1 End of File reached. 

-3 Error inDATAIO eall statement. 


2.6.4.3 WRITE 
General Form: 
EXEC DATAIO (2,]Oflag,buffer,device); 
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Operations Performed: 


DATAIO checks the file (specified in the header identified by "device") to 
ensure that it is open. If the file is open and this is the first write to the 
file, the file type and record length specifications stored in the header being 
used by the previously executed OPEN statement or TOPSY command are 
written into the first word of the file. After writing the first file word, if 
needed, DATAIO transfers the contents of the device buffer areas identified 
by the parameter "buffer" into the next available dise record. 


If a user-defined PMF header array name is passed to DATAIO as the 
"device" parameter, DATAIO will use the length and type specifications 
assigned when the file was opened. 


If a DOF PMF header indicator (i.e., 0 or 2) is apssed to DATAIO as the 
"device" parameter, DATAIO always assumes that the file to be written into 
is a variable-length record file. 


Underflow or overflow conditions may occur when writing into a fixed- 
length record file. | 


Iof lag Returns: 


VALUE CONDITION 
-4 Buffer > Reeord, overflow error condition. When 
record is filled, excess input buffer characters are 
ignored. 
0 a. Buffer = Reeord, normal condition. 


b. Buffer < Record, underflow condition which is not 
taken as an error. The input buffer characters are 
written into the record; unused character locations 
are set to zero. 


2.6.4.4 CLOSE FILE 
General Form: 
EXEC DATAIO (3,1Oflag,buffer,device); _ 
Operations Performed: 


During close operations, the effective (i.e., used area) size of the file 
specified by the "device" parameter is written back into the dise directory 
entry for that file. In closing a working storage file, the file type directory 
entry is set to "DATA" to permit any subsequent DOPSY CREATE operation 
to be correctly performed. 


The value of the effective file size written into the dise directory is 
determined by the last performed read or write operation since it consists of 
the number of the last record read or written. 
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A file may be inadvertantly truncated if it is closed after being partially 
read since the new effective size of the file which is returned to the disc 
directory is the number of the last record read. To avoid truncating a file 
after a read operation the user may: 


1. ‘position the file to its last record before closing it, or 
2. not close the file. 


A working storage file which is to be referenced by a subsequent DOPSY 
CREATE command must be closed. A file must also be closed if any data 
had been written into the file beyond the file's previous last record. 


lof lag Returns: 


VALUE CONDITION 
-2 File not found, system error. 
-3 File was not open. 


2.6.4.5 SKIP N RECORDS 
General Form: 
EXEC DATAIO (4,IOflag,N,device); 


The parameter normally specified as "buffer" is used to specify the number 
"N" of records which are to be skipped over from the current reeord. The 
parameter "N" must be a scalar variable or constant; it must be a negative 
value for backward skip operations or a positive value for forward skip 
operations. | 


Operations Performed: 
NOTE 


This funetion may be used only for those files 
which use a PMF header array, since the 
current record number is known only for files 
of this type. 


In skip operations the pointer used to identify the next file record which may 
be written into or read may be skipped either backwards or forwards over a 
specified number of records. The number of records to be skipped and the 
direction the pointer is moved in are determined by the value and sign of the 
parameter "N". 


lof lag Returns: 


VALUE CONDITION | 
-1 The EOF was detected, the pointer is positioned past 


the last file reeord. 


-3 Too large a negative value was assigned to "N". The 
pointer is positioned before record zero of the 
specified file. 
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2.6.4.6 POSITION TO RECORD N 
General Form: 
EXEC DATAIO (5,IOflag,N,device); 


The parameter normally specified as "buffer" is used to specify the number 
"N" of the reeord to which the file pointer is to be positioned. The 
parameter "N" must be a positive scalar variable or constant which is 
greater than or equal to zero. 


Operations Performed: 


The record pointer of the file identified by the PMF header used (i.e., value 
or name assigned to "device"), is moved to the start of record 0 and then is 
moved forward until a record number equal to parameter "N" is detected. 
The pointer is left positioned before the first word of record "N". 


Care must be taken not attempt to position to a negative record number or 
to a record located past the extent of the file. 


The extent (amount of area reserved) of a file depends on the type of PMF 
header used by the file and on the last previous operation performed on the 
file. 


For files which use the DOF PMF header (DOF and working storage files), 
the entire file is the file extent. 


For files which use the DIF PMF header,the used space (i.e., area written 
into or read from) is the file extent. 


For files which use the PMF header array, the file extent is the entire file if 
the last previous operation was a write. If the previous operation was a 
read, the file extent is the effective size (record 0 to last record read). 


If a positioning operation is performed immediately after opening a file 
using a PMF header array, the used file space is the file extent. 


IOf lag Returns: 


VALUE CONDITION 
-1 An EOF error is indicated. The value of "N" was too 
large and the file pointer is positioned beyond the file 
extent. 
-3 An ineorrect parameter error is_ indicated. A 


negative value was assigned to "N" and the file 
pointer is positioned before record zero. 
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2.2 ACCESS 
2.7.1 Introduction 


~The program ACCESS is a FACTOR program analysis tool; it is used to: 
i monitor the execution of a FACTOR program, | 


2 detect each dise access operation performed during the execution of 
the monitored program, 


3. generate a display which identifies each dise access operation and 
indicates the amount of data transferred during each access. 


The information provided by an ACCESS display enables the user to analyze 
the monitored program's dise I/O requirements for any possible means of 
minimizing dise I/O time. 


ACCESS is loaded and initiated by the entry of a TOPSY command at the 
system's video keyboard terminal (VKT). The display generated by ACCESS 
is always presented at the VKT and, at the option of the user, is printed by 
the line printer. 


2.7.2 Loading and Initiating ACCESS 


ACCESS is ealled from TOPSY by the command: 
/. ACCESS(ON/OFF) (LP); 


Parameter Function 
ON Enable ACCESS display to VKT. 
OFF Disable ACCESS display to VKT. 
LP Enable ACCESS display to line printer. 


ACCESS is a self-starting core image overlay; once loaded it starts 
executing immediately. 


2.7.8 ACCESS Display Format 
Anexample of an ACCESS generated display is shown in Figure 2-15. Each 


line of an ACCESS display presents information for one of the dise access 
operations performed in the monitored program. The items listed in each 


line are: 

Item Meaning 

IND Specifies the octal address of the FACTOR program statement 
that caused the dise access to be performed. 

ADDR Specifies the octal address of the computer instruction which 
ealled DISCIO. 

SIZE Number of words (in octal) which are read from the dise during 


the access operation. 
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2.7.4 Computing Access Time 
The amount of time required by each dise aecess reported by ACCESS ean 
be computed using the formula: 
T=(N x 9.11 x10) + (17.5 x 107°) 


where: 

1. T = time expressed in seconds 
7. N = number of words read (i.e., value of SIZE converted to decimal) 
3. 9.11x10° 

4. 17.5 x 107° = dise latency time 


= transfer time per word 


2.7.9 Installing ACCESS 


The program ACCESS may be installed in any system which has any version 
of TOPSY from revision 9.6 through revision 10.4. 


In order to not affect the amount of CPU memory available to the 
monitored FACTOR program, the ACCESS program, when called, overlays 
part of (92 words) the resident operating system. The location at which 
ACCESS is loaded into memory is determined by the user during the 


installation procedure. 


Care must be taken in the selection of the ACCESS 


load point to ensure that the part of the operation system overlayed by 
ACCESS is not required for the execution of the program to be monitored. 


TNOS ARBEMY ADORe AgI7 6h SI7D @@A1084% 
Inbs anaene AQDRE ugl7hs SIZRR whdaeye 
INODs WAUARS ACDRS “VZ17 Ol SIZE& VAP AY 
Tne Abn1S4 AnNDKe 929176@ SI7ER VWAhbEY 
INhS ¢€A0164 ADORS 82176¢ STZE= FAKbOE 
Thos ¢abels ADDR ¢2176e SIZFe Fah bEL. 
INDS AAB24)1 ADDR A2176% SIZEs PREGA 
InDSs wAAHe7y ANORE 21764 SIZES UVeGobe 
IwOsS A317 ANORS A21764 SIZE= EL ROU 
ING Ghnd4b ADDRS G271768 STZES vVaRrbBr 
Tse AACS7T A ADDRS APL7EL. SIlZbts YAP HEY 
Those AvEASS ADURS “221764 SIZES PuUroeY? 
Ivo  AeA4adse ADORE ABlI7&E SI7ZF= fer545 
Figure 2-15 Example of an ACCESS Printout 
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2.7.9.1 CREATING ACCESS FROM AN OBJECT FILE - The required procedure 
1S: 


1. Load the object file '=ACCESS' into the system JOB' <<< ' 


2. Determine what area of the operating system is to be overlayed by 
ACCESS. Table 2-3 presents a list of reeommended start addresses for 
loading the core image form of ACCESS. 


TABLE 2-3 RECOMMENDED LOAD ADDRESSES FOR ACCESS 


TOPSY Revision 
| Function aad! 10.2 10.3 10.4 


MTIO | 902B 17066B 6646B 6604B 6512B 
TAPIO v01B 6263B 4751B 4707B 4619B 


NOTE 


Global represents the address of the transfer 
vector to either MTIO or TAPIO. PATCH may 
be used to interrogate this location in 
'STOPSY' to either verify the address or to use 
any other version of TOPSY. 
3. Create a core image of ACCESS which has the user-selected load 
address using the command: 


// CREATE ':sACCESS' CORIMAGE '=ACCESS' nnnB 
where nnnB is the selected load address. 


2.7.6 Program Analysis Considerations 


A dise read operation is initiated from TOPSY each time that a "page" of a 
referenced dise data file is to be loaded into memory. 


A new "page" load is required whenever the stacks or an ALLINK program 
causes part of the monitored program to be overlayed. This type of 
operation takes place after the execution of a DCL, EXEC, or REXEC 
statement. The analysis of a program using an ACCESS generated display 
enables the user to analyze the effect that an ALLINK program or an array 
has on the run time required by a FACTOR program. 


A dise read operation is also initiated when TOPSY; 
Ls reaches the end of the current "page", 


Ds executes a GOTO or CALL statement which references part of the 
program which is not in CPU memory. 
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The reorganization of the FACTOR program to ensure that often referenced 
loops and subroutines are maintained in CPU memory would minimize dise 
access time requirements. 


The address of the computer instruction (display item ADDR) which calls 
DISCIO for access is of value when evaluating the effect that an ALLINK 
program which performs DISC ACCESS in addition to the TOPSY DISC 
ACCESS (e.g., the program LMLOAD) has on the run time requirements of a 
FACTOR program. The address of an ALLINK program is normally greater 
than 30000B. 
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SECTION 3 


DEBUGGING AID UTILITY PROGRAMS 


3.1 DEBUG 
3.1.1 Introduction 


DEBUG Is a debugging aid that can be used in a variety of ways to aid a user 
in testing and debugging. DEBUG allows the user to display or change 
memory locations or registers, and to halt execution of an assembly 
language program at specific locations so that memory or registers may be 
examined or changed. DEBUG can be called directly when running under the 
DOPSY or TOPSY monitors or it can be loaded with a user's object program 
as part of the coreimage environment. 


3.1.2 Program Usage 


DEBUG is invoked by the user in one of the following ways: 


(1) It ean be loaded with a user's object program to form part of the 
coreimage version of the user's program. ,The user creates the 


coreimage file with this command: jz use aro, then sbeule £6 


- to PYF a ee seilare 2 Mw of 
SG oat oe 
// CREATE ‘'coreima e filename' COREIMAGE ‘object filenarng Ae Tern 
ide wo é ie - 
DEBUG “vm #** PP bag | 
eer a ee tora PLACE Tae GARE KF prum Ger 


in order to form a coreimage file for later execution, or DEBUG can 


be ineluded in the an file at execution time by inputting 
re bhp gv J ety Ao a) 


// EXECUTE ‘object f ilename’ DEBUG Be Te egg iy ew ot 


Dek ee (Debus een 


i e Yg TR pin 6 ete FE fete ‘vO Er R Al 
# a BP Et 


The rule of not loading system word 200B must be followed. . “after 
loading, control is passed to DEBUG, which echoes with the debug 
prompting character, which is the number sign (#). 


(2) It ean be ealled directly when running under the DOPSY monitor. // 
DEBUG 


(3) It ean also be ealled directly when running under TOPSY if DEBUG was 


ineluded in $TOPSY creation. 
/. DEBUG 
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(4) When DEBUG has been used to request an address halt and the 
specified address is executed, DEBUG is entered. 


(5) When DEBUG is in memory and has been entered at least once a 
: branch to address 100B causes entry into DEBUG. 


Prompting character for DEBUG is '#', signaling it is ready for 


directives. 


3.1.2.1 DESCRIPTION OF DEBUG DIRECTIVE - After entry into DEBUG the 
DEBUG directives may be entered in order to examine or change memory 
locations, the A, E, and index registers, or the hardware registers. 


The input and output device is always the VKT. A directive is accepted and 
executed as soon as complete. A carriage return is an illegal entry except in 
the 'Enter' mode. Any number entered becomes the current address or 
current location, even if the line is terminated by CTRL-L or RUBOUT. All 
numbers must be octal, however the B is assumed. 


DEBUG DIRECTIVES 


L 

nL 

n, mL 
ymL 


line-feed 
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DESCRIPTION 


List the contents of the memory address 
indicated. If no number is entered, the 
eontents of the current address is listed. 
If one number is entered, that address is 
listed and becomes the current address. If 
two numbers are entered, the addresses 
between n and m inclusive are listed. The 
current address is then m. If ',mL' is 
entered, the contents of addresses from 
the current address to m are listed and m 
becomes the new current address. 


The current address is incremented and 
the contents of the new current address is 
displayed. This allows stepping down a 
series of memory locations’ without 
reentering addresses. 


The current address is decremented and 
the contents of the new current address is 
displayed. This allows stepping backward 
through a series of memory locations 
without reentering addresses. 


DEBUG DIRECTIVES 


E 
nE 


OR 


DESCRIPTION 


Directs DEBUG to begin the 'Enter' mode 
and receive data to change the memory 
address indicated. If no number is entered 
the current address is changed. If a 
number is entered, the contents of that 
address will be altered and n will be the 
new current address. The address to be 
ehanged is listed and the new data is 
input. If the data is terminated by 
earriage return, the 'Enter' mode is ended 
and new directives may be entered. If the 
data is terminated by a line-feed, DEBUG 
stays in the 'Enter' mode, the current 
address is ineremented, and the data 
entered becomes the contents of the new 
eurrent address. If CTRL-L is entered, 


the contents of the address is not changed 


and DEBUG exits the 'Enter' mode. 


Display the contents of the A and E 
registers. The A register is on the right 
and the E register is on the left. 


Display the contents of the right index 
registers. 


Modify A. The number entered becomes 
the new contents of the A register. 


Modify E. The number entered becomes 
the new contents of the E register. 


Modify index register n. The number m 
entered becomes the new contents of 
index register n. 


Address halt request. Assembly language 
program execution stops after executing 
the instruction at the address indicated 
and control is given to DEBUG. If n is not 
specified, the address halt occurs at the 
current address. If n is specified, the 
address halt occurs at n and n becomes 
the new current address. If m is entered, 
the address halt occurs after the indicated 
memory address is executed m_ times, 
otherwise the address halt occurs at the 
first execution of n or the current 
address. 


DEBUG DIRECTIVES 


nG 


DESCRIPTION 


After the entry into DEBUG from an 
address halt, any of the DEBUG directives 
may be entered to examine or change the 
contents of the registers or memory. For 


- example, it may be discovered by 


displaying the A and E registers that a 
program is not working because the A 
register is expected to be zero and is not. 
The A register ean then be changed to the 
eorrect contents and program execution 
continued to verify that that is the 
solution to the bug. 


The instruction at the location where the 
address halt is registered must not be a 
branch instruction beeause'_— the 
instruction is executed first and therefore 
would transfer control back out of 
DEBUG. ‘These restricted instructions 
are: BRU, BOI, BG, BGE, BE, BLE, BL, 
BNE, BBC, BOS, BSM, BAT, BP, BPZ, 
BNZ, BN, BNEZ, BO. Only one address 
halt location may be set at a time. 


- Continue. This directive should be 


entered only when the entry into DEBUG 
was caused by an address halt request. 
This request program execution’ to 
continue at the address following the 
location of the last address halt request. 
To eause reentry into DEBUG another 
address halt may be set first. 


Go to the address indieated and execute 
the assembly language code, i.e., a BRU 
to the address occurs to transfer control 
to the address. If n is missing control 
transfers to the current address, 
otherwise control transfers to n and n is 
the eurrent address if DEBUG is 
reentered. 


DEBUG DIRECTIVES 


DESCRIPTION 


This directive is generally used when 
DEBUG is entered because an object file 
is executed with DEBUG or a corrimage 
file which has been created with DEBUG 
is executed. When the execute command 
is entered the user program and DEBUG 
are loaded into memory but control passes 
to DEBUG rather than to the program's 
PROC statement. DEBUG may then be 
used to examine the program in memory 
or to set an address halt. (If an address 
halt is not set DEBUG can not be 
reentered except by a branch to address 
100B.) When the user is ready to enter the 
program the address one past the PROC 
entry point would be branched to via the 
G directive. 


The directive could also be used when in 
DEBUG due to an address halt. To 
continue the program execution at a 
loeation other than the location following 
the address halt, use the G directive 
rather than C. 


Return control to the DOPSY Monitor 
directly from DEBUG. This directive 
eauses a branch to location 125B. If this 
directive is used while in TOPSY, the 
normal TOPSY exit procedure is _ not 
followed so that on reentry into TOPSY 
the system environment is the same as at 
the last entry into TOPSY rather than 
that of the last exit. | 


Return control to the TOPSY monitor 
from DEBUG if currently in TOPSY. If in 
DOPSY control goes to the DOPSY 
monitor, i.e., control is passed to the 
address in the entry point of DEBUG. 
This directive should only be used when 
entry to DEBUG has occurred due to 
operator command. | 
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DEBUG DIRECTIVES 


nR 


nym W 


n,ms 


DESCRIPTION 


The contents of the tester register n is 
read and displayed. If 1 < n < 77, n 
specifies a short register. If n is > 200 a 
long register is read. (Octal is always 
assumed.) The execute bit (bit 22 of the 
register) must be in the address of long 
registers. If console switch 1 is down the 
read is continuous until carriage return or 
CTRL-L is entered. If console switch 1 is 
up, only one read takes place and control 
returns to DEBUG. 


Write the tester register n with the data 
m. If 1<n < 77, n specifies a short 
register. If n > 200 a long register is 
written into. (Octal is always assumed.) 
The execute bit (bit 22 of the register) 
must be on in the address of long 
registers. If console switch 1 is down the 
write is continuous until carriage return 
or CTRL-L is entered. If console switch 1 
is up, only one write takes place and 
control returns to DEBUG. 


A special SPU is written to tester register 
n. If m is entered the data is also written 
at the time of the’ special SPU. 
If 1<n<77, the register is assumed to be a 
short register, otherwise it is a long 
register. The execute bit must be set on 
in the long register's address. If switch 1 
is down the special is continuous until 
carriage return or CTRL-L is entered. If 
console switch 1 is up, only one read takes 
place and control returns to DEBUG. 


Allows a user to type a message. All 
printing characters can be typed. CTRL- 
L terminates the command. 


3.2 PSCAN 
3.2.1 Introduction 


PSCAN (Pin SCAN) is a program diagnostic and analysis aid which simplifies 
the development and documentation of FACTOR programs. PSCAN "scans" 
all programmed tester pins to establish the complete pin by pin programmed 
status of the test system. The results are displayed in a tabular format on 
either the line printer or teletype printer (see Figure 3-1.) PSCAN may be 
executed either from the keyboard as a TOPSY/MANUAL ANALYSIS 
command or from an EXEC statement placed in the FACTOR source 
program. 


Following PSCAN execution, tester status etc. and all applicable registers 
are saved and restored; thus the programmed status of the test system is 
unaffected by the use of PSCAN. | 


3.2.2 Program Usage 
PSCAN is executed by either of the following two methods: 
As a TOPSY or MANUAL ANALYSIS command at a program pause: 
/. PSCAN n LP/TTP 
Or, as a FACTOR EXEC statement: 
EXEC PSCAN (n); 
where n is the highest tester pin number programmed. (n < 120) 


PSCAN first decodes all tester registers which define the tester elements 
(i.e., PMU, DPS1, E0, etc.) which are programmed to pins 1 through n, where 
n is defined by the user. 


The registers for the individual elements are then decoded to determine 
their current programmed status. For pins which are tied to function test 
drivers (i.e., E0, El, ete.) a MEASURE VALUE is performed and the result is 
printed, in parentheses, directly under the programmed value for the given 
pin. If a DPS is programmed to a pin (S600 only) a MEASURE VALUE is 
performed for the voltage reading and a MEASURE NODE for the current. 
These results are printed, in parentheses, immediately under the 
programmed status for the DPS (see Figure 3-1). After the nth pin has been 
processed and printed, the programmed and measured status of all power 
supplies which are not tied to tester pins are printed at the bottom of the 
table. 
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Either of the following commands will direct PSCAN output to the line 
printer: a 


// SET LP 
/. DATALOG LP STATX 
/. PSCAN n LP 


The TTP will receive the output by default if LP is not specified. Once 
printing begins on the TTP, 26 lines will be printed then the display will halt 
for inspection. Pressing the LF key will display one additional line at a 
time. Pressing CR will cause another 26 lines to be printed. 


Pressing STATION RESET will abort printing and reset the system in the 
normal fashion. 


3.2.2.1 PMU/DPS/RVS STATUS REPORT - A printout listing the complete 
programmed and measured status of ALL used power supplies without the 
"pin by pin" part of the table may be produced with the following command. 


/. PSCAN 1 LP/TTP 


3.2.2.2 DESCRIPTION OF PSCAN DISPLAY - Most of the information at the top 
of the PSCAN display is self-explanatory with the possible exception of 
LOCAL MEM ADR which refers to the last local memory address executed 
(see Figure 3-1). 


The following describes the contents of the PSCAN table column headings 
(see Figure 3-1). 


PIN Refers to tester pin numbers 1 through n, where 
n is defined by the user (n <120) 


TIED Tester elements which are "tied" to the 
TO eorresponding pin. PSCAN will present the 
actual status of the system exactly as 

programmed whether meaningful or not. 


M-D Represents the status of the M and D registers 
REG respectively for the corresponding pin. 


PROGRAMMED VALUE The programmed status of the corresponding 
(MEASURED VALUE) DPS, RVS, TGEN or PMU is expressed. For 
| RVS's the EO value is printed on the left and the 
El value on the right. The voltage on the 
corresponding pin is then measured with the 
PMU. This value is printed under’ the 
programmed value for the RVS_ which is 
currently tied to that pin based on the F data 
for that pin in the last SET F executed. For 
DPS's, the voltage measurement from the node 
are printed under the programmed voltage and 
current measurements respectively. 


UN-COMMITTED The programmed and measured status of the 

SUPPLIES PMU or any RVS or DPS which has not been 
programmed to a pin will be printed. All 
measurements are made at nodes. | 


EXAMPLE: The sample printout in Figure 3-1 shows that 
pin 3 is tied to a utility relay and that the M 
register is set to zero and the D register to one 
thus pin 3 is also an input pin and is tied to the 
EBO, EBl functional drivers which are 
programmed to 700mV and 1.7V respectively. 
The voltage on pin 3 was measured and found to 
be 716mV. EBO is currently driving the pin so 
the measured value is printed, in parentheses, 
under the 700mV programmed value. TGEN2 is 
also driving the pin and its corresponding delay 
and width is printed. 


The variation between the programmed and measured voltage values will 
typically be between 0 and + 40mV and varies with the range and magnitude 
of the values. The exact variation to be expected is equal to the sum of the 
RVS accuracy and the PMU voltage sense accuracy and may be determined 
from the following table: 


RANGE RVS ACCURACY 
2 + .1% + 10mV 
3 + .1% + 40mV 
MEASURING RANGE PMU ACCURACY 
0 to + 1.023V + 62% + 3m 
0 to + 10.23V + .1% + 10mV 
0 to - 40.92V + .1% + 40mV 
0 to -102.30V + .1% +100mV 


3.2. Cautions to User 


Although PSCAN usage does not perturb the programmed status of the 
system in any way, there are certain precautions that should be observed if 
one is interested in preserving the original PASS/FAIL status thst existed 
prior to PSCAN usage. Since the PMU is used by PSCAN for measuring the 
voltage present on all input pins and therefore must be disconnected from its 
previous programmed connection, PSCAN usage should be avoided in test 
sequences where the PMU connection must be maintained. The PMU is 
always returned to its original programmed status on exit from the program. 
PSCAN usage should also be avoided during dynamic functional test 
sequences for which critical timing must be maintained. If PSCAN is used in 
a program which is using RAMPAT (RAM software PATtern generator), the 
RAMPAT address tables will be destroyed thus negating all RAMPAT calls 
of the form: EXEC RAMPAT (6, ...) through EXEC RAMPAT (8,...) anda 
functional fail will result. Again these restrictions may be ignored if the 
PASS/FAIL status of the system is of no interest following PSCAN usage. 
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PSCAN assumes that pins connected to input drivers are in the NRZ mode 
and are not referenced in a SET INVERT statement. RZ mode may cause 
the measured pin voltage to disagree with the programmed value, and 
inverted data will cause the measured value to appear on the wrong side of 
the printout (i.e., the measured EO value will print under the programmed E1 
value). 


STATION 
PROGRAM 


STATEMENT NO. 


DC DELAY 
PERIOD 


PMU CLAMPED 
LOCAL MEM ADR 0000 
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NAME 
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000073 
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Figure 3-1 PSCAN Display 
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3.3 LMIO 


3.3.1 


3.3.2 


3.3.2. 


Introduction 


LMIO is an Application Utility Program designed to speed test program 
development and debugging by allowing functional test data to be 
transferred between Local Memory and a variety of output devices. 
Execution is accomplished in an interactive mode via the video keyboard and 
allows the user to repetitively access any section of Local Memory. 


LMIO will dump Local Memory contents in one of three different formats to 
any output device including a dise file. The three formats provided are 
string, data, and debug (a concise form of string format for program 
debugging). LMIO also allows the contents of a specified dise file which 
contains functional test data in 'data' format, to be loaded to Local Memory 
at any specified address. A function also exists which clears Local memory 
to zero. 


Program Usage 


LMIO is executed from the TOPSY environment and typically within Manual 
Analysis at a program pause in the FACTOR test program. The pause being 
established by either command as follows: 


/. PAUSE ON FAIL 
/. PAUSE ON XXXX (statement no.) 


However, it is not required that a test program be loaded or a test station be 
on line to execute LMIO. An example of this mode of operation would be 
the alternate loading of Local Memory from disc and then saving in different 
dise files in order to create larger files which are composites of other files. 


Since LMIO performs the two separate functions of dumping and loading 
Local Memory, each function will be described as a separate command. 


1 DUMPING LOCAL MEMORY CONTENTS. To dump Local Memory 
eontents in a specified format to a specified output device, the command is: 


/. LMIO [DATA/STRING/DEBUG] [DISC/LP/TTP/MTW] 
LMIO will respond: 


ENTER: 
START STOP RANKS FILE (// TO QUIT) 


The user next enters the first and last Local Memory address to be dumped, 
the number of ranks desired (1 through 8), and if DISC was the specified 
output device, the I.D. of the desired dise file (see 'filnam', in section 3.3.2.2 
for file naming conventions). Values are accepted as octal when followed by 


a 'B'. 


The format and output device parameters are defined as follows: 


DATA 


STRING 


DEBUG 


DISC 


LP 
TTP 
MTW 


Function test data in tester executable format as 
output by the compiler. DISC is the default and the 
only allowed output device for this format. 


Original source format in which test data appeared 
prior to compilation. Will inelude all SPM 
instructions, if any, and any Local Memory labels 
referenced by the '-LGOTO' statement. This format 
is compatible with the compiler for recompilation. 
See example in Figure 3-2. | 


Similar to STRING format but condensed such that 
each line of output contains all programmed data 
relating to the current Local Memory location 
(except that pin data is printed on subsequent lines 
when more than two ranks are specified). Provides a 
more convenient means of checking Local Memory 
contents during program debugging. This is the © 
default format. See example in Figure 3-3. 


Causes output to be directed to the dise file specified 
in interactive mode. 


Causes output to be directed to the corresponding 
devices. 

MTW must not be used if TOPSY has_ been 
reconfigured with DEBUG as MTIO will not have been 
loaded. 


The commands DATA, STRING, DEBUG, and DISC may be abbreviated using 
just the first two letters, if desired. 


3.3.2.1.1 Assigning Dise Files. Prior to dumping Local Memory contents to dise, a 
file must be pre-assigned within DOPSY. The size of. the files will be 
different for the DATA format than for the STRING and DEBUG formats. 


DATA 


1 file word must be assigned for each rank of data to be 
dumped. 


Example: Dump 4096 Local Memory locations by 4 ranks. 4096 x 4 = 


16,384 


// ASSIGN 'LMI91' 16348 WORDS DATA 
NOTE: For DATA format, files must be assigned type DATA. 


STRING OR DEBUG The file size required is difficult to predict precisely 


since it varies with the type of instructions in Local 
Memory. However, the following formula will 
provide an approximate value: 


SIZE = ( (20 + pins) /4) *L/M LOCATIONS 


Example: Assume 4 ranks (60 pins) by 1024 Local Memory 


locations. 
SIZE = ( (20+60)/4) *1024 = 20,480 words 
// ASSIGN 'LMSFQ1' 20480 WORDS 


When in doubt about the required file size, simply ASSIGN a very large file; 
then after LMIO execution, reduce the size to the minimum required with: 


// ASSIGN 'filnam' 


3.3.2.2 LOADING LOCAL MEMORY FROM DISC. The following command may 
be used to load a specific dise file in DATA format to Local Memory, or to 
clear the contents of Local Memory to zero. 


/. LMIO [[LOAD PAGE/"filnam'] /ADDR] /CLEAR] 


Where: 


LOAD 


PAGE 


'filnam'! 


ADDR 


CLEAR 


Causes local Memory to be loaded with the contents of the 
file defined by PAGE or 'filnam'. Data is loaded starting at 
the address specified by ADDR. If ADDR is omitted, 
loading occurs at the current value in the MCS register. 
MCS may be set from Manual Analysis or by the ‘AT' 
statement within the FACTOR program. 


Is a number in the range 000 to 999 which, when appended 
to a prefix like 'LMI', yields the file name 'LMIXXX'. 'LMI' 
is the required prefix for DATA type files and 'LMSF' is for 
STRING or DEBUG files. This method of denoting the file 
name is an alternative to 'filnam'. 


Is a 6 character or less alpha-numeric file name in which 
the first character must be alphabetic. Working storage on 
dise may be specified by specifying WS. 


Is the Local Memory address at which the data file on dise 
is to be loaded. May be entered as a decimal or octal 
number if followed by a 'B'. If omitted, the current 
contents of the MCS register is used. 


Clears Local Memory contents to zero. 
Clears 8 ranks by 4096 locations. 


3.3.3 Error Messages 


The following error messages are displayed on the TTP when appropriate. 


ERROR MESSAGE 


FILE NOT ASSIGNED 


FILE TOO SMALL 


SYMBOL TABLE OVERFLOW 


FILE EMPTY 


DESCRIPTION 


The specified file was not found on 
dise. Possible error in file naming 
procedure. 


The assigned size of the file is too 
small for the amount of data being 
dumped. 


The limit of 500 SPM Local Memory 
labels has been exceeded. 


User attempted to load _ Local 
Memory data from an empty disc 
file. 
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ENABLE DA,MA) 
SPOBSe 2 
LSET IX 1108000088 G800010100 seseeeeeee; 
LSET STROBE 
1110080008 80800018100 80008086888; 
LSET RZ 1118080868808 8000010100 000080808000; 
LSET XOR 1118800000 G0@0010160 eeeeeseeee; 
LSET I 111Q08000@ 8600010100 800080000800; 
LCGEN TGi 4,6,8,9) 
LCGEN TG2 5,7,16) 
~LCGEN T6112 1,2,9) | 
LSET DA 1110000008 8000010100 89000080060; 
LSET 08 111800080008 88200010100 080008008008; 
LSET MA 111808000008 8000019180 00080000000; 
LSET MB 1110000000 2000010100 8000080000; 
ENABLE OB,™B? 
SET F 11100800000 8000010100 63000008800 
wL CALL SPO!) 
LSET IX %1180000000 90000180180 9000000000 
eLCALL 8P902) 
SET * 1118000008 0600010108 08000000000 
eLG60TO SPauS) 
SET FC NORMAL 35 
111@0808008 80008018180 BO8CCBRR6; 
SET FC MATCH 250 , 
11190800008 00008018100 80000000006; 
SET FC CONTIN 
LL1ABGGGOR BSAHOIGIGS BOC8CHSEbG; 
LSUBR SP601 MATCH 455) 
SET F 1110068080 6804010100 0000000088; 
LCGEN TGS 11,22,30,44,55) 
SET F 41146880000 @8000010100 8880066800; 
SET F L1104V00G08 G2000190100 28000800008 
*LENO) 
LSUBR S$PQ@B2 CONTIN 13 
SEY F 1010181018 880001018080 90008860006; 
SET F $6180101018 8200810180 6860000088 
eLENO) 


Figure 3-2 A sample of LMIO STRING output produced by the command: 
/. LMIO STRING LP 


Note that all user labels are replaced by labels eee where XXX is a three digit 
number 000 to 999. 
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O008 LSET Ix DA MA 1118000000 BBUACZ14b108 BeeLvAAgeAA 


@86i LSET STROBE OA MA 1112008002 BAAALIbIGBS ALEAAHAAKE 
GG02 LSET 2 DA MA 11100008002 YHveelO1Ee ABARALAGee 
@@85 LSET XOR DA MA 111CACABAG BALBLIBI1AA BUACBBANLA 
004 LSET I DA MA 11180OARBE HHUALIE1G® ABeveLBEAY 


@@25 LCGEN TGi 4,6,8,9 
LCGEN TG2 5,7,128 
LCGEN TGi12 1,2,3 


@Bie LSET DA OA MA L11LAGAGOOAD YVASALIVIEH BHALWELBOHE 
GG1i LSET 06 OA MA L11GAOABVAD VOBAAIH14B Avanagevae 
G12 \LSET MA DA MA 1110000088 BOVAGINIGS AYLBYUBVANAD 
GG15 LSET MB DA MA 1110A008AG SABBV1LY1UA YBORMvOLVBBEH 
QGi4 Set eLCALL @022 De MB 1110008888 BALHYI41ee ABELBLAHRe 
G@15 LSET IX ML CALL 8630 D6 MB 111908080806 BAB7Aivive ABALEBALeE 
@@i16 ser F “LGOTO 8806 DB MB L131AAOOUAD BBUAV1L0O14A BHEnBAvAYAL 
@@17 SET FC NORMAL 55 OB MB 11148KH8U8R OAACVIY1IUA AKAUACABGE 
GG2e SET FC MATCH 250 OB MB L11A8G00CAR SAVALIYIYE BESHBKBHSA 
@@21 S&EY FL CONTIN “DB MB LL1GCEROHY BABHLIYIOA BESLAHABBE 
G22 SET FP LSUBR MATCH 455 0B MB L1100808AG BOKAM1LEIY® BLeUALHYEA 
@@25 LCGEN TGS 11,22,30,44,55 

@826 SET F DB MB L11109OCABA AAHABLEL YE BALAOv4CBLUOY 
@027 SeT F eLEND Ob MB L11146G8A2BAR BABAGIGIAA ALVALOKELBE 
8830 S&T F LSUBR CONTIN 1 068 MB 1018101010 BBABAGLHI1GA ABSBBVALVAL 
G85i SET F #LENO OB MB L011 ALG1E OABAE1010A BvAdaaevsY 


Figure 3-3. A sample of LMIO DEBUG output produced by the command: 
/. LMIO DEBUG LP 


Note the three LCGENs corresponding the location 9965. LMIO will always print 
the results of any CGENs which appeared in the FACTOR program previous to the 
Local Memory load along with the first LCGEN encountered. Since each individual 
LCGEN in Local Memory causes the address printed to jump by 3, it may be 
observed above that two of the LCGENs actually represent previous CGENSs, since 
the address only jumps from 5 to 8. The user must examine his program to 
determine which is the genuine LCGEN. Subsequent LCGENSs print exactly as 
programmed (note address 23). 
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3.4 CYCLE 


3.4.1 


3.4.2 


Introduction 


The program CYCLE is a debug aid which, during the execution of a device 
test program, enables the user to establish a continuous loop between two 
specified addresses in local memory. CYCLE is loaded and initiated in an 
interactive user/VKT mode during a pre-established PAUSE condition in the 
program in which the loop is to be established. The user is required to 
supply the loop start and end addresses in the eall entered for CYCLE. The 
user may also, as an option, specify the generation of a synch pulse at a 
tester pin during the operation of the CYCLE established loop. 


Operating Procedure 


The procedure required to use CYCLE is: 
1. Establish a TOPSY mode of operation (i.e., /. ANALYSIS STATn). 


2. Enter a PAUSE command to halt the execution of the test program at 
the point at which the CYCLE loop is to be established. Use either the 
command: 


a. /. PAUSE statement number [ON/OFF] to pause at the 
specified statement, or 


b. /. PAUSE FAIL [ON/OFF] to pause at a fail point. 
3. Load and run the test program in which the loop is to be established. 


4. When the test program enters the desired PAUSE condition, load and 
initiate CYCLE using a command of the form: 


./ CYCLE [J,K] (SADDR,SPIN); 


Parameter | | | Function 
J Defines the loop start address. 
K Defines the loop end address. 
SADDR Defines an address in local memory at which a synch pulse 


is to be generated. Whenever SADDR is used, the 
parameter SPIN must be used. | 


SPIN Specifies the tester pin on which the synch pulse generated 
at location SADDR is to appear. The pin SPIN is set to a 
logie 1 value for each synch pulse. 


De Terminate the CYCLE loop and restore any affected registers to their 
original (pre-loop) state(s) by entering the command: 


/.CYCLE OFF 
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NOTE 


The command /. WRITE MCS 101* may also be 
used to terminate a CYCLE loop, however, 
registers which are affected by the loop 
operation are not restored to their original 
(pre-loop) state(s). 


3.4.2.1 OPERATING CONSIDERATIONS - The following items should be 
considered when using CYCLE: 


1. A second or subsequent loop may be established in a program without 
affecting the operation of a previously established loop. 
2. All fails are suppressed during looping. 


3. The following registers are affected by a CYCLE loop operation and 
must be restored to their original state(s) by terminating CYCLE 
operations with the command /. CYCLE OFF 


4. a. Major loop end #1706 (L) 
b. Test start #1700 (SA) 
e. Minor loop start #1704 (J) 
d. Minor loop end #1705 (K) 


4. On either a SENTRY 610 or SENTRY Ii test system without SPO 
enabled, looping occurs between minor loop limits (J) and (K). 


De On a SENTRY II test system with SPO enabled, looping occurs between 
test start (SA) and Test end (L). 


3-19 @ 


SECTION 4 
FACTOR ENHANCEMENT UTILITY PROGRAMS 


4.1 LMMOD 


4.1.1 Introduction 


LMMOD is an assembly language program designed to assist the FACTOR 
programmer in modifying locations in local memory using the assembly 
language linkage statement EXEC. The LMMOD program only modifies 
local memory; if a string file of the functional pattern is required, the user 
may create his string file using the assembly language program LMTSF. 


4.1.2 Program Usage 


The following functions are implemented: 


A. 


Clear local memory 

EXEC LMMOD (9) 

Complement the designated pins in all locations. 
EXEC LMMOD (1, Pi, 55 P 

P = pin number | 

If P = for is missing, complement all pins. 


Examples: EXEC LMMOD (1, 3, 7, 14); 
EXEC LMMOD (1); 


Swap the condition of the first designated pin for the condition of the 
second designated pin in all locations. Do not change condition of 
second pin. | 


EXEC LMMOD (2, P, P.)5 


P_ takes on the value of P,P 


1 remains unchanged. 


2 


D. Insert ENABLE DA/DB, MA/MB statements. 


EXEC LMMOD (FUNCT, LINE, REPT, AB,, NO,, AB,, NO 
de ee 2? 
AB_, NO_); ). 


FUNCT = = (3% 3 im insert ENABLE DA/DB 
a + insert ENABLE MA/MB 


LINE = Q- 4096 - local memory loc. to tsart first ENABLE 
REPT = 1-4096- number of times to repeat the following AB- 
NO pattern. 
AB = 0-A 
1-B 
NO = 1- 4096 - number of times to set preceding A/B 


There can be a total of 30 AB - NO combinations. 
E. Shift designated pins in channel by displacement factor. 


EXEC LMMOD (5, DISP, FROM, TO, P P P 9)3 


1? 9% ules | 
a + 
Number of channels to shift designated pins. If DISP is 


=a 


DISP 


negative, get value from lesser A zreate memory,address, If 
DISP is positive, get value from Bueno local memory 
address. 
FROM = First local memory address to change 
TO = Last local memory address to change 
we > = Pin numbers (channels) whose values are to be shifted. 


F. Clear designated pin in all local memory locations. 


EXEC LMMOD (6, P,,P yooeyP D5 


2 


P = Pin number (channel) to clear. 


4.1.3 Error Message 


ERROR MESSAGE DESCRIPTION 
LMMOD ERROR A syntax error is encountered in the 
STATEMENT NNNNN EXEC LMMOD statement. The 


program is terminated and a return 
is made to the DOPSY monitor. 
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4.2 LMTSF 


4.2.1 


4.2.2 


Introduction 
The purpose of LMTSF is to create, from local memory, a TASCII file of SET 
F and SPM instructions on dise. ENABLE MA/B, DA/B instructions are also 
produced as required. 


LMTSF is written in assembly language and is called by the FACTOR prog- 
rammer using the assembly language linkage statement EXEC. 


Program Usage 
FACTOR Calling Sequence: 


EXEC LMTSF (FILE, TPINS, LMWORDS, START, TAG); 


where 

FILE = ane or two digit number nn to be appended to the 
character string "LMSF" to create a unique DOPSY 
file name 'LMSFnn!' for storing the generated data. 
Where nn=00-99. | 

TPINS = total number of bits in binary pin pattern (1-120) 

LMWORDS =. total number of local memory words to use, i.e., total 
number of SET F statements to generate. 

START = first local memory address to dump. If missing, local 
memory address zero is assumed. 

TAG = a one digit number to be used to create a unique local 
memory label on the last SET F statement. The label 
generated is LMSFn@. n=1 - 9. If no tag is 3 defined, 
no local memory label will be created. 

Examples: 


1. EXEC LMTSF (18, 42, 512); 
The ECnereten data will be stored in string file 'LMSF13'. 
There are 49 bits in the pin pattern. 


The first 512 words of local memory will be used to create the file. 
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2. EXEC LMTSF (3, 15, 200, 768, 7); 


200 SET F statements, 15 pins wide, starting with local memory location 768 
will be written to dise file LMSF03. The last statement will be tagged with 
local memory label LMSF7@. 


4.2.2.1 ASSIGNING DISC FILES. Prior to executing the program which ealls 


4.2.3 
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LMTSF the user must reserve space in working storage to store the 
generated data using the DOPSY ASSIGN command. To calculate the 
approximate number of words to be saved, the following formula can be 
used: 


WORDS = ((20+PINS)/4) * L/M LOCATIONS 


For the first example above the following ASSIGN command would first be 
executed: 


// ASSIGN 'LMSF13' 8280 WORDS 


Error Messages 

ERROR MESSAGE DESCRIPTION 

PARAMETER ERROR | Incorrect parameter(s) in FACTOR 
EXEC statement 

FILE NOT ASSIGNED User forget to assign the LMSFXX 
file prior to LMTSF execution. 

FILE TOO SMALL The LMSFXX file was assigned too 
few words for the amount of data in 
Local Memory. 

CAN'T CLOSE FILE A dise or other hardware error 
occurred during attempt to close 
LMSF XX file. 

SYMBOL TABLE OVERFLOW The maximum of 100 Local Memory 


labels referenced by SPM LGOTO 
and LCALL ~ statements was 
exceeded. (For Sentry II only). 


4.3  LPLF 
4.3.1 Introduction 


LPLF is an assembly language program which permits the user to position 
the printer paper within a FACTOR language program. 


4.3.2 Program Usage 


LPLF is invoked by placing the following FACTOR assembly language 
linkage statement in the source program: 


EXEC LPLF (NUMSP, NUMT); 
where 
NUMSP = number of lines to space 


If NUMSP is missing or equal to zero (f), the paper is positioned at top 
of form. 


when NUMSP = 9 
NUMT = number of top of forms to issue. 
EXAMPLES: 


1. Issue top of form (page eject) 
EXEC LPLF; 


or 
EXEC LPLF (9); 


2 Issue 5 page ejects 
EXEC LPLF (6,5); 


36 Space 6 lines 
EXEC LPLF (6)5 
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4.4 LMLOAD 


4.4.1 


4.4.2 


4.4.2. 
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Introduction 


LMLOAD is an Assembly Language Utility program which allows functional 
test data to be transferred between local memory and files on dise at run 
time. Large bodies of SET F data may be executed from within a given test 
program without actually being present in the program source file, thus 
reducing compile time significantly. 


Program Usage 
There are 4 facets to LMLOAD usage: 


Assigning space to the required dise file(s) into which local memory 
eontents will be stored. 


The basic LMLOAD ealling sequence which saves local memory 
eontents on disc or loads the dise file contents to local memory. 


Defining within LMLOAD the first 3 characters of the names of the 
dise files previously assigned (available on Rev 10 software only). 


An optional LMLOAD procedure which will save the dise addresses of 
previously referenced files in a special fashion which may result in 
decreased execution time in certain instances as described below. 


1 ASSIGNING DISC FILES. Each execution of LMLOAD will transfer the 
eontents of local memory to one of up to 140 individual dise files. Each file 
may, therefore, be thought of as a local memory image on dise. The files 
used must be individually assigned with the DOPSY ASSIGN command under 
any job desired. The amount of dise space in words assigned to a given file 
must be equal to or greater than the "size" of local memory being saved on 
dise. For example, if 1024 local memory locations of 2 ranks each are to be 
saved the "size" required would be: 


1024 x 2 = 2048 words 
All files must be assigned a name of the form: 
LMIxxx (Local Memory Image) 


Where xxx is a right justified 3 digit number between 000 and 139. 


Example: 


Save on dise 3 separate local memory loads of 1024 words by 2 ranks each. 3 
dise files are required. 


// ASSIGN 'LMI990' 248 WORDS DATA 
// ASSIGN 'LMIQ@1' 2848 WORDS DATA 
// ASSIGN 'LMI9@2" 2948 WORDS DATA 
NOTE: 


(1) LMLOAD "optimizes" the data being saved on dise by saving only 
changed ranks. Therefore, the actual file space required may be less 
than that calculated above. The file may, therefore, be compacted to 
the minimum required size. 


(2) An optional procedure is available with Rev 10 SENTRY software 
which allows a user defined file name prefix to replace the prefix 'LMI' 
(see section 4.4.2.3.2 below). 


4.4.2.2 BASIC LMLOAD CALLING SEQUENCE. Functional test data will be 
transferred between Local Memory and dise with a FACTOR statement of 
the form: . 3 


EXEC LMLOAD (PAGE, N, STOP); _ 


Where PAGE = a 3 digit file name suffix between 000 and 139 for use in 
name 'LMIxxx' as described in 4.4.2.1 above. 


N = 1, save Local Memory contents in the dise file defined by 
PAGE. 


= 2, load the contents of the dise file defined by PAGE into 
Local Memory. 


STOP Highest Local Memory location to be saved on disc. 
Applicable for N=1 only. A number in the range 0 to 4095. 


The default value is 1023 if STOP is not specified. 
The STOP parameter is not applicable when loading Local Memory from 
dise; N=2. All the data previously written to the dise file will be loaded 
back to Local Memory. 


4.4.2.3 OPTIONAL LMLOAD PROCEDURES. The following optional LMLOAD 
procedures are available: | 
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4.4.2.3.1 Saving File Dise Addresses On Dise. The dise address of each previously 
roforoneed file is automatically saved by LMLOAD in order to minimize the 


time spent searching the dise directory should a given file be referenced 
more than onee. These addresses are, however, saved only if LMLOAD 


remains in core throughout the entire testing session. If another Assembly 


Language Utility is called, or if another test station comes on line, LMLOAD 
will be removed from core and the dise directory search will have to be 
repeated on the next call to LMLOAD. : 


Therefore, an optional LMLOAD procedure is available which will save these 
file disc address on dise within the coreimage LMLOAD file so that they will 
be available on the next eall to LMLOAD following its removal from core. 
All addresses saved during a previous testing session are always cleared 
foreing a fresh directory search following initial TOPSY entry from DOPSY. 
The calling sequence is as follows: 


- EXEC LMLOAD (0,3); 


This statement should be either the last call to LMLOAD in the program or 
it should follow the last call to LMLOAD prior to an EXEC statement which 
ealls another Assembly Language Utility. | 


4.4.2.3.2 Allowing User Defined Names to Replace "LMI" in the "LMIXXxX" 
ile Names | 


NOTE: This feature is available only on SENTRY software REV 10 and 
above. 


As described in section 4.4.2.1 above, all dise files to be referenced by 
LMLOAD must be ASSIGN'ed on dise and given names of the form: 


LMIxxx where xxx is a 3 digit number between 000 and 139. 


The characters "LMI" are actually a default value and may be replaced by 
any 3 user defined alpha-numeric characters. 


The ealling sequence is as follows: 


DCL NAME /'FST*/; 
EXEC LMLOAD (NAME,4); 


Where NAME is any FACTOR variable name defined in the above DCL 
statement 


FST represents any 3 user defined alpha-numeric characters 
These statements must precede all other calls to LMLOAD in the program. 


"LMI" files and files with "user defined" names may not both be used by the 
same FACTOR program. 


WARNING 


Problems may result if this funetion is used in 
conjunction with that described in Section 
4.4.2.3.1 and a second station comes on line 
with a different test program. The program on 
the second station must either reference files 
with different numbers (000-139) or must use 
the same three character "user defined" file 
name prefix as the program on the first 
station. 


4.4.3 Error Messages 


When a user error occurs LMLOAD will produce the appropriate error 
messages as defined below. The error message will by followed by a 
conventional TOPSY terminal error 100 message including the statement 
number of the EXEC LMLOAD. 


ERROR MESSAGE DESCRIPTION 
FILE NOT FOUND The dise file LMIxxx was not 


ASSIGNED on dise as described in 
Section 4.4.2.1. 


FILE EMPTY An attempt was made to load an | 
empty file to Local Memory. Data 
was not previously saved in the file. 


FILE TOO SMALL File size too small compared to 
actual amount of Local Memory 
data being saved. 


PAGE OUT OF RANGE PAGE exceeds legal range as 
defined in section 4.4.2.2. 

N OUT OF RANGE N exceeds legal range as defined in 

| | section 4.4.2.2. 

STOP OUT OF RANGE | STOP exceeds legal range as defined 
in section 4.4.2.2. 

STOP EXCEEDS LM SIZE | STOP exceeds the actual size of 
Local Memory. 

DISK I/O ERROR A hardware dise error occurred in 
reading or writing dise. 

INVALID NAME The file name prefix specified in a 


DCL statement to replace "LMI" 
was either all blank or contained 
more than 3 characters. 
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4.55 LMSAVE 


4.5.1 Introduction 


LMSAVE is an Assembly Language Utility program designed to be used in 
conjunction with microprocessor test generation programs. LMSAVE 
currently supports 6 separate functions as outlined below: 


Transfers functional test data between Local Memory and files on disc. 
Data is transferred at run time thus obviating need for large quantities 
of SET F's in the FACTOR source file. This function is identical to 
that of utility program LMLOAD (see 4.5.2.1). 


Transfers single data items between FACTOR program and "virtual 
RAM memory" file on dise. Data is "read" or "written" in true random 
access fashion (see 4.5.2.3.1). 


Allows input of user generated microprocessor diagnostic program 
from cards or mag tape into the "virtual RAM memory" (see 4.5.2.3.2). 


Converts floating point numbers to Octal or Hexdecimal and returns 
them to the calling FACTOR program in TASCII format for printing on 
an output device (see 4.5.2.4.1). 


Converts microprocessor op-codes to their corresponding mnemonics 
and returns them to the calling FACTOR program in TASCII format 
for printing on an output device (see 4.5.2.4.2). 


Aecepts data from an input device in either Octal or Hexidecimal and 
returns it to the calling FACTOR program (see 4.5.2.4.3). 


4.5.2 Program Usage 
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There are 3 facets to LMSAVE usage: 


The basic LMSAVE ealling sequence for the particular function 
desired. 


Assigning space to the required dise file(s) into which local memory 
eontents will be stored. 


Defining within LMSAVE the first 3 characters of the names of the 
dise files previously assigned (available on Rev 10 software only). 


Each of these items will be discussed in detail below where applicable. 


4.5.2.1 TRANSFERRING FUNCTIONAL TEST DATA BETWEEN LOCAL 
MEMORY AND DISC. Functional test data will be transferred between 
Loeal Memory and dise with a FACTOR statement of the form: 


EXEC LMSAVE (PAGE, N, STOP); 


Where PAGE = a 3 digit file name suffix between $91 and 139 for use in 
name 'LMIxxx' as described in 4.5.3 below: 


N = 1, save Local Memory contents in the dise file defined by 
PAGE. 


= 2, load the contents of the dise file defined by PAGE into 
Local Memory. 


STOP 


Highest Local Memory location to be saved on disc. 
Applicable for N=1 only. A number in the range § to 4095. 
The default value is 1923 if STOP is not specified. 

The STOP parameter is not applicable when loading Local Memory from 
dise; N=2. All the data previously written to the dise file will be loaded 
baek to Local Memory. 


4.5.2.2 ALLOWING USER DEFINED NAMES TO REPLACE "LMI" IN THE 
"LMIXXX" FILE NAMES. 


NOTE: This feature is available only on SENTRY software REV 10 and 
above. 


As deseribed in Section 4.5.3 below all dise files to be referenced by 
LMSAVE must be ASSIGN'ed on dise and given names of the form: 


LMIxxx where xxx is a 3 digit number between ff and 139. 


The characters "LMI" are actually a default value and may be replaced by 
any 3 user defined alpha-numeric characters. 


The calling sequence is as follows: 
DCL NAME /FSTY/; 
EXEC LMSAVE (NAME, 4); 


Where NAME is any FACTOR variable name defined in the above DCL 
Statement | : 


FST represents any 3 user defined alpha-numeric characters 


These statements must preceed all other calls to LMSAVE in which dise file 
are being used. | 


"LMI" files and files with "user defined" names may not both be used by the 
same FACTOR program. 


WARNING 


Problems may result if this funetion is used in 
econjunetion with that deseribed in Section 
4.4.2.3.1 and a second station comes on line 
with a different test program. The program on 
the second station must either reference files 
with different numbers (000-139) or must use 
the same three character "user defined" file 
name prefix as the program on the first 
station. 


4.5.2.3 TRANSFERRING DATA TO OR FROM THE "VIRTUAL RAM MEMORY" 
FILE LMI99#9. The following two functions are designed to initialize or 
update a file on dise referred to as the "Virtual RAM memory" file. This 
file, which must be named LMI09@, will contain the user generated diagnostic 
program which is intended to exercise a known good microprocessor and 
elicit response which will be saved in files LMI9@1 thru LMInnn for future 
testing of subsequent devices. See Technical Bulletin 4 for more details. 


Before executing LMSAVE in this mode, the file LMI9#9@ must be assigned 
66528 words on dise with the following DOPSY command: 


// ASSIGN "LMI9(6" 66528 WORDS DATA 


If the file re-naming feature described in 4.5.2.2 above is to be used in the 
FACTOR program, the file name prefix LMI may be changed accordingly. 


4.5.2.3.1 Transferring Single Data Items Between the FACTOR Program and File 
LMI99#9. Data items may be randomly fetched from and returned to the 
"Virtual RAM Memory" file LMI999 with a FACTOR statement of the form: 
EXEC LMSAVE (6, N2, N3, N4, N5, N6); 


where N2 = 1 to place data into LMIQ#— 
2 to fetch data from LMI9(# 


N3 = Random word address within LMI19@@ of data being accessed; 
0 < N3 <65535 

N4 = Data, in floating point format, to be put to or fetched from 
LMI9pp. Accesses bits @ thru 15 of word addressed by N3. 
Must be a positive integer <32767. 

N5 § for normal use of N3 as defined above. 


1 for LMI9~P use as a repository for peripheral data. N3 is 
redefined: §@<N3 < 999 where N3 = peripheral ID. This 
function utilizes LMI96p addresses beyond 65535. 
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N6 = Data, in floating point format, to be put to or fetched from 
LMI999. Accesses bits 16 thru 23 of word addressed by N3. 
Must be a positive integer < 255. 


Parameter N6 is optional and may be omitted if desired. 
4.5.2.3.2 Loading File LMI9### With User Generated Data From an Input Device. 


The "Virtual RAM Memory" file, LMI9@#, may be initially loaded with the 
user generated diagnostic program with the following FACTOR statement: 


EXEC LMSAVE (f, N2, N3); 
where N2 = 3 for data input from cards 
7 for data input from mag tape 
N3 = § for data in Octal 


1 for data in Hexadecimal 


The user generated program data will be in the form of Assembled object 
eode for the particular microprocessor under test. This data as it appears on 
the input media, cards or mag tape, must conform to the following format: 


1. The first item in a record, beginning in column 1, is the address in 
memory that the following data will be stored. 


2. A blank space separates address and data items in the record. 


3. Up to three data items may be in a single record, each item separated 
by one space. 


4. The data items will be stored at adjacent addresses starting with the 
address specified by the first item (column 1). 


De Two consecutive blank spaces indicate the end of data items. 
Comments may appear in remaining columns. 


6. If the first column on a record is left blank, the address for data on 
that record will be where the previous item left off. 


7. Data items may be in Octal or Hexadecimal. The call to LMSAVE 
from the generation program will define which form is being used. 


8. The User Program data is terminated by a // record. This stops the 
loading of user data onto the dise file LMIOp. 


4.5.2.4 MISCELLANEOUS LMSAVE DATA CONVERSION AND DATA INPUT 
FUNCTIONS. The following functions involve interaction between LMSAVE 
and the FACTOR program for purposes of data conversion and data input 
into the FACTOR program. 


4.5.2.4.1 Convert Numbers From Floating Point to Octal or Hexadecimal Format. 
A number in floating point format will be obtained from the FACTOR 
program, converted as directed, and returned to the FACTOR program with 
the following statement: 


EXEC LMSAVE (, 4, N3, N4, N5, N6);__ 


where N3 = _ § for conversion to Octal 
1 for conversion to Hexadecimal — 
N4 = The floating point number to be sonvenied: 
| N5 = Upper 2 characters of result in TSACII 
N6 = Lower 4 characters of result in TSACII 


4.5.2.4.2 Converting Microprocessor Op-Codes Into Their Corresponding 
Mnemonics | 


EXEC LMSAVE (9, 5, N3, N4, N5);_ 
where N3 = Op-code in floating point format 


N4 


Upper for characters of mnemonic 
N5 = Lower four characters of mnemonic 


A user generated file, which must be named MNEMON, contains the 
mnemonies for the microprocessor under test listed in numerical order 

according to the op-codes corresponding to each mnemonic. The string file 

should be named '*MN EMON. ' The object file, 'MNEMON', should be created 
as follows: 


// ASM '*MNEMON' OBJ 
// CREATE 'MNEMON' OBJ 


This file must reside under the same job as LMSAVE prior to the creation of 
the coreimage file 'LMSAVE'. 


EXAMPLE: 
MNEMON PROC f 
TEXT "NOP! p 
TEXT 'LXI' 1 
TEXT "RLC' 2 
TEXT 'STA' n 
END 


4.5.2.4.3 Transfer Data From Input Device to FACTOR Program. Data will be 


accepted in Octal or Hexidecimal and passed to the FACTOR program in 
floating point format with the following statement: 


EXEC LMSAVE (f, 6, N3, N4, N5, N6); 


where N3 = 9 for data input in Octal 
1 for data input in Hexadecimal 


N4 = First data item in floating point format received from 
input device. 


N5 = Second data item in floating point format received from 
input device. 


N6 = 0 for data input from keyboard 
1 for data input from ecard reader 
2 for data input from mag tape 


A second data item in the input record (N5) is optional and need not be 
supplied when using this LMSAVE function. If one is entered, it must be in 
the same record as the first and separated by at least one space. 


4.5.2.4.4 Perform a Line Printer Top of Form 


4.5.3 


EXEC LMSAVE (0); 
Assigning Dise Files 


The execution of LMSAVE as described in section 4.5.2.1 to transfer data 
between dise and Local Memory requires that dise files be preassigned. 
Each execution of LMSAVE in this mode will transfer the contents of local 
memory to one of up to 139 individual dise files. Each file may, therefore, 
be thought of as a local memory image on dise. The files used must be 
individually assigned with the DOPSY ASSIGN command under any job 
desired. The amount of dise space in words assigned to a given file must be 
equal to or greater than the "size" of local memory being saved on dise. For 
example, if 1924 Local Memory locations of two ranks each are to be saved 
the "size" required would be: 


1024 x 2 = 2048 words 
All files must be assigned a name of the form: 
LMIxxx (Local Memory Image) 


where xxx is a right justified 3 digit number between #91 and 139. 


Example: 


Save on dise 3 separate local memory loads of 1024 words by 2 ranks each. 
Three dise files are required. 


// ASSIGN 'LMI991' 2948 WORDS DATA 
// ASSIGN 'LMI992' 2948 WORDS DATA 
// ASSIGN 'LMI993' 2048 WORDS DATA 


NOTE: 


(1) LMSAVE "optimizes" the data being saved on dise by saving only 
changed ranks. Therefore, the actual file space required may be less 
than that calculated above. The file, may, therefore, be compacted to 
the minimum required size by the command: // ASSIGN 'LMIxxx' 


(2) An optional procedure is available with Rev 10 SENTRY software 
which allows a user defined file name prefix to replace the prefix 'LMI' 
(see section 4.5.2.2 above). 


4.5.4 Error Messages 


When a user error occurs LMSAVE will produce the appropriate error 
message as defined below. The error messgage will be followed by a 
conventional TOPSY terminal error 100 message including the statement 
number of the EXEC LMSAVE. 


ERROR MESSAGE DESCRIPTION 
FILE NOT FOUND The dise file LMIxxx was not 


ASSIGNED on dise as described in 
section 4.5.3. 


FILE EMPTY An attempt was made to load an 
empty file to Local Memory. Data 
was not previously saved in the file. 


FILE TOO SMALL File too small compared to amount 
of Local Memory data being saved 
or LMIP9—9 assigned less than 66528 
words. 


PAGE OUT OF RANGE ~ PAGE exceeds legal range as 
defined in section 4.5.2.1. 


N OUT OF RANGE N exceeds legal range as defined in 
| section 4.5.2.1. 


STOP OUT OF RANGE STOP exceeds legal range as defined 
in section 4.5.2.1. 


STOP EXCEEDS LM SIZE STOP exeeeds the actual size of 
Local Memory. 


ERROR MESSAGE 


DISK I/O ERROR 


INVALID NAME 


DESCRIPTION 


A hardware dise error oeceurred in 
reading or writing disc. 


The file name prefix specified in a 
DCL statement to replace "LMI" 
was either all blank or contained 
more than 3 characters. 


4.6 LOGREG 


4.6.1 


4.6.2 


Introduction 


LOGREG is an Assembly Language utility program which, when called from 
a FACTOR program, permits reading and writing of all tester long registers. 


The register contents may optionally be logged, in binary, on the POD. 


LOGREG will allow reading and writing of registers with four digit register 
numbers in the 1701 thru 1707 range in addition to registers 1734 and 1735. 


Program Usage 


LOGREG is invoked by placing the following FACTOR statement in the 


source program: 


EXEC LOGREG (NUM, VAL, OP); 


where NUM = 


VAL = 


Long register read or write code as found in Appendix B of 
the appropriate FACTOR manual. 


Value to be written to desired register or contents of 
register just read. The most significant bit (left most digit) 
corresponds to pin 1. Must not exceed 5 octal digits. 


§, Read or write a register with no logging to POD. 


1, Read or write a register and log VAL to the POD in 
binary. | 


2, Supress reading or writing and log VAL to the POD. 


Reading or writing to a register is determined by the first digit of the 
register read/write code. For example, to write to rank 1 of the M register: 


EXEC LOGRAG (240B, VAL, 9); 
To read rank 1 of the M register: 

EXEC LOGREG (440B, VAL, 1); 
VAL may be logged to the line printer by: 


// SET LP or 
/. DATALOG LP STATXX 


Otherwise, logging will take place on the TTP. 


4.6.3 Additional Documentation 
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Application Note AD 1042. 


4.7 FMTAP 
4.7.1 Introduction 


FMTAP is a FACTOR callable utility mag tape routine which permits 
multiple mag tape files to be read or written during a single program 
execution. 


4.7.2 Program Usage 


The following functions are performed by placing the associated FACTOR 
statement in the source program. 


EXEC FMTAP (0); rewind tape 

EXEC FMTAP (1, N); skip forward N end of file marks 
EXEC FMTAP (2, N); skip backward N end of file marks 
EXEC FMTAP (3); write an end of file mark 

EXEC FMTAP (4, ARR); read one record into array ARR. 
EXEC FMTAP (5, ARR); write one record from array ARR. 


The number of words read/written is determined by the number of elements 
assigned by the DCL statement. Only one array name may be defined, but 
the array size may exceed 512 words. 


4.8 GLOBS 


4.8.1 Introduction 


The program GLOBS adds 100 GLOBS system global variables to the existing 
20 global variables provided by the system software. The use of GLOBS then 
provides the user with a total of 120 system global variables. 


GLOBS is loaded and its functions controlled by the insertion of FACTOR 
call statements into the program in which it is to be used. 


4.8.2 FACTOR Call Statement 


The FACTOR statement required to load and initiate DATAIO has the 
format: 
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EXEC GLOBS (num,opcode,val); 


PARAMETER 


num 


opeode 


val 


DESCRIPTION 


A eonstant, variable, or array element the value of 
which specifies the number of the global variable 
(i.e., 1 to 120) which is to be used for the operation 
by the parameter "opcode". 


A eonstant, variable, or array element the value of 
which specifies the operation to be performed. The 
following "opcode" values are permitted: 


OPERATION 
VALUE SPECIFIED 
0 Reset the specified global variable to 
Zero. 
1 Increment the global (i.e., value of "num") 
by l. 
2 Decrement the global (i.e., value of 
"num") by 1. 
3 Copy the eontents of the memory 


locations specified by "val" into the global 
variable specified by "num". 


4 Copy the contents of the global variable 
specified by "num" into the memory 
location specified by "val". 


A constant, variable, array element or scalar value. 
The global variable or location specified by "val" is to 
be used for the operations specified by "opcodes" 3 
and 4. 


4.8.3 Program Operation 


GLOBS is an FST-2 assembly language overlay which, when loaded, occupies 
the upper 180 word locations of CPU memory. 


A GLOBS program must be configured for the specific test system on which 
it is to be used. The required configuration procedure is described in detail 
in the program's assembly language source listing. 


Since GLOBS is an overlay, a small amount of system overhead time is 
required for its use. For example the incrementation of a standard systems 
global variable (i.e., 1 to 120) requires approximately 1.6 milliseconds (e.g., 
GLOB4 = GLOB4+1;); the inerementation of a GLOBS global variable (i.e., 21 
i: at however, requires approximately 2 milliseconds (e.g., EXEC GLOBS 
50,1); ). 


4.8.4 Resetting GLOBS Global Variables 


The TOPSY keyboard commands: 


/. CLEAR STATxx and 
/. LOAD "name" STATxx 


which are used to reset the standard systems global variables to zero do 
NOT effect GLOBS global variables. 


To reset a GLOBS global variable, it is necessary to include a statement in 
the FACTOR program which explicitly resets the specified GLOBS global 
variable. For example to reset GLOBS global variable 100 to zero the 
FACTOR statement: 


EXEC GLOBS (100, 0); 
must be included in the program using GLOBS. 
All or any selected sequence of GLOBS global variables may be reset by 


including a reset loop routine in the program. For example the FACTOR 
statement: 


FOR I= 1 THRU 120 DO EXEC GLOBS (I, 0); 


would reset all of the global variables to zero. 
4.8.5 Examples, Use of GLOBS 
a. Reset all GLOBS global variables to zero when a specifie condition 


occurs: 


IF SWITCH EQ 0 THEN FOR I = 1 THRU 120 DO EXEC GLOBS 
(I, O); 


The value of SWITCH must be other than 0 for all subsequent test 
executions. 
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Place a given floating point number into GLOB 47: 
AA = 4.624; 

EXEC GLOBS (47, 3, AA); 

or 

EXEC GLOBS (47, 3, 4.624); 

Measure the voltage on pin 6 and place the result in GLOB 47: 


CPMU PIN 6; 
MEASURE VALUE; 
EXEC GLOBS (47, 3, VALUE); 


Display the contents of GLOB 47 on the TTP: 


EXEC GLOBS (47, 4, VAL); 
WRITE (TTP) VAL; 


SECTION 5 
PATTERN GENERATION UTILITY PROGRAMS 


5.1 CSETF 
5.1.1 Introduction 


CSETF is an assembly language program designed to assist the FACTOR 
programmer in generating Sentry compatible string files of SET F data when 
the input pin patterns are of a repetitive nature. 


9.1.2 Program Usage 
The user creates his test program in two steps. 


During step 1, the CSETF program will generate SET F commands and store 
them in a pre-ASSIGNed string file. 


During step 2, the user's FACTOR program is recompiled and the string file 
generated in step 1 is INSERTed into the user's program ready for execution. 


9.1.2.1 CALLING SEQUENCES. In step 1 CSETF is called using the oa 
assembly language linkage statement EXEC. The form is 


A. Initialize program and designate output file. 
EXEC CSETE (6, N);_ 


N = a one or two digit number to be appended to the character string 
"SETF" to ereate a unique DOPSY file name 'SETFN' for storing the 
generated data. | 


B. Define Pins 


EXEC CSETF (PIN, LINE, REPT, BIT, ,NO 


pp NOjgs: ....BIT_,NO,); 


PIN =pin number <1<PIN_ 60 

LINE = line number on which the subsequent pattern will begin. 

REPT = the number of times the subsequent BIT-NO combinations 
will be repeated. 


BIT =forl. 
NO = number of times the previous bit will be repeated. 
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C. Terminate input and create output file. 
EXEC CSETF (61); 


Upon encountering the termination card, the SETF file is created and 
the following comment is displayed on the TTP 


_ END CSETF 
9.1.2.2 ASSIGNING DISC FILES. Prior to executing the FACTOR program which 
ealls CSETF the user must reserve space in working storage to store his 
generated data using the DOPSY ASSIGN command. The number of words to 
reserve is approximately equal to (the number of SET F statements 
generated) times ((the highest pin number divided by four) plus two). 
// ASSIGN 'SETFn' x Words 


If the user is storing his data in a previously used file, the following 
questions will be displayed on the TTP: 


DATA EXISTS IN SETF FILE. UPDATE? (Y/N) 

If the response is Y, the old data will be destroyed and the new data will be 
stored in the selected file. Any other response will cause a return to the 
DOPSY monitor maintaining the original data in the selected file. 


5.1.3 Error Message 


If any errors are encountered while executing CSETF, the following message 
is displayed on the TTP: 


CSETF ERROR XXXX 


The program is terminated and a return is made to the DOPSY monitor. 


ERROR CODE DESCRIPTION 

OPSV _ Unable to open SETFNN file (probably not 
assigned). 

WRSV EOF encountered on SETFNN file (not 
enough space assigned to file). 

CLSV Unable to close SETFNN file (probably 
will never occur, system problem). 

EXEC Syntax error in EXEC CSETF statement. 


The following comment will also be 
displayed to designate which card is 1 
error: : 


STATEMENT NNNNN 
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The three following error messages are also generated. They probably will 
never occur, but if they do, you are either out of dise storage or there is a 
system problem. 


RDWK 


WRWK Unable to READ, WRITE, or OPEN working storage. 
OPWK 
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5.2 ROMPAT 
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5.202 


Introduction 


ROMPAT is an assembly language program designed to assist the FACTOR 
programmer in developing test programs for read only memories. Given a 
ROM with known inputs the program will generate the output pattern which 
ean then be used to test subsequent ROMs. A device with up to sixty pins 
having any combinations of input, output, and constant pins can be tested. 


Program Usage 
The user creates his test program in two steps. 


During step 1, the user's FACTOR program will EXECute ROMPAT to 
generate SET F statements and store them as a string file on dise storage. 


During step 2, the EXEC ROMPAT statement is removed from the user's 
FACTOR program; the program is recompiled and the string file generated 
in step 1 is INSERTed into the user's program ready for execution. 


During step 1, the user may preload local memory with his own address 
sequence or he may let the ROMPAT program generate all possible address 
combinations. In either case, after all the commands are loaded into the 
tester's local memory, the tester is enabled. The SET F commands are 
executed, and when a fail occurs, the C Register results are ORed in with 
the original data to create a new SET F command. The new command is 
stored back into local memory, and the tester is again enabled restarting at 
local memory start address zero. If any location fails five consecutive times, 
the test is terminated and a return is made to the DOPSY monitor. Upon 
reaching the local memory Test End address without a failure the contents 
of local memory are then converted to TRASCII format and stored as a 
string file in working storage. 


5.2.2.1 ADDRESS GENERATION. In step 1, before calling ROMPAT the user 
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must first set up the conditions defining voltages, timing, mask register, etc. 
ROMPAT is then ealled using the FACTOR assembly language linkage 
statement EXEC. The form is | 


EXEC ROMPAT (F, FILE, TPINS, IPINS, IP1,...,.IPN, CPINs, CP1,...CPn); 


where 


F Function 


1 generate SuT IF statements subsequently starting at lowest 
order address going to highest address. 


2 generate SET F statements in a complementary pattern 
starting with lowest address then highest address, ete. 


Example: SETF 1996....... 
SELF O14 leevs eax 
BEDE VLO8. sic 
SEL D: Ay i teeny 


4 generate SET F statements in a random order. 


Any combination of patterns may be generated and stored in the same 
string file by summing the F parameters for the functions desired; i.e., 
to generate both sequential and random patterns in the same file F 
would be set equal to 5 (1 and 4). To generate all patterns in one file, 
F would be set to 7 (1 and 2 and 4). 


FILE = a one or two digit number nn to be appended to the character 
string "SETF" to ereate a unique DOPSY file name- 'SETFnn! for 
storing the data generated in step 1. (See ASSIGN below). 


TPINS = total number of pins 
IPINS = total number of address pins. 
IP1 -IPn = address pin numbers. 
CPINS = total number of pins remaining a constant one. 
CP1-CPn = constant pin numbers. 


Example: EXEC ROMPAT (1, 11, 8, 4, 1, 3, 6, 7, 1, 5); 


The data will be generated sequentially and stored in string file 'SETF11'. 
The device has a total of eight pins. The device has four address pins. The 
address pins are one, three, six and seven. The device has one pin which will 
remain a constant one. The constant pin is five. 


9.2.2.2 NO ADDRESS GENERATION. The user may preload local memory with 
his own address sequence and execute ROMPAT to generate the output 
pattern. The FACTOR statement is 
EXEC ROMPAT (F, FILE, TPINS, LMWORDS); 


= No address generated. 
FILE = same as above. 
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TPINS = same as above. 


LMWORDS = total number of local memory words to use, i.e., total number of 


SET F statements to generate in string file (1-1924). 
Example: EXEC ROMPAT (p, 21, 15, 512); 
The data will be generated using previously stored addresses in local memory 


and stored in string file 'SETF21'. The device has a total of 15 pins. A total 
of 512 SET F statements will be created. 


9.2.2.6 LOCAL MEMORY START ADDRESS. Unless otherwise specified, the 


Deded 
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D200 


functional patterns will be stored in local memory starting at address zero 
(9). However, if the user wishes to start loading his patterns at an address 
other than zero he can specify the local memory start address with the 
following FACTOR statement: 


EXEC ROMPAT (19, LMADD); 
LMADD = The local memory address to begin storing the functional 


patterns. In all cases, the string file generated on dise will begin with the 
contents of local memory zero. 


-4 ASSIGNING DISC FILES. Prior to executing the FACTOR program which 


ealls ROMPAT, the user must reserve space in working storage to store his 
generated data using the DOPSY ASSIGN command. To ealculate the 
approximate number of words to be saved, the following formula ean be 
used: 


WORDS = (2** IPINS) * (2 + (TPINS/3)) * NUMBER OF FUNCTIONS 


For the first EXEC example in 5.2.2.1 above, the following ASSIGN 
command would first be executed. 


//ASSIGN 'SETF11' 89 WORDS 


.0 INSERTING GENERATED DATA. After completing step 1, the user can 


now recompile his FACTOR program replacing the EXEC statement with an 
INSERT statement. | 


Example: 
INSERT SETF11; 
Error Messages 


During step 1 if any errors are encountered, the following message is printed 
on the output device: | 


ROMPAT ERROR N 
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Deed 


The user program is terminated and a return is made to the DOPSY monitor. 


ERROR NUMBER N 


1 


6 


DESCRIPTION 


Error in parameters ist in EXEC ROMPAT state- 
ment. 


Unable to open file to store data. ASSIGN statement 
probably not executed. 


EOF encountered while writing data to working 
Storage. Not enough storage has been saved with 
ASSIGN statement. 

Unable to CLOSE output file. 


Unable to suecessfully verify generated SET F 
statements. 


Error encountered in generating random addresses. 


Errors 1, 2, and 3 are user caused errors and corrective action should be 
taken by the user and the program rerun. 7 


Errors 4 and 6 indicate errors not within the user's power to correct. There 
is a problem with the system. 


Error 5 can be overcome by using a different device of the same type. This 
error indicates a defective device. 


Summary of events of ROMPAT usage: 


1 fw CO De 


Test. 


ASSIGN output file. 

Compile FACTOR program with EXEC ROMPAT statement. 
Execute program under TOPSY creating output file. 

Recompile FACTOR program with INSERT output file statement. 


Additional Documentation 


SENTRY 600 ROMPAT | 
Application Note AD 1023 


SENTRY 500 ROMPAT 
Application Note AD 1052 


SENTRY 200 ROMPAT 
Application Note AD 1033 
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5.3 RAMPAT 
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Introduction 


RAMPAT is an assembly language program designed to assist the FACTOR 


programmer in developing test programs for random access memories. It 


oe By 


augments the standard FACTOR instruction set to allow generation of 
complex function test patterns with only a few user language instructions. 
This software pattern generator uses standard Sentry 500/600 hardware for 
test execution. Also RAMPAT supplies special failure analysis datalogging 
and a plotting routine for failure analysis. The following program 
description applies to RAMPAT versions Rev 4L and Rev 4S. The "L" and 
"S" denote long and short versigns of the same revision level. The short 
version does not include the N“ type patterns, resulting in a savings in 
computer memory space. 


Program Usage 


RAMPAT is called using the FACTOR statement EXEC. The general form 
iS: 


EXEC RAMPAT (N1, parameter 1, parameter 2,.... parameter n); 


5.3.2.1 TESTER PIN DEFINITION. To define tester pins the following values for 


Nl are used: 


Z 
a 


Define Device Size 

Define Row Address Pins 
Define Column Address Pins 
Define Data Input Pins* 

Define Inverse Data Input* 
Define Data Output Pins 
Define Inverse Output Pins 
Define Write Clock Pin 

Define Pins of Constant 1 Data 
Define Chip Select Pins 

10 Topologieally Scramble Rows 
11 Topologically Scramble Columns 
12 Define Oscilloscope Syne Pin 
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* For devices where the same pin is used for input and output, specify only 
the output pin (N1 = 5 or 6) and the input data will automatically be 
generated. 


5.3.2.1.1 For Ni = 9, define RAM size by 


EXEC RAMPAT (f, COLUMNS, ROWS, BITS) 


where 

COLUMNS = number of column address 1 < COL < 64 
ROWS = number of row addresses 2 < ROWS < 64 
BITS = number of bits per word 1< BITS <9 


The product of rows and columns must not exceed 2048. RAMPAT must 
execute this instruction before those listed below. 


9.3.2.1.2 For N 1 = 1, define row address pins by 
EXEC RAMPAT (1, RO, Rl, R2,.. .) 


where R# = tester pin number of least significant 
row bit 
I= te ibe pin number of row bit I, 
~ (2 = ROWS) 
0.3.2.1.3 For N1 = 2, define column address pins by 
EXEC RAMPAT (2, C, C1, C2.,...) 
where Cf = tester pin number of least significant 
eolumn bit 
C1 = tester Pa se labs of column bit I, [<6 
= COLUMNS) 


9.3.2.1.4 For N1 = 3, define data input pins by 
EXEC RAMPAT (3, DIO, DI, . 
where DIf = tester pin number of first bit of 
memory word 
DI1 = tester pin number of bit I of memory 
word, I<BITS 


0.3-2.l.0 For Ni = 4, define complement data input pins by 
EXEC RAMPAT (4, IDI9, IDI1,.. .) 
where IDIO = tester pin number of first complement 
data in bit of memory word. 
IDI1 = tester pin number of bit I or complement 
data in word, I< BITS 


d.3-2.1.6 For N1 = 5, define data output pins by 
EXEC RAMPAT (5, DO, DO1,.. .) 
where DO®# = tester pin number of first output 
bit of memory word 
DO1= tester pin number of bit I of memory 
word, I< BITS 


D.3.2.1.7 For N1 = 6, define complement data output pins by 
EXEC RAMPAT (6, IDO, IDOI, .. .) 
where IDO® = tester pin number of first complement 
data out bit of memory word. 
IDO1 = tester pin number of bit I of complement 
data out word, I< BITS 


5.3.2.1.8 For N1 = 7, define read/write pin by 


EXEC RAMPAT (7, WRITE) 
where WRITE = tester pin number of read/write aioek 


0-9 @ 


5.3.2.1.9 For Ni = 8, define chip selects or clock pins that 
require constant ones in local memory by 
EXEC RAMPAT (8, P1, P2,.. .) | 
where Pi = tester pin number requiring a constant one in Local 
Memory 
PI = tester pin I requiring a constant one in Local Memory, 
I<6. 


5.3.2.1.10 For Ni = 9, define chip select pin and number of 
: addresses for refresh during ping-pong or 
walking tests for devices requiring write with 
the chip disabled for refresh 
EXEC RAMPAT (9, CENABLE, NADDR) 


Where CENABLE = tester pin number of primary chip 
enable pin. 
NADDR = Number of consecutive address required 
for refresh (typically the number of 
rows) 


5.3.2.1.11 For Ni = 10, define row seramble by 
EXEC RAMPAT (10, RO, R1,... RI) 
Where the sequence of numbers RO, R1,... RI is the true 
geometric order of rows on the chip relative to address 
definition. (I<ROWS) | 


5.3.2.1.12 For Ni = 11, define column seramble by 
EXEC RAMPAT (11, CO, C1,... CD) | 
Where the sequence of numbers CO, Cl1,... Cl is the true 
geometric order of rows on the chip relative to address 
definition. 


5.3.2.1.13 For N1 = 12, define oscilloscope syne pin by 
EXEC RAMPAT (12, SYNC) 
Where SYNC is the desired tester pin for synchronizing 
the seope to the test pattern. 


Doerr PIN DEFINITION EXAMPLE, An example of defining the 1103 - 1024 
bit RAM is as follows: 


EXEC RAMPAT (0, 32, 32, 1); REM 32 ROWS, 32 COLS, 1 BIT; 

EXEC RAMPAT (1, 7, 5, 3, 1, 24); REM PRIMARY ROW PINS; 

EXEC RAMPAT (2, 14, 12, 16, 21, 10); REM PRIMARY COLUMN 
PINS; 

EXEC RAMPAT (3, 20); REM DATA INPUT; 

EXEC RAMPAT (6, 23); REM INVERSE DATA OUT; 

EXEC RAMPAT (7, 28); REM WRITE CLOCK PIN; 

EXEC RAMPAT (8, 9, 26, 29); REM PRECHARGE, CENABLE 
AND READ; 
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Execution of the above statements completely defines the functional 
pins of the device. The number of row or column pins defined should be 
consistent with the number of row or column addresses. Note that in 
the above example, EXEC RAMPAT (4,...) or EXEC RAMPAT (5, .. .) 
were not executed because no inverse data input or true data output pin 
was used. 


Reassignment of pin definition may be made by adding 20 to the first 
parameter in EXEC. For example, to reverse the order of row 
addressing 


EXEC RAMPAT (21, 24, 1, 3, 5, 7); 
or to inhibit the CENABLE pin, 
EXEC RAMPAT (28, 9, 0, 29); 


SET UP RULES. RAMPAT requires the following rules in the set-up 
portion of the test program. 


1. Set DB to all 1's for input pins, including I/O pins, power, clocks 
addresses, ete. 

2. Set DA equal to DB except a 0 for I/O pins. 

3 Set S to 1 for pins using alternate references. This may be to 

invert the address sequence’ to reverse the address sequence. 

Since clocks are RZ, the alternate reference may be necessary to 

produce the correct polarity on them. 

Force EB1 equal to Ep. 

Force EBf equal to E1. 

Set the write pin to RZ mode. 

Set the MA register to all zeroes. 

SET F 9; This indicates to the compiler that the local 
memory was loaded. Actually, RAMPAT will 
load the local memory. 
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For example, an 1103 type device would be defined as follows: 


SET DB 101010101101010101111001111111; 

SET DA 101010101101010101111001011101; 

SETS [9] 1 [26] 1 [28] 1; REM PRECHARGE, CENABLE, WRITE; 
SET RZ [9] 1 [26] 1 [28] 1; 

FORCE Ef VINLO; FORCE E1VINHI; 

FORCE EB1 VINLO; FORCE EBO VINHI; 

SET MA (30: 9); 

SET F 9; 

Other timing, power and reference set up. 


Here, pin 28, the write pin, is tied to pin 29 on the load board. During a 
write, pin 28 is a1 in DA. During a read, Set DA 28 01 lets pin 29 
supply a constant bias on that pin. DB was set for both pins 28 and 29, 
so no relays change state when changing from write to read. 
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PATTERN SELECTION. The next step is to define a pattern to be 
exercised. RAMPAT has a library of ten patterns. The current patterns 
are (1) checkerboard, (2) column bars, (3) row bars, (4) diagonal, 
(5) solid, (6) parity, (7) walking one (zero), (8) ping-pong, (9) shift and 
(10) surround disturb. 


There are two basic types of patterns; Type N, where the total + yee 
of tests is directly proportional to the RAM size N, and Type N”, the 
walking patterns. 


Type N Pattern Selection. The general form of Type N pattern 
selection is: | 


For N1 from 100 through 199, 
EXEC RAMPAT (N1, N2, N3, N4, N5) 
WHERE Ni PATTERN 
100 ALL ZEROES 
101 CHECKERBOARDS 
102 COLUMN BARS 
103 ROW BARS 
104 DIAGONAL 
105 PARITY 
106 SHIFT 
N2 = COLUMN START, THE FIRST COLUMN 
ADDRESSED WITH THE BEGINNING OF EACH NEW 


ROW 
N-3 ADDRESS SEQUENCE 
0 MARCH (9, 1, 2, 3,.. .) 
1 COMPLEMENT (9, 0/, 1, 1/, 2, 2/) 


N4, N5 = DATA FOR SHIFT PATTERN 


where N4 and N5 represent the data in the first row, to 
be shifted right by one for each consecutive row. The 
maximum number of bits per row is 32. Data is right 
justified and each data word (N4, N5) represents 16 bits 
of data. For example, if the data pattern for the first 
row is, starting with column 31, 


00111110000011110000111000110010 
then N4 = 0, 011, 111, 000, 001, 111 = 037017B 
and N5 = 0, 000, 111, 000, 110, 010 = 007062B 
For these patterns, the EXEC statement only loads local memory with 


data. Actual execution of write and read, eles, is done with normal 
FACTOR eee 
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N2 (COLSTR) defines the first column addressed as each new row is 
entered. This is for many dynamic devices that are refreshed by rows 
so that the worst case cell (column) in a row may be tested first during 
refresh testing. Also, COLSTR defines the starting column of row 0 for 
the diagonal pattern. COLSTR should be less than COLUMNS (starting 
from zero). 


The above statements could be put in a subroutine and ealled for various 
patterns or column starts. For example, to do the first six patterns 


FOR PATT = 100 THROUGH 105 CALL XTEST; 
or for a walking diagonal 

PATT = 104; 

FOR COLSTR = § THROUGH 31 CALL XTEST; 
or for critical refresh column address tests 

PATT = 101; 

FOR COLSTR = § THROUGH 31 CALL XTEST; 


Other pattern variations can easily be done. For example, to reverse 
the addressing sequence, switch to the alternate address line by 


SET S [1] 1 [3] 1...; or 
SET INV....3 with 1 ns. option 


Or, the least significant address bit may be held constant so that only 
odd or even rows are addressed during a refresh disturb test. 


FORCE EB1 VINHI; FORCE EB@ VINHI; 

SET S [7] 1; REM ALT REF ON LSB ADDRESS; 
SET MINOR 166; REM LOOP FOR 54 MSEC; 
ENABLE TEST; REM DISTURB ODD ROWS; 
SET S [7] 0; 

SET MINOR 1; 

ENABLE TEST; REM READ ALL ROWS; 


Example of Type N Pattern Execution. The sequence of events is given 
in the example below. Here pin 29 provides bias on the write line during 
a read. 


SET MAJOR 1, SIZE - 1; 

SET MINOR 1, 0, SIZE - 1; 

EXEC RAMPAT (PATT, COLSTR, SEQUENCE); 
ENABLE TEST; REM WRITE PATTERN; 

SET DA [28] 6 1; REM DISABLE WRITE CLOCK; 
SET MA [23] 1; REM ENABLE STROBE; 
ENABLE TEST; REM READ OUT PATTERN; 
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To execute the complement of the above test, reverse the S1, SO sense 
levels, reverse data in by selecting the alternate reference supplies 
(EB1/EBQf) with the S register and define the negative logic mode. 


SET S1 VOL; SET Sf VOH; 

SET LOGIC NEG; | 

SET S [20] 1; REM INVERT DATA IN; 

SET DA [28] 16; REM ENABLE WRITE; 

SET MA [23] 0; REM DISABLE STROBE; 

ENABLE TEST; REM WRITE COMPLEMENT PATTERN; 
SET DA [28] 61; 

SET MA [23] 1; 

ENABLE TEST; REM READ COMPLEMENT PATTERN; 


TEST EXECUTION WITHIN RAMPAT. RAMPAT also has a set of 
special instructions where testing is actually executed by RAMPAT. 
That is, in the previously described patterns for N1 from 100 to 199, 
RAMPAT only generated the data and deposited the results in the Local 
Memory. Actual test execution was initiated by the user's FACTOR 
program instructions. However, some tests require repetitive execu- 
tion, so those eases are handled automatically by RAMPAT. 


These functions are 


N1 FUNCTION 

200 Ping-Pong Walking One (Zero) 
202 RAM Fail Matrix Datalog 

203 Walking One (Zero) 

204 Surround Disturb 


Ping-Pong Test For N1 = 200, Execute Ping-Pong Walking Pattern By 
EXEC RAMPAT (206, LOG, N3); 
where LOG = 1 Enables Ping-Pong Datalogger 
LOG = 9 Disables Ping-Pong Datalogger 
N3 6 for no special refresh or I/O 
= 1 for special refresh mode where the chip is disabled and 
DUT written to refresh. Must define CENABLE with 
EXEC RAMPAT (9,...) : 


The ping-pong test executes a one walking through a field of zeroes 
with all possible address transitions. Initially, all cells are written to 0. 
Then a one is written into the first. The flow chart shows the sequence 
of gvents of a ping-pong test. The number of tests is approximately 
2N”. Counting both true and complementary cases, there are 4N” tests. 
Execution is as follows: 


LOG = 9; 
EXEC RAMPAT (200, LOG, 9); 


ALTER may be used to modify LOG to a 1 to enable the ping-pong 
datalogger. The reason for a special datalog here is due to the nature of 
ping-pong testing. Here, all possible address transitions are being tested. 
So, a failure of one cell may be a function of the previous cell tested, i.e., 
the transition of bits in the address decoders may have caused the fail. For 
example, 


PING PONG TEST FAILED TO READ A 1IN LOCATION COL 19 ROW 
1 FOLLOWING A READ # IN LOCATION COL 2 ROW 5 
BACKGROUND WAS A 9 


9.3.2.0-2 RAM Fail Matrix Datalog Of Type N Patterns. The second ease of test 
execution generated by RAMPAT is a special datalog feature for displaying 
up to 1024 bits of data by row and column coordinates. This is called the 
RAM Fail Matrix Datalog. For multiple bit RAMs, enable only one output 
pin at a time for use with this display. 


FOR Ni - 202, EXECUTE DYNAMIC MEMORY FAIL MAP BY EXEC 
RAMPAT (292); 

For output on the line printer, set LP in DOPSY or datalog LP in 
TOPSY. For multibit word RAMs, enable only one output pin with SET 
MA for the fail map on that pin. 


The Fail Matrix is currently limited to RAMS with rows and columns less 
than or equal to 32. 


5.3.2.0.3 Walking One (Zero) Test 


FOR N1 = 293, EXECUTE THE WALKING ONE (ZERO) PATTERN BY 
EXEC RAMPAT (203,LOG,N3); 


Where 
N3 = 0 for no special refresh or I/O 


1 for special refresh mode where the chip is disabled and 


Wo 


the DUT written to refresh. Must define CENABLE with -— 


EXEC RAMPAT (9,.. .) 

2 for I/O devices where the input drivers must be disabled 
during the read cycle. 

1 enables fail matrix datalogger 

0 disables datalog for this test 


LOG 


The walking test writes a 0 in all cells. Then a one is written in a cell and 
all cells from 0 to SIZE - 1 are read. Then the cell with the one is restored 
to zero and a one written into the next cell, ete. Counting both the true 
(walking one) and complement (walking zero), a total of about 2N(N + 2) 
tests is executed. If LOG is 1, the fail matrix datalogger is automatically 
called if a fail is detected. This is the same datalogger as number 202 and 
will show the location of the one in the field of zeroes and the failing cell. 


5.3.2.9.4 Surround Disturb Pattern. For N1 = 204 execute the surround disturb 
test by 


EXEC RAMPAT (204, LOG); 


Sinee this instruction is in the 200 category, this means that the local 
memory pattern generation and execution are done within RAMPAT (no 
FACTOR Enable Test required). 


The pattern loaded in local memory will be as follows: 


§ Write a fin Row M, Column N - 1 

1 Write a § in Row M, Column N 

2 Write a # in Row M, Column N +1 
3 Write al in Row M-1, Column N 
4 Read a § in Row M, Column N+ 1 

9 Write al in Row M+ 1, Column N 
6 Read a § in Row M, Column N - 1 

7 Read a # in Row M, Column N 


The user must define minor and major loop constants before executing the 
surround disturb pattern by | 


SET MINOR C, 3, 6; 
SET MAJOR 1, 7; 
EXEC RAMPAT (204, LOG); 


RAMPAT will start with M = 0, N = 0. In this ease, M-1 or N - 1 will wrap 
around to be the maximum row or column address. The pattern will be 
stored in local memory and executed. The minor loop count, C, should equal 
the number of times the surround disturb of cell M, N will be exectued. For 
example, if the cycle time is 900 nanoseconds, and the desired disturb time 
is 1.8 milliseconds, then C should be 500. 


During execution of the first pattern, the software computes the local 
memory data for the next value of M or N. When the first pattern is 
complete and if no failure occurred, the next pattern is loaded and executed 
in DMA (Direct Memory Access) mode. All values of M and N are done. 
When M or N equals the maximum row or column address M+ 1 or N + 1 will 
be zero (wrap around). A failure in any cell will terminate the test. If LOG 
is one in the EXEC statement, the RAM Fail Matrix Datalogger will be 
called (the same as EXEC RAMPAT (202). 


The complement surround disturb may be executed by inverting data in and 
out as previously discussed. 


5.3.2.6 SHMOO PLOTTING. Two other routines are contained within RAMPAT 


for special datalogging features. 
EXEC RAMPAT (40, ARRAY); 


where ARRAY is a FACTOR array of 61 elements. RAMPAT prints a line of 
61 characters with a space or blank where the ARRAY element is 9 and an X 


- otherwise. 


5.3.2.6.1 Line Printer Top of Form. Another RAMPAT statement does a top of 
form on the line printer for plotting preparation 


EXEC RAMPAT (41); 


5.3.2.6.2 shmoo Plot Example. A complete plot of device performance for all 
values of two parameters may be executed as follows: 


FAIL 1: 
PASSI: 


EXEC RAMPAT (41); REM TOP OF FORM; 
WRITE ‘header informaiton’; 

FOR PAR1 = PIMAX THRU PIMIN BY DELP1 
DO BEGIN 


define values that are a function of PARI 


[=0 
FOR PAR2 = P2MIN THRU P2MAX BY DELP2 
DO BEGIN 


define values that are a function of PAR?2 


=I+1; REM TPAS ARRAY ELEMENT; 
ON FCT, FAIL1; REM BRANCH TO FAILI IF FAILURE; 
CALL XTEST; REM TEST SUBROUTINE; 
TPAS I = 13; REM SET ELEMENT TO 1 IF PASS; 
GOTO PASS1; 
TPAS 1=9 
END; 
EXEC RAMPAT (40, TPAS); REM PRINT DATA; 
END; 
WRITE 'bottom header information’; 


5.3.2.0 MULTIPLE BIT WORDS. For testing RAMs with multiple bit words, the 
word bit relations are defined by selecting combinations of data in and 
inverse data in. For example, 


EXEC RAMPAT (3, BI, BI1, BI2, BI3) 
EXEC RAMPAT (5, BOP, BO1, B#2, BO3) 


will make all four bits of the word equal. To define alternate 1, 0, 1, 0 for 


the word, 


EXEC RAMPAT (3, BI, 9, BI2, 0); 
EXEC RAMPAT (4, @, BI1, 6, BI3); 
EXEC RAMPAT (5, BO, O, BO2, 9); 
EXEC RAMPAT (6, 9, BO1, 6, BO3); 


This makes BI# = BI2 = BI1 = BI3 


Other combinations can be defined by this method. 


5.3.3 RAMPAT Terminal Errors 


The following terminal errors will be produced by RAMPAT in the event of a 
user error in the calling procedure. 


TERMINAL ERROR 


101 


102 


103 


104 


5.3.4 Additional Documentation 


DESCRIPTION 


legal value used for Nl in EXEC 
statement 


Illegal value used for N2 and/ or N3 in 
EXEC statement (ROWS x COLUMNS 
exceeds size of Local Memory). 


Too many parameters used in EXEC 
statement (too many pins specified for 
data in, out, etc.). 


RAM size improperly defined by N1 =9 
procedure. RAMPAT may have been 
removed from computer memory by 
execution of another Assembly Language 
Overlay. 


SENTRY 500/600 RAMPAT Application Note AD 1013 
SENTRY 200 RAMPAT Application Note AD 1002 


5.4 ROMPONG 


9.4.1 


9.4.2 


Introduction 


ROMPONG is an assembly language program designed to assist the FACTOR 
programmer in testing access times of read only memories. The program 
performs a ping-pong type test on a functional pattern testing the access 
time from every device address to every other address. Also, ROMPONG 
supplies optional failure analysis datalogging. 


Program Usage 


5.4.2.1 CALLING SEQUENCE. The FACTOR calling sequence is: 


EXEC ROMPONG (SIZE, LOG); 


where 
SIZE = the number of functional patterns loaded into local 
memory (less than or equal to one half the local 
memory size) 
LOG = 0-donot log device failure data 


1 - log failure data on system primary output device 


0.4.2.2 OPERATING PROCEDURE. The user first loads his functional test 


pattern into local memory starting at location zero. The test pattern cannot 
exceed one half the system's local memory size. ROMPONG is then invoked 
using the assembly language linkage statement EXEC ROMPONG described 
above. 


The first task performed by ROMPONG is to expand the truth table of the 
ROM into the even numbered locations of local memory. 


The pattern for address § remains at location 9. 
The pattern for address 1 is stored at location 2. 
The pattern for address 2 is stored at location 4. 


The pattern for address N is stored at location 2N. 


Upon completion of the relocation of local memory, the accessing test is 
begun. The contents of local memory location § are stored into all odd 
locations from 1 to 2N + 1 and the test is "ENABLED". The contents of 
location 2 are then written into all odd locations and again the test is 
"ENABLED". This procedure is repeated until the acecess time from every 
device address to every other address is tested or until a failure occurs. 


In either case, upon termination, local memory is restored to its original 
state and a return is made to the user's FACTOR program. 


9.4.2.3 FAILURE ANALYSIS. 


If the user selects to log his failure results, the 
following data is output | 


¥21768 


InNGs APA ado ACORS STI7E® “eESAS 
INSTRUCTION 09,467 LUC, MEM, fete  LTRRAT LON & 5 5u 
INSTRUCTION CAL 4G? LOC. “MEM, ae ITERATION Ue Eel 
FATLEY SET F RANKS Je2 Gwe VSI Taree FILLE FUG verre 
| RLNKS bed OAR BEYER Babe UAEOR FREE CREE 
CUMPARTSON REG, KANKS J92 G14G2 Geli AGALO BARR FOYER FV tiie 
| RANKS $4 AAKAR O2EYVA ALEK ARPEUA HROEF Gaba 
PREVIOUS SET F RANKS je? APHWL LHeue YIP FLIIG VEER E Chane 
RANKS Jed AWAGA CHANDA WEAR CELE FEOPER BRAY 
INSTRUCTION OU A467 3 LOC, MEM, “v7 52a ITERATION GA17 
FAILED SET F RANKS #2 PAAAMD AAPL LAIL1 LILI CePme RAW 
RANKS $a AWAEG AYEUR BALE RAGAG FAP LEA 
COMPARISON REG, RANKS {=2 CL1AGA AVARA BRAERE AAERAA VaAPRe FREAAY 
| RANKS 384 QUE AVAL BEKHE AGROR FARA KEG IAY 
PREVIOUS SET F KANKS [#2 ALGER GALL 19061 LILI buehe Pane? 
RANKS $4 VAAAY AUPE CFOEF BIPEA CREE CrreY 
INSTRUCTION = the FACTOR statement number of EXEC ROMPONG 
statement which failed. 
LOC. MEM. = the local memory location of the failed test pattern. 
ITERATION = the number of times the odd locations have been 


5.4.3 Error Messages 


ERROR MESSAGE 


changed. This is an octal number and also indicates 
the local memory location of the original functional 
pattern as loaded into local memory by the user. 


ROMPONG ERR EXEC 


DESCRIPTION 


An error is encountered in the EXEC 
ROMPONG statement. The user program 
is terminated and a return is made to the 
DOPSY monitor. 


ACCESS, 2.7, 2-58 
BMT, 1.13, 1-41 


CHANGE, 1.8, 1-12 
COPJOB, 1.7, 1-9 
CRDTAP, 1.3, 1-4 
CSETF, 5.1, 5-1 
CYCLE, 3.4, 3-18 


DATAIO, 2.7, 2-42 
DBUP, 1.11, 1-30 
DEBUG, 3.1, 3-1 
DELJOB, 1.6, 1-7 


EDIT, 1.9, 1-15 
FCOMP, 1.1, 1-1 
FINDJOB, 1.5, 1-6 
FMTAP, 4.7, 4-19 
GLOBS, 4.8, 4-20 


INIT, 1.14, 1-43 
INSERT, 1.15, 1-45 


LABEL, 1.17, 1-49 
LISTC, 1.2, 1-3 


INDEX 


LMIO, 3.3, 3-12 
LMLOAD, 4.4, 4-6 
LMMOD, 4.1, 4-1 
LMSAVE, 4.5, 4-10 
LMTSF, 4.2, 4-3 
LOGREG, 4.6, 4-18 
LPLF, 4.3, 4-5 


NOTE, 1.16, 1-46 


PATCH, 1.10, 1-28 
PGLOG, 2.4, 2-27 
PPLOG, 2.5, 2-29 
PSCAN, 3.2, 3-7 


RAMPAT, 5.3, 5-8 
ROMPAT, 5.2, 5-4 
ROMPONG, 5.4, 5-19 
SPLOT, 2.3, 2-11 
TAPLP, 1.4, 1-5 
TDX, 1.12, 1-34 
TTIME, 2.2, 2-8 


XGRAPH, 2.1, 2-1 
XMIT, 1.18, 1-48 
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